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A B S T R A C T
The ability to sort cells is extremely desirable in many fields such as diagnostics, chem-
ical processing, and biological analyses. Label-free sorting schemes in microfluidic de-
vices represent a promising alternative to the fluorescence and immunomagnetic acti-
vated cell sorting methods which are current industry standards; permitting reduced
costs, simpler operation, and increased portability. Furthermore, passive label-free sort-
ing schemes such as deterministic lateral displacement (DLD) devices pose further ad-
vantages; for instance, sorting cells in accordance with their physical properties with no
need for the application of external fields, magnetic beads, or fluorescent labels. Many
of the cells and particles which require sorting are non-spherical and deformable, how-
ever the majority of theory for predicting particle behaviour in Deterministic Lateral
Displacement (DLD) devices is only applicable to the limited case of rigid spheres in
circular post arrays. The concept behind the separation mechanism for rigid spheres re-
lies upon the assumption that DLD device geometry uniquely determines the fluid flow
field, which subsequently defines a critical particle size and the lateral separation of
particles of different sizes. Whilst the developed theories are exceedingly successful for
designing devices for separating rigid beads, they are restricted to sorting particles by
size, a characteristic which is ill-defined for non-spherical deformable particles in flow.
Furthermore, this design approach squanders the full potential of DLD, which could
utilise alternative particle characteristics such as elasticity and dynamic behaviour as
the bases for separation of non-spherical deformable particles.
This work uses a combination of mesoscale hydrodynamic simulations and microflu-
idics experiments to demonstrate how cells’ mechanical and dynamic properties can
be used as separation criteria within different DLD device geometries. Two mesoscopic
particle-based methods are employed in simulations to represent fluid; the dissipa-
tive particle dynamic (DPD) technique and the smoothed dissipative particle dynamic
method (SDPD). Additionally, two-dimensional(2D) mesoscopic models of rigid beads
and red blood cells (RBC) are employed to investigate particle motion in DLD devices
in a qualitative manner, and a three-dimensional (3D) model of Red Blood Cell (RBC)s
is used to obtain a more precise quantitative picture. RBCs are chosen because they
represent a ubiquitous non-spherical deformable particle, and sorting based on their
mechanical properties in DLD devices would aid in diagnosis of lethal diseases such as
malaria.
The 2D simulation results show that a critical particle size can be well defined for
rigid spherical particles in circular post arrays depending on the inter-post spacing, the
row-shift fraction, and the corresponding flow field; in quantitative agreement with
current empirical findings and theory. Additional 2D simulations allow the empirical
v
equation for the critical size of rigid spherical particles in circular post arrays to be
generalized and extended for diamond, square and triangular post arrays. In contrast,
2D simulation results demonstrate that RBCs exhibit far more complex dynamics within
DLD post arrays than rigid spheres, and the particle motion cannot be predicted by a sin-
gle parameter such as the critical size. Instead, the dynamic behaviour and deformation
of the RBC are found to strongly influence transit behaviour through DLD devices, pro-
viding the potential for novel sorting schemes. The 2D work motivates the further study
of RBC behaviour in DLD devices using 3D simulations and supplementary experiments
to gain a more quantitative understanding of the underlying physical mechanisms at
play. 3D simulations and microfluidic experiments achieve excellent quantitative agree-
ment and reveal that RBCs can travel in transit modes which are inaccessible to rigid
spheres due to the complex interplay between hydrodynamic interactions with posts,
RBC deformations, and RBC dynamic behaviour. The dynamic behaviour of RBCs is in-
vestigated by confining cells within flow channels of different heights and by altering
the ratio between the intra-cellular fluid and the suspending medium. Thin devices in-
hibit the dynamic behaviour of RBCs, resulting in trajectories which are more like those
of rigid spheres, however deformation still plays a key distinctive role. Thick devices
which allow full re-orientation of RBCs and different dynamic behaviours are observed
at different viscosity contrasts: At physiological viscosity contrasts RBC s are found to
move in a tumbling motion and, under conditions where the intra- and extra- cellular
fluid are equal, RBCs are found to favour tank-treading behaviour. Each of these distinct
dynamic behaviours result in dramatically different RBC trajectories through DLD post
arrays, demonstrating how non-spherical deformable particles can be sorted according
to characteristics other than size, such as membrane shear modulus, membrane bend-
ing rigidity, or internal viscosity. Finally, 3D simulations are used to demonstrate a
potential DLD device design for deformability-based sorting of RBCs; achieving good
lateral separation between healthy RBCs and RBCs with pathological values for their
shear modulus.
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Z U S A M M E N FA S S U N G
Zellen nach ihren Eigenschaften zu sortieren ist in vielen Bereichen wie Diagnostik
oder chemischen und biologischen Analysen von großem Interesse. Die Trennung in
mikrofluidischen Apparaturen, für die keine Marker benötigt werden, stellt durch
geringere Kosten, einfache Bedienung und erleichtertem Transport eine vielverspre-
chende Alternative zu gegenwärtigen Industriestandards, wie die Trennung durch
fluoreszenz- oder immunomagnetisch markierter Partikel, dar. Ein weiterer Vorteil von
Apparaturen, die ohne Marker auskommen, z.B. deterministic lateral displacement
(DLD), ist die Sortierung der Moleküle ausschließlich aufgrund ihrer physikalischen
Eigenschaften, ohne die Notwendigkeit von externen Feldern oder Magnetpartikeln.
Viele Zelltypen und Moleküle bei denen das Trennen nach physikalischen Eigenschaf-
ten von Interesse ist, sind nicht kugelförmig und verformbar. Jedoch sind bestehen-
de Theorien in erster Linie ausschließlich auf Strömungsverhalten starrer Kugeln in
Rundsäulen-Arrays in DLD Apparaturen anwendbar. Dem Prinzip der Trennung von
starren Kugeln liegt die Annahme zugrunde, dass das Strömungsfeld der Flüssigkeit
hauptsächlich durch die Geometrie der Apparatur bestimmt wird, wodurch eine kriti-
sche Partikelgröße definiert wird, die zur räumlichen Aufspaltung von Objekten ver-
schiedener Größe führt. Die bereits bestehenden Theorien eignen sich hervorragend
für den Entwurf von Apparaturen zur Trennung von starren Kugeln, jedoch sind sie
auf die Trennung nach Teilchengröße beschränkt. Da sich hingegen die Partikelgröße
für nicht-kugelförmige, verformbare Objekte in einer Strömung nicht klar definieren
lässt, sind diese Theorien nur beschränkt auf solche Partikel anwendbar.
Im Rahmen dieses Projektes wird eine Kombination von mesoskopischen, teilchen-
basierten Simulationsmethoden und mikrofluidischen Experimenten verwendet, um
nachzuweisen, wie mechanische (Viskositätskontrast, Schubmodul, Membranbiegestei-
figkeit) und dynamische Eigenschaften von Zellen als Trennungskriterien in DLD Ap-
paraturen genutzt werden können. Um die Flüssigkeit zu simulieren werden zwei me-
soskopische, teilchenbasierte Methoden angewendet: die dissipative particle dynamics
(DPD) und die smoothed dissipative particle dynamics (SDPD) Methode. Zusätzlich
werden zweidimensionale (2D), mesoskopische Modelle von starren Kugeln und roten
Blutkörperchen (red blood cells – RBCs) verwendet, um Teilchenbewegung in DLD
Apparaturen in einer qualitativen Weise zu erforschen und ein dreidimensionales (3D)
Modell von RBCs um eine genauere quantitative Darstellung zu erhalten. RBCs werden
als Modell verwendet, da sie allgegenwärtige nicht-kugelförmige, verformbare Objekte
darstellen. Des Weiteren kann die Trennung von RBCs aufgrund ihrer mechanischen
Eigenschaften in DLD Apparaturen die Diagnose von tödlichen Blutkrankheiten wie
Malaria unterstützen. Die Ergebnisse der 2D Simulationen zeigen, dass sich die kri-
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tische Partikelgröße für starre, kugelförmige Partikel im Rundsäulen-Array abhängig
von dem Abstand der Säulen, der Fraktion der Zeilenveschiebung und dem korrespon-
dierenden Strömungsfeld, gut bestimmen lässt. Dies steht im Einklang mit Theorie und
empirischen Erkenntnissen. Zusätzliche 2D Simulationen verschiedener Säulen-Array
Geometrien ermöglichen die Erweiterung der empirischen Gleichung für die kritische
Größe starrer kugelförmiger Partikel auf Rauten-, Viereck- und Dreieck-Säulen Arrays.
Dagegen zeigen 2D Simulationen, dass RBCs eine weitaus komplexere Dynamik in
DLD Arrays vorweisen als starre Kugeln, da die Teilchenbewegung nicht von einem
einzelnen Parameter wie der kritischen Größe abhängig gemacht werden kann. Statt-
dessen kann beobachtet werden, dass dynamisches Verhalten und Verformung der RB-
Cs den Durchfluss durch die DLD Apparatur stark beeinflussen, was die Entwicklung
neuer Sortiersysteme ermöglicht. Die Ergebnisse der 2D Simulationen verdeutlichen
die Wichtigkeit weiterer Untersuchungen vom Strömungsverhalten von RBC in DLD
Apparaturen mittels 3D Simulationen und ergänzenden Experimenten, damit ein bes-
seres quantitatives Verständnis der zugrundeliegenden physikalischen Mechanismen
aufgebaut werden kann. 3D Simulationen und mikrofluidische Experimente zeigen,
dass die Trajektorien durch einen Rundsäulen-Array von RBCs deutlich von denen
von starren Kugeln abweichen können. Dies ist durch das komplexe Zusammenspiel
von hydrodynamischen Wechselwirkungen mit den Säulen, der Verformung der RBCs
und dem dynamischem Verhalten bedingt. Dabei wird das dynamische Verhalten der
RBCs für verschiedene Höhen der Durchflusskanäle und verschiedene Verhältnisse der
Viskosität von intra- und extrazellulärer Flüssigkeit (Medium) untersucht. Flache Ap-
paraturen hemmen das dynamische Verhalten der RBCs, was zu Trajektorien führt, die
der starrer Kugeln ähneln, jedoch beeinflusst von der RBC Deformierung. Höhere Ap-
paraturen erlauben eine Neuausrichtung der RBCs in allen Raumdimensionen. Dabei
wurde unterschiedliches dynamisches Verhalten bei verschiedenen Viskositätsverhält-
nissen beobachtet: bei physiologischem Viskositätskontrast wird eine taumelnde Bewe-
gung der RBCs beobachtet. Ist die Viskosität der intra- und interzellulären Flüssigkeit
gleich, wird vermehrt das Tank-treading-Verhalten beobachtet. Zusammenfassend füh-
ren alle Szenarien zu extrem unterschiedlichem Durchflussverhalten der RBCs in DLD
Säulen-Arrays, was zeigt, dass nicht-kugelförmige, verformbare Partikel nach anderen
Eigenschaften als der Größe, wie Viskositätskontrast, Schermodul oder Biegesteifigkeit,
sortiert werden können. Abschließend wurden 3D Simulationen eines möglichen Auf-
baus einer DLD Apparatur, durch welchen RBCs anhand ihrer Verformbarkeit sortiert
werden könnten, durchgeführt. Die Ergebnisse weisen auf eine ausgeprägte räumli-
che Aufspaltung von gesunden RBCs und RBCs mit pathologischen Werten für deren
Schubmodul auf.
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I N T R O D U C T I O N
1.1 motivation
The ability to sort and separate microscopic particles is highly coveted in many tech-
nical fields. In diagnostics, the gold standard for diagnosis of diseases such as malaria
requires direct observation using microscopy. However, this often poses difficulty as
the ratio of infected-to-uninfected red blood cells in patient samples can be as low
as 1 : 1000000 [1]. Consequently, mechanisms for increasing the concentration of rare
pathogens in patient samples can dramatically improve the effectiveness of microscopy
diagnosis.
Far removed from diagnostics, in commercial industries, sorting techniques are be-
ing used to identify organisms of monetary value. For example, the energy sector have
begun to fund research which employs particle sorting to identify high-lipid-content
organisms as candidates for bio-fuel production, providing a potential future alterna-
tive to fossil fuels. [2]
There are many different methods of particle sorting and each falls into one of two
categories: labelled and label-free sorting. The two prominent label sorting techniques
are fluorescence and immunomagnetic activated cell sorting (FACS and MACS) [3, 4],
which require the particles in a sample to selectively bind to fluorescent or magnetic la-
bels respectively. In MACS, labelled populations are separated by exposing the sample
to a magnetic field, and in FACS the labelled populations are sorted by individually
analysing their fluorescent response to different frequency lasers and storing them ac-
cordingly. In order to selectively label particles it is necessary to know the cell surface
molecules present in the sample, as these are the sites to which labels bind.
Label-free sorting techniques require no such labelling process, instead they rely
on the intrinsic properties of particles as a means for sorting. As such, characteristics
like shape, size, density, rigidity and permittivity can be exploited to separate hetero-
geneous populations of particles. The most obvious and perhaps oldest example of
label-free sorting is centrifugation, where the application of a centrifugal force to a
sample causes particles of different density and size to sediment at different speeds
[5].
The aforementioned sorting techniques represent the industry standards and have
multiple limitations, including: The requirement for large sample volumes, high equip-
ment costs, slow sorting rates, and the necessity for expertise in operating and main-
taining complex machinery. To address these issues for the next generation of cell sort-
ing devices, researchers are looking to microfluidic technologies. Microfludic devices
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provide cheaper, simpler, and more portable platforms for the handling and manipula-
tion of cells. Furthermore, multiple microfluidic devices with a variety of functionality
can be utilised on a single integrated platform to perform a series of procedures on
cells, providing a lab-on-a-chip style device.
The spatial sorting of cells within a microdevice can be achived by fabricating mi-
cropatterns inside flow channels. Patterns may consist of ridges, posts, or ratchets, and
as cells traverse a patterned microchannel their trajectories are altered by interactions
with the obstacles. Deterministic lateral displacement (DLD), pioneered by Huang et.
al[6] , is an important example of this technique. Cells in a DLD device migrate through
an array of micro-pillars and are sorted according to their size. Sorting is predomi-
nantly governed by the geometry of the pillar array. The manner in which rigid spher-
ical particles traverse DLD devices is well understood and devices can be designed to
sort specific sized beads according to empirical formula [7]. In cases where the sorted
particles have anisotropic profiles (e.g. rods and discocytes) or are highly deformable
(e.g. RBCs and DNA) the sorting is dependant on the flow properties as well as the me-
chanical properties of the cell. Current DLD devices for sorting anisotropic, deformable
particles use the theory for hard beads as guidelines and have been seen good success
[8–10]. Often the device design aims to control the orientation of the particle in such a
way that it’s behaviour can be approximated to that of a sphere. For instance, RBCs in
deep or shallow devices will orient differently, altering their effective size in the device
[8]. However, it is not clear if these devices achieve optimal performance and, if bet-
ter understood, the mechanisms which cause particles to deviate from the trajectories
predicted for hard spheres may be utilized to improve sorting.
Understanding the rich interplay between particle deformation, particle orientation,
device geometry and flow properties is a daunting task. Experimental investigation is
highly impractical for a multitude of reasons. Firstly, identifying the optimal device
geometry and flow profile for sorting one specific type of particle could require many
devices to be fabricated and each would need to be tested under multiple flow con-
ditions. Secondly, in order to gain any understanding of the mechanisms responsible
for changes in sorting behaviour, a vast amount of video analysis would be necessary.
Furthermore, video analysis provides a means of observing and categorising dynamic
behaviour at best, and extracting mechanical stresses exerted on a cell via a 2D image
analysis is non-trivial, requiring fitting with detailed theoretical models specific to the
cell.
Simulation techniques provide a valuable alternative resource for understanding the
complex behaviour of particles in DLD. The ability to test different device geometries
without the need for fabricating new microdevices means a large number of configu-
rations can be tested in considerably less time. Furthermore, variables can be precisely
altered, meaning that changes in transit behaviour can be attributed to specific me-
chanical properties of particles such as shear modulus or internal viscosity. In addition
to enhancing understanding, simulations can be used to design devices for separat-
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ing specific types of particles or in optimising current devices. However, in order to
demonstrate the potential of simulation motivated devise design to experimentalists,
it is first necessary to provide proof that simulations give sufficiently accurate results.
Consequently it is important to realise quantitative agreement between simulations
and existing experiments before serious suggestions can be made towards novel de-
vice designs or optimisations.
Experiments on polystyrene beads and RBCs in DLD devices will provide two initial
benchmarks for demonstrating the relevance of simulations for DLD device develop-
ment. Rigid beads are selected as an initial target as there are well established empiric
rules for predicting their trajectories through DLD devices, allowing easy comparison
with simulation results[7]. Comparison with RBCs is selected as a second benchmark
as they represent a deformable aniosotropic particle which is highly relevant in di-
agnostic and medical applications. Only after suitable agreement with experimentally
observed RBC behaviour in DLDs is achieved will instigations begin on new sorting
schemes for enhanced separation of healthy cells and unhealthy cells with altered
physical properties.
1.2 biological and medical basis
Sorting cells within blood samples via DLD is the primary topic of this work. Con-
sequently, it is helpful to give a introductory back ground on the main components
of blood, with a particular focus on RBCs. Following this, malaria is taken as a case
study of disease which alters the mechanical properties of RBCs; highlighting a specific
medical application for sorting deformable non-spherical cells.
1.2.1 Blood Cells
Blood plays a vital role in the function of the human body, responsible for many fun-
damental tasks such as; supplying oxygen to tissue; transportation of nutrients, waste
and hormones; regulating body temperature and Ph; and providing a basis for im-
munological response. In order to meet all of these requirements, blood has multiple
components with varied functionality, all of which must persistently circulate the hu-
man body via an intricate network of blood vessels [11].
The majority component of blood is plasma, contributing to 54% of it’s volume.
Plasma is made up of 92% water and 8% serum proteins [11]. The water component
acts as a solvent in which excretory matter dissolves for subsequent relocation and ex-
traction at a relevant organ. For instance, in the case of extracting waste nitrogen, the
urea dissolved in plasma carries nitrogen to the kidneys where it is removed for excre-
tion in urine[12]. Furthermore, plasma serves as the suspending medium for transport-
ing the remaining 45% of blood’s make-up. The remaining volume fraction of blood
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Figure 1.1: An image of whole blood captured using scanning electron microscopy. Labelled
from left to right: two disc shaped platelets, a white blood cell and a red blood cell.
Sourced from the National Cancer Institue
is composed of approximately 45% RBCs, 1% white blood cells (WBCs), and < 1%
platelets, with roughly 5× 106 RBCs, 8× 103 WBCs and 350× 103 platelets per 1µl of
blood[13]. All of these cells belong to the hematocyte family and can be seen in figure
1.1. Hematocytes start life as hameatopoietic stem cells, multipotent cells located in
the bone marrow. WBCs are the cells of the bodies immune system, responsible for
defending the body against infectious disease and foreign materials. They are roughly
spherical in shape and have a diameter between DWBC = 6 − 20µm depending on
their type [14]. Platelets are much smaller disc-shaped cells, with a diameter between
2− 3µm and without a nucleus [15]. Their main function is to stop bleeding from dam-
aged blood vessels, a process called hemostasis. Hemostasis is achieved by aggregation
of platelets at the location around the damaged endothelium. Once large enough, the
aggregate acts as a plug, blocking the puncture and initiating the repair process [11].
The most abundant type of hematocytes are RBCs. RBCs are chiefly responsible for
transporting oxygen to tissue across the body; providing the fuel for aerobic respiration
which is vital to cells’ basic metabolic function. As RBCs travel through thinly walled
capillaries surrounding the lung, oxygen is absorbed into the RBC’s haemoglobin rich
cytoplasm. Haemoglobin is a protein which can temporarily bind to oxygen molecules
and, due to it’s iron content, gives blood it’s red colour. In addition to the transporta-
tion of oxygen, RBCs also remove roughly 20% of the waste carbon dioxide which is
produced in aerobic respiration [16]. The waste carbon dioxide is expelled from the hu-
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man body when the oxygen depleted red blood cells recirculate to the lungs, allowing
them to return to an oxygenated state.
The morphology and mechanical characteristics of RBCs are vital to their success in
delivering oxygen throughout the body. An average healthy human RBC has a width
of DRBC = 7.5µm and thickness of hRBC = 2.0µm [17]. Capillaries in the circulatory
system can be as narrow as 5µm in diameter, therefore, RBCs are highly deformable in
order to allow their passage [13]. Severe RBC deformation is made possible by several
factors: Foremost, the cell membrane is composed of a lipid bilayer and spectrin cy-
toskeleton, affording flexibility and strong structure [18]. Secondly, unlike WBCs, the
interior of RBCs contain no nuclei as they would inhibit deformation. Finally, due to
the area and volume conserving properties of the lipid bilayer and cytosol respectively,
deformation would not be possible if RBCs where spherical. As such, RBC deformabil-
ity is in part due to their non-spherical shape, which allows alterations in shape while
maintaining constant surface area and volume. The characteristic discocyte RBC shape
can be seen in figure 1.1. In addition to elasticity, the aforementioned RBC properties
enhances their ability to store and transfer oxygen [19]. Discocytes have a large surface
area to volume ratio, enabling oxygen and carbon dioxide to readily diffuse across the
RBC plasma membrane and surrounding capillary walls. Furthermore, the extra space
afforded by the absence of nuclei and other organelles allows for more haemoglobin
and hence increases oxygen carrying capacity.
1.2.2 Diagnosis from Blood
Given that the cardiovascular system is fundamental to healthy function in the body, it
is unsurprising that many medical conditions are affected by, or indeed can affect, the
properties of blood. Consequently, blood tests are the most common technique when
trying to make diagnoses or monitor the effectiveness of drugs in clinical tests. For
example, concentrations of various waste products or enzymes can be measured from
a blood sample, indicating kidney or liver function. Additionally, elevated anti-body
and WBC counts indicate that the immune system is fighting an infection or illness.
In many of the tests performed, it can be useful to separate whole blood into it’s con-
stituent components. This allows the individual inspection of each component and also
protects the viability of other materials which might be required for other tests. The
fractionation of whole blood into RBCs, WBCs and platelets has been achieved using
DLD devices by discriminating against size [9]. This could be useful in so far as mea-
suring the RBC, WBC and platelet counts in a patient. However, it is also possible to
glean more information using DLD methods to analyse blood samples. For instance,
deformability based separation of RBCs has been demonstrated and the enrichment of
pathogenic particles (such as trypanosomes and circulating tumour cells) from blood
has also been achieved [8, 10]. In each of these examples, the DLD device is tailored
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specifically for the task of separating the particles of interest. With such specialised de-
sign necessary, there are many separation tasks for which there are no sorting schemes.
In particular, a DLD device able to sort RBC populations based on their mechanical
properties could be of significance in diagnostics as some diseases are known to alter
RBC properties. One such disease is malaria, a parasitic infection whose life-cycle relies
heavily on the ability to invade and multiply inside the RBCs of it’s host.
1.2.3 Malaria
Malaria is a disease caused by the plasmodium family of parasites which are transmit-
ted to humans through bites from infected mosquitoes. In 2015, nearly half the world’s
population were at risk from malaria and the World Health Organisation (WHO) es-
timates 212 million cases of malaria occurred, with 430000 of these cases resulting in
death [20]. Malaria can progress rapidly to life threatening stages of the disease, this
is especially true for people with low immunity, and severe infection almost always re-
sults in death if untreated. Consequently, early diagnosis is essential to ensure prompt
and accurate treatment is administered. Targeted treatment is necessary because there
are 5 strains of plasmodium parasite which affect humans, 2 of which - P. falciparum and
P. vivax - are responsible for the majority of cases [21]. Furthermore, incorrect drug ad-
ministration is not only ineffective, it also promotes the development of drug resistance.
Diagnostic equipment needs to be easy to use, non-invasive, and inexpensive, as many
of the locations in which malaria is endemic do not have access to the highly trained
staff or expensive equipment available to non-rural communities [21]. Consequently,
the label free sorting facilitated by micropillar arrays, and the relatively inexpensive
and scalable fabrication process of microfluidic devices, makes DLD a good candidate
for point-of-care malaria diagnostics.
The life-cycle of malaria parasites relies on their continual transmission between two
types of host, humans and mosquitoes. This cycle involves several stages, seen in figure
1.2, and in each stage the parasite adopts a different form:
1. A malaria-infected female mosquito taking a blood meal injects sporozites into a
human host.
2. The sporozites infect the liver cells, multiplying and forming schizonts which
eventually rupture, releasing merozoites into the blood.
3. Merozoites in the blood stream invade RBCs and mature into schizonts. Again
the schizonts rupture, bursting the RBC and releasing more merozoites into the
blood stream, where some develop into male or female gametocytes. The growth
of parasites during this stage and the resulting change in RBC properties can be
divided into sub-stages, which will be looked at in more detail later (see figure
1.3a).
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Figure 1.2: The life cycle of plasmodium parasite. The cycle can be divided into 3 main stages:
(i) Exo-erythrocytic - following transmission, parasites multiply inside liver cells,
rupturing into the blood stream when sufficient merozoites are formed. (ii) Ery-
throcytic - parasites invade the RBCs, where they multiply to for more merozoites,
some of which develop into gametocytes. (iii) Sporogonic - gametocytes ingested by
a mosquito multiply to eventually form sporozites, allowing the cycle to begin again
from the start. Source altered from Centers for Disease Control and Prevention
4. A mosquito ingests gametocytes whilst taking a blood meal. The male and female
gametocytes conjoin, generating zygotes which develope into oocystes, harbour-
ing many sporozites.
5. The oocystes eventually rupture and the sporozites relocate to the mosquito’s
salivary glands. After the mosquito takes another blood meal sporozites are tran-
ferred to a new human host, perpetuating the cycle [22].
During the erthrocytic phase of the plasmodium life cycle, parasites are mostly un-
detected by WBCs because they spend the majority of this development stage hidden
inside RBCs, see figures 1.3a and 1.3b. However, the invasion, multiplication and mat-
uration of parasites causes multiple mechanical changes to RBCs. These changes can
be identified by the spleen, which has the function of removing abnormal erythro-
cytes from the blood [23]. In order to avoid complete splenic removal, as p. falciparum
parasatized RBCs mature they adhere to the endothelium walls of the cardiovascu-
8 introduction
lar system [24]. As such there is a brief time period in which a parasitized RBCs are
present in the blood stream and hence obtainable by blood sample for diagnostic pur-
poses. The exact nature of the mechanical changes to parasitized RBCs, and the time
period when they’re detectable in blood samples, depends on the plasmodium species.
The two dominant species of malaria parasite are plasmodium falciparum and plas-
modium vivax, the former is responsible for 99% of malaria fatalities and is prolific in
Africa, whilst the latter is less virulent it accounts for the majority of malaria cases in
South America and Asia [20].
P. falciparum has been shown to increase the shear modulus of infected RBCs through-
out the erythrocytic cycle [25] and the shape of RBCs change drastically in the latter
stages of the cycle [26]. The exact mechanisms behind the change in rigidity is poorly
understood, however, the nodules introduced in the cell membrane during the tropho-
zoite stage of p. falciparum (see figure 1.3c) [27], the consumption of haemoglobin [28],
and foreign mass of the parasite are all possible candidates. Furthermore, there is some
experimental evidence that the internal viscosity of the RBC increases with infection
[29]. P. falciparum avoid splenic removal by adhering to endothelium walls and P. vivax
avoids splenic removal by increasing the elasticity of the cell membrane to prevent de-
tection of the increase in RBC size which inevitably comes with parasite growth. These
two different methods of avoiding splenic detection are responsible for the different
virulences of the plasmodium species. The cytoadherence of trophozoite stage RBCs
infected by p. falciparum can disrupt the function of major organs. In cerebral malaria,
adherent trophozoites prevent oxygenation of the brain, resulting in possible loss of
conciousness, neurological disorders and coma [30].
The physical alterations of RBCs which occur during the early erthrocyric stages of
the plasmodium life cycle might form the premise for a label free sorting scheme to
isolate the sparse infected cells and hence help in the diagnosis of specific strains of
malaria infection. Seeing as DLD has already been demonstrated as a viable technique
for sorting based on deformability in unoptimised devices, sensitivity to small changes
in mechanical properties should be possible with refinement of device designs. Simu-
lations methods will be a valuable tool in helping optimise devise designs for very
specific tasks such as the diagnosis of malaria.
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(a) P. Falciparum Erythrocytic Cycle.
(b) P. Falciparium Infection Stages. (c) Trophozoite Nodules.
Figure 1.3: (a) The 6 main erythrocytic stages of p. falciparum. Note, merozoites are in the blood
stream for approximately 60 seconds before they invade a new RBC and tropho-
zoites cause RBCs to develop sticky nodules which adhere to endothelium tissue.
This leaves a brief window for parasite detection using blood tests. (b) Images of the
infection stages of p falciparum in RBCs over the course of it’s 48h life cycle. Image
released to public domain, originally published here [31]. (c) A scanning electron
microcope image of a malaria infected RBC with nodules (center) surrounded by
uninfected RBCs. Sourced from National Institute of Allergy and Infection Diseases
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1.3 microfluidic particle sorting
The cell sorting techniques used within microfludic devices can be divided into three
categories based on the primary method of cell recognition: 1) fluorescent label-based,
2) bead-based, and 3) label free sorting. Each of these categories can be further subdi-
vided into groups depending on the physical processes employed to achieve sorting.
1.3.1 Fluorescent Label-Based Sorting
Fluorescent label-based sorting distinguishes cells by labelling different cell-types with
different fluorescent probes [3]. A traditional schematic for the FACS technique is
shown in figure 1.4a, the entire sorting process can be divided into three stages:
1. Serial cell interrogation: Each cell is encapsulated in an aerosol droplet. The scat-
tering pattern produced by a laser beam incident on each droplet is recorded as
they traverses the main channel in single file.
2. Real time classification: The scattering pattern is then rapidly analysed and cross-
checked with the scattering signatures of the fluorescent markers in use, identi-
fying the cell type.
3. Command driven sorting: Based on the identified cell type, the aerosol droplet is
given some charge and then sorted electrostatically, where varying magnitudes
of electric field strength perturb the droplet’s path by different amounts.
In the case of FACS-type microfluidic devices, the first and second stages are carried
over from the classic technique, however a variety of techniques are employed to sort
the particles. Furthermore these techniques are not limited to use in FACS devices, and
are utilised in all kinds of microfluidic devices which require the spatial manipulation
of cells.
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(a) FACS Schematic. (b) Bulk Standing Wave Acustophoresis.
(c) MACS in Microfluidics.
Figure 1.4: (a) A schematic of a typical FACS setup. Two specific cell types (blue and red) within
a heterogeneous population of cells are marked with two types of fluorescent label.
The scattering pattern detected from an incident laser on aerosol droplets contain-
ing the cells is analysed to identify if the cells are marked with one of the two
fluorescent labels or unmarked. If labelled, the droplet is administered with a neg-
ative or positive charge depending on the type. Charged plates deflect the aerosol
droplets according to their charge, sorting the cell population in two distinct red
and blue populations, and one waste population of unmarked cells (purple). (b) A
schematic of using bulk standing waves to sort two cell types with different acous-
tic properties. Red particles have a positive acoustic contrast factor +φ compared to
the suspending medium, meaning the focus at the standing wave’s node. Blue parti-
cles are less dense than the surrounding medium with −φ and consequently collect
at the anti-nodes. (c) A schematic of MACS being used in a microfluidic channel.
Two beads with different magnetic susceptibility bind to two different cell types in
a sample. When exposed to a magnetic field perpendicular to the flow, the bound
beads migrate at different rates, resulting in separation at the end of the channel.
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1.3.2 Active Label-Based Sorting
As an alternative to the explicit application of charge to aerosol droplets used in typical
FACS devices, electromagnetic forces can displace cells immersed in fluid directly by
taking advantage of inherent electrostatic properties of cells or encapsulating droplets
relative to the surrounding suspending medium [32, 33]. Electrophoresis uses a spa-
tially uniform electric field driven by direct current to continuously displace cells. De-
pending on the chemical make up of a cell, the surface charge is often positive or neg-
ative, resulting in migration towards the anode or cathode. Electrophoresis has seen
successful use in FACS style microfluidic devices, sorting cells previously identified
using fluorescence labelling [34]. Furthermore, electrophoresis has achieved extremely
high throughputs by sorting cells encapsulated in oil droplets immersed in water [35].
In instances where cells have neutral charge, dielectrophoresis (DEP) provides an
alternative electrokinetic technique. A non-uniform field generated by an alternating
or direct current induces a dipole moment across a cell depending on it’s electric per-
meability [33]. As the field is non-uniform, the pole of the cell subject to the strongest
electric field will dictate the movement of the cell. The magnitude of force experienced
depends on the size of the cell and its permeability relative to the suspending medium.
As such, DEP is a useful technique for sorting cells based on their size and dielectric
properties. In addition to direct manipulation of cells, several groups have used DEP
to sort single cells contained in water-in-oil droplets, providing a valuable alternative
to the often biohazardous aerosols used in FACS [36, 37]
Acoustophoresis is a method for displacing particles by application of acoustic pres-
sure waves [38]. Acoustofluidic technologies have seen considerable interest in mi-
crofluidics for cell sorting applications, as acoustic forces are particularly well suited
to cell manipulation. Cell sorting can be achieved with continuous high-throughput,
with high degrees of accuracy, and with out compromising the viability of the sample
[39]. A variety of different acoustic wave orientated methods can be used for spatially
sorting cells.
Bulk Acoustic standing waves are standing waves whose primary resonance mode’s
wavelength matches the spatial dimensions of the microfluidic channel. Cells travelling
through the microfluidic channel experience a radiation pressure dependent on their
density and compressibility relative to the suspending medium, and to their internal
volume [40]. Figure 1.4b shows a schematic of sorting a cell population with positive
and negative acoustic contrast factors φ relative to the suspending medium. These
types of standing wave have been used in conjunction with fluoresence labelling and
detection to achieve cell sorting [41].
Surface acoustic waves (SAW) on the floor of a microfluidic channel can also be
used to manipulate particle flow. Standing SAWs (SSAW) induced by transducers are
transferred into the buffer fluid contained within the channel, creating well defined
flow streams for suspended cells to follow [42]. Such devices are of significance in
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fluoresence label-based sorting as they have the capacity to divert cells into multiple
different channels, allowing for the sequential sorting of diverse populations of cells
[43, 44]. While the majority of acoustofluidic devices utilize some kind of standing
wave for cell manipulation, travelling acoustic waves have also been used to sort cells
at rates exceeding 1000 cells/sec [45].
Finally, in addition to forces exerted via acoustics or electrokinetics, cells can be han-
dled using highly focused optical beams [46]. Optical manipulation of cells is highly
coveted as it allows precise control of objects as small as atoms in 3-dimensions and
preserves cell functionality [47]. Optical trapping occurs as a result of the scattering
and gradient forces produced when a laser beam crosses two regions of differing re-
fractive index, in this case the suspending fluid and the intracellular medium. Recent
developments have allowed a reduction in size of optical devices, making the suitable
for microfluidic devices and optical switches have been used successfully for sorting
cells in fluorescence labelling schemes [48].
1.3.3 Bead-Based Sorting
FACS has the disadvantage of requiring serial analysis and separation of cells. Addi-
tionally, the fluorescent labels do not actively contribute towards the mechanical sort-
ing process itself. These disadvantages have led to the development of bead-based sort-
ing mechanisms, where a targeted cell is labelled with beads with specific mechanical
properties. The adhesion of these beads allows for the cell to experience forces from
external fields that unbound cells do not feel. Consequently, whole cell populations
can be exposed to an external field and all of the bound cells can be separated simul-
taneously, representing a significant throughput increase compared to FACS methods.
The first bead-based approach was used in 1989 on a bench top sorter using magnetic
beads [4], where by superparamagnetic nanoparticles target surface antigens specific
to certain cell types and allow their separation following application of a magnetic
field. The work by Miltenyi et al. represents the inception of the magnetic activated
cell sorting technique (MACS) [4], which is now the second industry standard for cell
sorting along side FACS.
Magnetophoresis (MAP) refers to the use of magnetic fields to manipulate cells la-
belled with magnetic beads or which are inherently magnetic themselves. Bead-based
approaches to sorting often use nanoscopic magnetic particles to label the desirable
cells. The labelling process can target rare cells for their subsequent isolation or it can
be used to remove large numbers of unwanted bulk cells from a sample. An example of
using two bead types with different magnetic susceptibility to separate two cell types
is shown in figure 1.4c. MAP was first used in microfluidic devices to simply separate
labelled and unlabelled cells in free flow [49, 50]. Since then, MAP has shown promise
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in isolating extremely rare cells, such as sorting circulating turmor cells (CTCs) from
blood cells at ratios as low as 1 : 109 [51].
In acoustophoresis cells exposed to standing waves tend to focus at the nodes due to
their high density relative to surrounding fluid, elastomeric beads are much lower in
density and, as a result, focus towards the anti-nodes [52]. Consequently, elastomeric
beads show promise in cell sorting in acoustofluidic devices. Labelling cells with elas-
tomeric beads allows continuous focusing of labelled and unlabelled cells into separate
flow streams at the antinodes and nodes of the acoustic standing wave respectively [52],
see figure 1.4b.
Finally, bead labelling can be employed to alter the effective size of cells and as
a result, change the dielectrophoretic forces they experience when placed in a non-
uniform electromagnetic field [33]. Bead labels allow cells which would otherwise be
inseparable due their identical morphology to be sorted using DEP. [53].
1.3.4 Active Label-Free Sorting
While the aforementioned label dependant sorting schemes relied on surface binding
of specific markers to cells in order to achieve separation, label-free methods rely on
the inherent physical properties of cells. Cell sorting is achieved by exploiting the dif-
ferences in size, morphology, deformability, density, polarizability and magnetic prop-
erties. Many of the active methods of cell handing used in labelled sorting have their
place in label free sorting. For example, acoustophoresis has been used for label-free
sorting of cells according to their size [54, 55]. In the simplest case, a population of
heterogeneously sized cells are pre-focused at streamline away from the node of an
acoustic standing wave which spans a microfluidic channel. The larger cells experience
a greater forces in the standing wave and hence migrate more rapidly than smaller cells
towards the nodes. If the channel length is chosen appropriately, this phenomena al-
lows for the collection on different sized cells at the end of the channel, as each will
have displaced a different amount towards the standing wave nodes.
Additionally, DEP has seen use in label-free cell sorting, discriminating cells based
on their dielectric properties [56]. Many schemes use arrays of insulating pillars placed
across an electric potential to generate a non-uniform electric field which cells interact
with differently depending on their size and electric permeability [57]. Other schemes
use a method called isodelectric separation, where two suspending mediums of dif-
fering conductivity are mixed to generate a monotonic conductivity profile which in
turn results in a conductivity gradient across then fluid when electrodes are placed
along the sides of the channel. Due to dielectrophoretic forces, cells immersed in this
fluid are driven towards a point in the conductivity profile where their net polarization
vanishes. As such, populations of cells with distinguishable electrical properties arrive
at different isodielectric points and are continuously sorted [58].
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Although magnetophoresis is predominantly used for sorting in labelled cell schemes,
there are some exceptions. Erythrocytes are rich in iron due to their haemoglobin con-
tent and consequently they can be manipulated using magnetic fields [59]. MAP has
been used as in sample preparation of whole blood, removing RBCs to leave behind
WBCs platelets and plasma [60]. Furthermore, ferrofluids or paramagnetic solutions
can be used as a suspending medium, which when exposed to a magnetic field can be
used to sort diamagnetic cells based on their size [61].
1.3.5 Passive Label-Free Sorting
The final group of sorting methods left to discuss do not require the use of fluorescent
labels or bead markers, nor do they rely upon the application of external fields to ma-
nipulate cells. The behaviour of cells in microchannel flow depends on a complicated
interplay between cell properties, channel geometry and fluid dynamics. Consequently
it is possible to take advantage of the rich variety in morphological and mechanical
properties found in the cellular world, and use these variations as a basis for separa-
tion. This style of sorting is called passive cell sorting [62].
Under the correct flow conditions, inertial forces result in the migration of particles
across the stream lines defined by the fluid flow. Two examples of these phenomena are
Dean Flow and inertial focusing, both of which are used for passive cell sorting [63].
Dean flow occurs when fluid contained within a channel flows around a bend. The
velocity profile enforced by the channel results in a disparity between then velocity of
fluid at the channel center and walls. Hence, fluid at the channel center has a higher
inertia than that at the walls, and a pressure gradient occurs in the channel bend in
the radial direction, causing secondary fluid flow. The interaction strength between
circulating fluid in secondary flow and suspended particles depends on the particle
size, and consequently serpentine and spiral shaped fluid channels have been used for
passive size-based sorting in microfluidics [64, 65].
Inertial flow focusing results from multiple competing fluid dynamic effects, which
ultimately result in particles of different size, shape and compressibility being focused
at different equilibrium positions along a channel cross section in a phenomena called
the Segré–Silberberg effect [66]. One component of inertial focusing is called the inertial
lift force, which originates at the channel wall-fluid boundary and acts to push particles
towards the channel center. The lift force is counteracted as a result of gradients in
shear flow which occur in nonlinear velocity flow profiles, as found in Poiseuille flow
[63]. Cells and particles of different sizes have been sorted using inertial focusing by
collecting them after they have reached their size-dependant equilibrium positions in
the flow [67].
In addition to inertial effects, there are numerous filtration based methods which
have been used to passively sort cells based on size and deformation: (i) Hydrophoretic
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filtration uses pressure gradients generated by slanted arrays of obstacles along mi-
crochannel walls to focus cells according to their size or density [68]. (ii) Size exclusion
filtration systems consist of a series of pillar arrays whose post-to-post spacing de-
crease as a function of distance along the channel. Oscillating flow generates a ratchet
effect, trapping larger or less deformable cells towards the beginning of the channel
and only permitting passage to increasingly smaller cells further along the channel
[69]. (iii) Cross filtration methods utilise tangential flows to sorts cells. The crossing
flows are divided by narrowly spaced obstacles which only allow sufficiently small
particles access to the tangential stream, hence dividing a cell population in two based
on their sizes relative to some critical diameter defined by the post spacing [70].
Deterministic lateral displacement (DLD) is a passive cell sorting method which the
body of this work focuses on, specifically the manipulation of non-spherical and de-
formable cells using DLD. The key sorting mechanism in DLD relies upon particle
interactions with an obstacle array. A periodic array of microposts, whose successive
rows of pillars are shifted by some distance, defines a critical radius RC. Particles
traversing the array whose radii are less than RC follow the fluid flow, however par-
ticles larger than RC are bumped across flow streamlines, causing their continuous
lateral displacement [6]. DLD has been shown to reliably separate different sizes of
polystyrene beads and the value of RC in relation to post size and spacing has been
well established for rigid spherical particles [7]. Using these principles, devices have
been successfully developed for sorting the components of whole blood and for isolat-
ing CTCs and parasites from blood [9, 71]. Furthermore, the DLD technique is demon-
strably sensitive to cell deformability [72]. However, DLD design for deformability
based sorting is complicated because the concept of cell size relative to RC becomes
dubious when the cell in question is non-spherical, rotating or dynamically deforming
in flow. Consequently, further steps are needed to refine the DLD method for sorting
the majority of bioparticles.
1.4 physical and numerical basis
Precise descriptions of fluid flow in microfluidic channels, and the resulting dynamic
behaviour of bioparticles suspended in these flows, is vital to the development of effec-
tive cell sorting schemes in microfluidic devices. This section introduces the relevant
physical theory and numerical techniques essential for describing complex systems
such as those found in microfluidic devices.
1.4.1 Hydrodynamics
Hydrodynamics is the study of flowing liquids and the forces experienced by bodies
immersed in fluid. The three fundamental laws which underpin hydrodynamic theory
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are the conservation of mass and momentum. When applied to an incompressible New-
tonian fluid (i.e. an isotropic fluid whose viscosity does not depend on the stress rate
or velocity of flow), these conservation laws yield the incompressible Navier-Stokes
equations (NSE)
ρ
(
∂u
∂t
+ (u · ∇)u
)
= −∇p+ η∇2u+ f,
∇.u = 0
(1.1)
with the density ρ, velocity u(r, t) at position r(t), dynamic viscosity η, pressure
p(r, t), and external applied forces f [73]. The NSE are used widely throughout physics
and engineering, and they are often simplified depending on the system in question.
Simplifications can be made based on the ratio of inertial forces and viscous forces
in the system, a property characterized a dimensionless quantity called the Reynolds
number
Re =
ρUL
η
(1.2)
where U and L are the system’s characteristic velocity and length scale respectively.
The numerator in equation 1.2 represents inertial contribution and the denominator
represents the strength of viscous effects. Systems whose Reynolds number is Re  1
are said to be inviscid and viscous effects can be ignored. In this case the NSEs reduce
to the Euler equations [74]. Conversely, a low Reynolds number Re  1 indicates that
viscous effects are entirely dominant and the inertial effects can be ignored. Here the
fluid can be thought of as discrete laminae which do not mix due to the fact that there
is no appreciable convection in the fluid. In this instance the NSE equation for steady
state flow reduces to the Stokes equation 1.3
∇p− η∇2u = f (1.3)
This approximation is easily demonstrated by non-dimenonalizing the NSE using
the dimensionless variables r∗ = r/L, u∗ = u/U, t∗ = tL/U and p∗ = pL/ηU such that
1.1 becomes
Re
(
∂u∗
∂t∗
+ (u∗ · ∇)u∗
)
= −∇p∗ +∇2u∗
where it is clear that the l.h.s reduces to zero in the limit of Re  1 [73].
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1.4.2 Soft Matter
Soft matter physics is the study of materials whose key physical behaviours occur
at the same energy scales as thermal energy experienced at room temperature or in
the human body. Often such materials cannot be described as Newtonian fluids or con-
ventional solids. Materials studied in soft matter include colloid suspensions, polymers
solutions or melts, liquid crystals and mixtures of biomaterials such as membranes and
vesicles. Furthermore, the internal structures of soft matter materials are often defined
by mesoscopic length scales, making atomistic or macroscopic descriptions inadequate
for describing their salient properties [75].
The sorting of bioparticles in microfluidic devices will be dependent on many of the
phenomena explored in soft matter physics as cells are composed of a variety of soft
materials. For instance, the human RBC is composed of multiple soft materials which
define it’s physical properties. The outer membrane is a lipid bilayer with viscoelastic
properties and the elastic cytoskeleton spectrin network is able to facilitate the extreme
deformations experienced in the microvasculature system [76]. Consequently, the com-
plex mechanical properties of bioparticles have to be taken into consideration when
designing microfluidic devices which are intended to sort them.
1.4.3 Simulations
In recent decades, there have been numerous experimental, theoretical and compu-
tational works carried out to study the physical processes which govern soft matter
systems. However, due to the degree of complexity and the broad range in relevant
time/length scales, it is hard to find a theoretical basis to understand the phenomena
observed in soft matter systems. Experimental approaches allow invaluable insight into
specific behaviour observed in such systems but they are often time consuming and
expensive. Computer simulations provide an alternative approach for studying phys-
ical systems and, with the steady advancement of computing hardware, have seen
increasing application for investigating the complex problems in soft matter physics.
Three main computational techniques are used for soft matter simulations: Con-
tinuum methods (NSE), molecular dynamics (MD) and mesoscopic methods. At the
macroscopic level, fluid dynamics can be well described by solving the continuum
NSE using numerical discretization techniques such as finite -differences, -elements,
and -volumes, [77–79] or more advanced approaches such as mesh-free and the forced-
coupling methods [80, 81]. However, these techniques are based upon the NSEs; theory
which was developed prior to the conclusion of the debate over whether matter existed
as a continuum or was composed of discrete objects (atoms). Consequently, the micro-
scopic details of fluid dynamics captured by the NSEs are purely phenomenological,
and often unsuitable for the treatment of soft matter systems. Detailed simulations of
1.4 physical and numerical basis 19
fluid at a microscopic or even nanoscopic scale are made possible with MD techniques
[82, 83], however these are limited to nano time scales and extremely small volumes
of fluid. Here, the momentum and position of every atom is followed individually, al-
lowing for accurate simulations when the continuum hypothesis breaks down. Due to
the computational intensity of these simulation techniques, they are limited to simulat-
ing small numbers of atoms and the time scales relevant for hydrodynamic effects are
unobtainable without large computational cost.
Mesoscale techniques attempt to cover the important characteristic time and length
scales of soft matter systems by incorporating elements used in both micro and macro-
scale simulations. Multiple mesoscopic simulation schemes have been devised over the
years, including:
• Brownian dynamics (BD) uses stochastic forces to represent the thermal fluctu-
ations (TF) transferred from a solvent to immersed particles [84]. Consequently,
the diffusive behaviour is captured in the classical BD method but hydrodynamic
interactions (HI) are omitted. The addition of an interaction tensor called the
Rotne-Prager-Yamakawa tensor couples particles such that they experience the
hydrodynamic forces which arise from disturbances in flow caused by neigh-
bouring particles [85].
• The lattice Boltzmann (LB) method models fluid as particles which are con-
strained to a discrete lattice mesh, which they explore via successive propagation
and collision steps. Given that fluid particles are modelled explicitly, LB includes
the effects of HI. In the initial development of LB, TF were neglected but the
method was later adapted to include stochastic motion within the fluid particles
[86, 87].
• Multiple particle collision (MPC) dynamics is a particle-based simulation method
which incorporates both HI and TF [88]. Unlike the LB method, particles have
continuous coordinates and velocities, and the method satisfies Galilean invari-
ance. The simulation process consists of two stages: (i) In the streaming step,
particles move balistically according to their current velocity. (ii) In the collision
step, particles are organised into cells. The velocity of the particles in each cell
are randomly rotated relative to the velocity of each cells center of mass. Fur-
thermore, the continuous spatial shifting of the grid defining the cells ensures
Galilean invariance.
• Dissipative particle dynamics (DPD) is a stochastic particle-based simulation
technique [89]. It was initially developed to overcome the artefacts observed in
lattice-based methods and to extend the time and length scales available to MD
techniques. Instead of considering individual particles, as in MD, each particle
represents a region of fluid. Particle-particle interactions are governed via soft
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pairwise potentials which account for dissipative and conservative forces. A fi-
nal random force accounts for thermal fluctuations in fluid. The initial work was
further improved and given a sound basis in statistical mechanics such that the
method satisfied the fluctuation-dissipation relation for the grand canonical en-
semble [90, 91]. DPD has been used successfully for complex soft matter systems
at mesoscopic time and length scales, such as the for the filtration of DNA and
bioparticles [92, 93].
• Smoothed dissipative particle dynamics (SDPD) is a combination of the DPD
technique and smoothed particle hydrodynamics (SPH) [94, 95]. It is advanta-
geous to DPD because the inherent properties of the fluid such as viscosity and
equation of state are directly obtained from the input parameters of SDPD, where
as in DPD these properties must be measured by fitting simulation results to hy-
drodynamic theory. SPH is a technique for discretizing the NSE and was intially
developed for simulating systems in astrophysics. The physical properties of each
particle can be calculated by considering all surrounding particles within the a
certain distance called the smoothing length. The weighting of each particle’s con-
tribution depends on it’s density and distance, as defined by a smoothing kernel.
In large astrophysical systems, thermal fluctuations are of little importance, so
they are ignored in SPH. However, in soft matter, thermal fluctuations are vital
and the random forces used in DPD are included in a manner consistent with
that found in DPD, to yield SDPD. Finally, further adaptations to SDPD ensure
conservation of angular momentum, a quantity which was not conserved in the
initial method [96].
The body of simulations used in this work use DPD and SDPD to represent solvent
and also for coupling of suspended particles to fluid.
1.5 red blood cells in flow
As previously mentioned, whilst successful sorting of bioparticles in DLD devices has
been demonstrated [8, 10] , device designs often appeal to theory for rigid spheres and
considers the effective size of bioparticles. However, beyond taking the smallest dimen-
sion of the bioparticle in question, it is often complicated to predict what the effective
size will be. Furthermore, in non-dilute cell suspensions, cell-cell interactions and co-
operative behaviours may have an impact on cell sorting. The implications for these
complex effects on cell sorting have seen limited focus but promising steps are being
made [97]. However, numerous experimental and numerical studies on the cooperative
and dynamic behaviour of bioparticles in more simple geometries exist. For example,
the motion of RBCs in tube flow has many important implications for function in the
microvasculature, motivating enormous attention [98].
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1.5.1 RBC Shape and Dynamics
RBCs and other encapsulated fluids in shear flow have been shown to demonstrate
a broad variety of interesting dynamic behaviours [99, 100]. Exact cell shape and dy-
namic behaviour depends on factors such as confinement, deformability, flow con-
ditions, age and pathophysiological state [101]. Three commonly observed RBC be-
haviours in shear flow are tank-treading (TT), tumbling (TB) and snaking. While tank
treading, an RBC’s membrane migrates around the cells fixed shape in response to
shear forces exerted by surrounding flow, similar to the continuous motion of tank
treads around interior wheels. In TB behaviour, the RBC membrane remains fixed rel-
ative to the interior fluid, and the entire cell flips about it’s center of mass. Finally,
snaking behaviour is observed at very low shear rates where RBCs undergo regular
oscillatory motion [102].
The exact dynamic behaviours of RBCs depend heavily on the surrounding flow
profile. For example, fluid flow in tubes results in a poiseuille flow profile, and at high
enough flow rates RBCs adopt a stable parachute shape [102], while in contrast RBCs
in couette flow at high shear rates transition from regular TB behaviour to tumbling
tri-lobe and quadra-lobes [99]. Furthermore, the shear rates at which transitions occur
depend heavily on the physical properties of the RBC and surrounding fluid. Altering
the ratio between the interior RBC and surrounding fluid results in preference for
different RBC dynamics. Matching intra and extra-cellular fluid viscosities tends to
result in TT motion [103], whilst at physiological conditions where suspending plasma
is 5 times less viscous than the RBC cytosol, RBCs more commonly exhibit TB motion
[99]. Additionally, the elastic properties of the RBC membrane also effect the transition
between different dynamic behaviours and shapes [103].
1.5.2 Collective RBC Behaviour
RBCs are rarely in isolated environments and the behaviour of many-body systems are
of extreme relevance in physiology. It is true that the aforementioned RBC dynamic
behaviours will have an impact on the overall flow properties of RBC populations.
For example, RBCs are known migrate to the low shear rate region in the center of
Poiseuille flows [104], resulting in a RBC-free-layer phenomena that occurs in blood
vessels [105]. Here, RBCs experience a lift force due to hydrodynamic interactions close
to the vessel wall, pushing them radially inwards towards the channel center [106–108].
The absence of RBCs at the vessel walls creates a lubricating effect which reduces the
resistance of blood flow. Furthermore, the focusing of RBCs towards the channel center
pushes smaller particles such as platelets outwards, where they can better contribute
towards hemostasis [109, 110]. however cell-cell interactions also play a major roll in
collective RBC behaviour, see figure 1.5a.
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A second example of collective RBC effects arises from the aggregation of RBCs into
rouleaux formations [111], as seen in figure 1.5b. One hypothesis for the driving mech-
anism behind this phenomena is that intra-cellular interactions mediated by plasma
proteins act as weak attractive potentials [112]. A second theory attributes the aggrega-
tion of RBCs to depletion forces caused by polymers in the suspending medium [113].
In actuality rouleaux formation is probably driven by a combination of multiple effects
[111]. At low shear rates the RBCs are able to maintain rouleaux structures. However,
as shear rates increase, shear forces overcome the weak intra-cellular interactions, re-
sulting in increasingly smaller length rouleaux formations. This phenomena results in
a shear thinning effect for whole blood, where the viscosity decreases as a function of
shear force [114].
(a) Vesicles in Microcapillaries (b) Rouleaux Formation
Figure 1.5: (a) Three collective behaviours observed for vesicles in microcapillary flow. (Top)
Disordered discocytes are seen at a low flow speed. (Middle) An increase in flow
speed results in an ordered phase of aligned parachute shapes. (Bottom) At the
same flow speed as for parachutes but higher hematocrit, RBCs change to a slipper
shape and organise in a zig-zag fashion. Sourced from McWirther et al. [115]. (b)
An image of RBCs aggregated in Rouleaux formations of different lengths. Sourced
from the American Society of Hematology
All of the above effects could play significant roles in the treatment of RBCs and other
fluid capsule particles in microfluidic devices. Consequently, there is a clear need for
further study on the sorting of cells such as RBCs. Device design based on the theory
for rigid spheres will not suffice. The complex interplay between cell deformability,
cell shape, flow speed, intra and extra-cellular viscosity ratio, and cell-cell interactions
need to be considered.
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1.6 thesis structure
The content of this thesis is organised into five additional chapters:
i Chapter 2 introduces the numeric techniques used throughout this work to simu-
late particle transit in DLD devices. First, the mesoscopic particle-based fluid mod-
els DPD and SDPD, used in 2D and 3D simulations respectively, are explained.
Next, the numerical integration scheme employed for time evolution of the simu-
lated fluid and the treatment of boundary conditions are outlined. Finally, the 2D
model for rigid spherical particles and the 2D and 3D variants of the RBC model are
introduced, along with the fluid-cell coupling scheme to complete the simulation
picture.
ii Chapter 3 explains the rationale behind particle sorting using DLD devices and ex-
plain the experimental procedures used in this work to achieve comparisons with
3D simulations of RBCs. The first section of the chapter looks at the flow fields in
DLD devices and how rigid spherical particles or non-spherical deformable parti-
cles might behave in such flow fields. In the next section, device design and fabrica-
tion are explained. This is followed by a description of the operation of the devices
used in this work and the analysis applied to the recorded RBC trajectories.
iii Chapter 4 presents the results of 2D simulations of rigid spherical particles and
RBCs inside DLD devices. Initially comparisons are made with empirical predic-
tions for rigid spheres in circular post arrays. Next, the results of simulations for
rigid particles in non-circular post arrays are presented and used to form new em-
pirical predictions for diamond, square and triangular post arrays. Following this,
simulations of RBCs in the same post arrays are presented in order to demonstrate
the difference in behaviour experienced by non-spherical deformable particles com-
pared to that seen for rigid spheres.
iv Chapter 5 demonstrates the use of 3D simulations and microfluidic experiments
to rationalize the difference in behaviour of non-spherical deformable particles ob-
served in chapter 4. Different DLD device geometries with varying height are used
to control the dynamic behaviour available to RBCs and examine how it changes
RBC motion in DLD devices. Further study of the effects of dynamic motion are
explored by varying the viscosity contrast between intra-cellular and extra-cellular
medium.
v Chapter 6 uses the findings in chapters 4 and 5 to design a DLD device intended
for deformability based sorting of RBCs. Pathological values for RBC membrane
bending rigidity and shear modulus which correspond to the pathological states
observed for RBCs infected by malaria parasites are investigated. 3D simulations
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reveal that the dynamic behaviours associated with different values of shear modu-
lus can be used to perform deformability based cell sorting in the DLD device and
demonstrates a potential sorting scheme for diagnosis of malaria.
vi Chapter 7 summarises the results presented in chapters 4 and 5, and discusses their
implications for the broader picture of cell sorting introduced in the introductory
chapter. Finally, directions for continuation of the work are identified and potential
contributions from different fields are suggested.
2
N U M E R I C T E C H N I Q U E S
2.1 fluid models
The simulations in this work employ two particle-based hydrodynamic methods to
represent the fluid. The first method is called dissipative particle dynamics (DPD) and
is used primarily in the 2D simulations and for coupling the RBC cells to the fluid in
3D simulations. The second method is called smoothed dissipative particle dynamics
(SDPD), a combination of DPD with smoothed particle hydrodynamics (SPH), and is
used throughout the 3D simulations. In the following section, the theory and motiva-
tion for using each method is discussed.
2.1.1 Dissipative Particle Dynamics
In the DPD method fluid is represented by a collection of N particles which interact
with neighbouring particles within a certain cut-off distance rc via pairwise additive
forces. Each individual interaction is composed of three forces [116]. The first force is
a conservative force FC, controlling the pressure and compressibility of the fluid. The
two remaining forces act as a thermostat, providing thermal fluctuations, keeping the
system at equilibrium, and the temperature constant. The dissipative force FD accounts
for energy loss due to friction between particles and the random force FR provides a
constant input of thermal energy. The total force acting on the ith particle Fi due to
interactions with M neighbours within a distance rc is given by
Fi =
M∑
j6=i
(
FCij + F
D
ij + F
R
ij
)
. (2.1)
The conservative force is calculated as
FCij = eˆij

aij
(
1−
|rij|
rc
)
, if
∣∣rij∣∣ 6 rc
0, if
∣∣rij∣∣ > rc (2.2)
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where aij is the repulsion experienced between two particles with zero separation
and the normal vector eˆ = rij/
∣∣rij∣∣ ensures that the force acts in the direction of the
separation vector rij = ri − rj. The dissipative force is given by
FDij = −γωD
(
rij
) (
vij · eˆij
)
eˆij, (2.3)
and reduces the velocity difference between two interacting particles, dissipating
energy via drag. The strength of the dissipation with respect to the particle separation
depends on the weight function ωD
(
rij
)
and the dissipative force coefficient γ. The
weight function can be a chosen according to specific need, in our case and in the
original work, it is given by
ωD(rij) =

(
1−
|rij|
rc
)k
, for
∣∣rij∣∣ 6 rc
0, for
∣∣rij∣∣ > rc (2.4)
where k can be chosen to alter the viscosity of the DPD fluid. In the initial proposed
DPD method the value k = 1 is used and this is the value taken in this work [116]. The
random force FR is given by
FRij = σω
R
ijξijdt
− 12 eˆij, (2.5)
where ωRij is a second weight function, σ is the force coefficient and dt is the time
step. The random component of the force originates from the ξij term and it must
satisfy two conditions: ξij = ξji to guarantee that total momentum in the system is
conserved, and a mean value of
〈
ξij
〉
= 0 with unit variance. Fluctuation-dissipation
theorem requires that the dissipation of kinetic energy in the system is balanced by
new kinetic energy introduced to the system by the random force [90]. The following
relations guarantee the satisfaction of this criterion,
ωD
(
rij
)
=
[
ωR
(
rij
)]2
, (2.6)
σ =
√
2kBTγ. (2.7)
To summarise, in order to gain access to the length scales which are unavailable to
microscopic simulation techniques such as molecular dynamics (MD), the system must
be coarse-grained. DPD is a coarse-grained simulation method for modelling complex
fluids at mesoscopic length scales. The coarse graining procedure is shown in figure
2.1 and can be conceptualised as the clustering of individual atoms (which interact
individually via hard potentials) into large particles (which instead interact via soft po-
tentials). The speed up resulting from coarse-graining is two-fold: Firstly, the number
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of particle-particle interactions is drastically reduced, and secondly, the length scales
over which soft potentials mediate particle interactions are shorter and hence more
computationally efficient than hard Lennard-Jones potentials typically used in MD.
One drawback of DPD is that important physical properties of a fluid, such as equa-
tion of state and viscosity, are not explicitly chosen when setting the model parameters
and instead must be measured directly from simulations.
Figure 2.1: The transition from the microscopic picture to the mesoscopic picture. (left) A collec-
tions of particles which each represent a single atom. This system operates at very
small length and time scales. (middle) A mesoscopic representation of the atom-
istic system, where clusters of atoms are represented by larger particles. (right) A
schematic of two DPD particles experiencing soft interactions. Each of the three
forces, Fij = FCij + F
D
ij + F
R
ij act along the separation vector rij.
2.1.2 Smoothed Particle Hydrodynamics
Similarly to DPD, smoothed particle hydrodynamics (SPH) is a method for simulating
the dynamic behaviour of a fluid by treating it as a set of particles [95]. However, in
the case of SPH, each particle is used as an interpolation point from which the fluid
properties are calculated. This differs from the DPD method as where each particle has
fixed physical properties. In SPH the particles are points which move with the flow,
however the physical properties of these points are determined by interpolation based
on kernel estimations. More formally, the interpolation of some quantity A at point r
is given by the integral interpolant
A(r) =
∫
A
(
r ′
)
W
(
r− r ′,h
)
dr ′, (2.8)
where W is the kernel function which depends on the distance |r− r ′| and the
smoothing distance h, and dr ′ is a differential volume element. Furthermore, the ker-
nel function must tend to the delta function as h approaches 0 and the integral over
W must be normalised to 1 in order to ensure that constants are interpolated exactly.
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For example, a kernel estimation can be used to determine the density of particle a at
point r as
ρa(r) =
∑
b
mbW (r− rb,h) , (2.9)
where the mass of surrounding particles mb is smoothed to produce an estimated
density ρ(r) at the given point r. Furthermore, in order to solve the NSE and continuity
equations that describe the flow of Newtonian fluids it is necessary to calculate the
spatial derivative of various physical quantities such as pressure and velocity. Conse-
quently, the kernel function must also be differentiable. If the kernel functions meet
these criteria, the SPH formalism allows us to rewrite the continuity equation as
dρa
dt
=
∑
b
mbvab · ∇aWab. (2.10)
Similarly, the terms relating to pressure and viscosity on the r.h.s of the NSE, see
equation 1.1, can be discretised and rewritten as
−∇pa = −
∑
b
mb
pa + pb
2pb
∇W (ra − rb,h) (2.11)
η∇2va = η
∑
b
mb
va + vb
pb
∇2W (ra − rb,h) , (2.12)
where the pressure and viscous interactions are written in a symmetric form such
that the forces applied on particle a by particle b and vice versa are equal and opposite.
2.1.3 Smoothed Dissipative Particle Dynamics
As it’s name suggests, the smoothed dissipative particle dynamics (SDPD) method
shares features from the SPH method and the DPD method. Whilst DPD effectively
includes thermal fluctuations and dissipative behaviour, giving the model fluid a well-
defined thermal equilibrium state, it is hard to gain any intuition about the properties
of a DPD fluid from the model parameters alone. Instead simulations and measure-
ments must be performed in order to ascertain the fluid viscosity and equations of
state which correspond to the set of DPD model parameters. In contrast to DPD, the
SPH method is based on the NSE and as a result the fluid viscosity and equations of
state are direct inputs in the model.
SDPD improves upon DPD by using the force scheme used in SPH. However, one
failing of the original SDPD method is its violation of conservation of angular momen-
tum caused by force components acting perpendicular to inter-particle axes. Recent
simulations using MPC have demonstrated the importance of angular momentum for
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correctly describing the dynamics of two fluid phases (i.e. the boundary between intra-
and extra-cellular fluid at the RBC membrane)] [96, 117]. This problem has been ad-
dressed in an extension of the original work, giving particles a spin and moment of
inertia, such that angular momentum can be addressed and ultimately conserved [96].
The angular momentum conserving version of SDPD describesN particles with mass
mi, moment of inertia Ii, position ri, translational velocity vi, and rotational velocity
ωi. In a similar process to that described for SPH, the spin inclusive version of the NSE
can be discretised to to arrive at a set of pairwise forces which describe the interactions
between particles. The force components consist of conservative FC, dissipative FD,
rotational FR, and stochastic FS elements:
FCij =
(
pi
ρ2i
+
pj
ρ2j
)
wijrij, (2.13)
FDij = −γij
(
vij +
(
vij · rˆij
)
rˆij
3
)
+
2γij
3
(
vij · rˆij
)
rˆij, (2.14)
FRij = −γij
rij
2
× (ωi +ωj) , (2.15)
FSij = σij
(
dWsij +
1
3
tr
[
dWij
]
1
)
· rˆij
dt
, (2.16)
where pi and pj are local particle pressures, ρi and ρj are local particles densities,
γij is the friction coefficient, and σij is the random force coefficient. The local pressures
are calculated from the equation of state
pi = p0
(
ρi
ρ0
)α
− b, (2.17)
and the density of particles is calculated locally as
ρi =
∑
j
WL
(
rij
)
, (2.18)
where the Lucy function WL(rij is used for smoothing over a cut-off radius rc:
WL (|r|) =
105
16pir3c
(
1+
3 |r|
rc
)(
1−
|r|
rc
)3
. (2.19)
The weight function wij = w(rij) used for conservative interactions in equation 2.13
is defined as ∇WL(rij) = −rijw(rij), and the friction and stochastic coefficients are
taken to be
γij =
20η0
7
wij
ρiρj
, (2.20)
σij = 2
√
kBTγij. (2.21)
Finally the terms in the stochastic equation 2.16, tr
[
dWij
]
and dWsij, refer to the trace
of a random matrix of independent Wiener increments dWij and its traceless symmet-
ric component [96].
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2.1.4 Numerical Integration and Boundary Conditions
Fluid described by DPD or SDPD particles evolves over time in accordance with New-
ton’s second law of motion. The time evolution of the ith particle’s position, transla-
tional velocity, and rotational velocity are given by
r˙i = vi, v˙i =
1
mi
∑
j
Fij, ω˙i =
1
Ii
∑
j
Nij, (2.22)
where Nij = 1/2rijFij is the torque exerted between particles i and j, and is only rel-
evant for SDPD particles with moments of inertia. The equations in 2.22 are integrated
numerically using the velocity-Verlet algorithm,
ri(t+ dt) = ri(t) + vi(t)dt+
1
2
fi(t)dt2, (2.23)
v˜i(t+ dt) = vi(t) +
1
2
fi(t)dt, (2.24)
fi(t+ dt) = fi (ri(t+ dt), v˜i(t+ dt)) , (2.25)
vi(t+ dt) = vi(t) +
1
2
(fi(t) + fi(t+ dt)) , (2.26)
and the angular momentum is integrated in an analogous manner.
Fluid-wall interactions are important for simulating fluid flow in environments like
microfluidic channels. In order to prevent fluid particles from penetrating walls, checks
are made during the numerical integration of equations 2.22. Specifically, if the new
position of a particle ri(t + dt) during the evaluation of 2.23 is found to cross into
a prohibited region, particles are subject to a bounce-back reflection at the fluid-wall
interface. During a bounce-back reflection, a particle’s new position and velocity are
given by
ri(t+ dt) = ri(t) + vi(t)t ′ + vi(t+ dt), (2.27)
vi(t+ dt) = 2vBC(t) − vi(t))), (2.28)
where t ′ = |ri − rBC| / |vBC − vi|, and rBC and vBC are the location of particle impact
and the wall velocity, respectively. Note that bounce-back interactions are used (i.e. the
normal and tangential velocity of the reflected particle are reversed), as opposed to
specular reflections where only the normal velocity is reversed. Bounce-back reflections
are preferred over specular reflections as they achieve a better approximation of no-slip
boundary conditions.
In addition to particle reflections, correct fluid-wall particle interactions are ensured
by placing a layer of frozen particles behind the impermeable barrier which share
the same equilibrium structure as the fluid particles. Without the presence of frozen
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wall particles, artefacts could arise at boundaries due to the improper distributions of
conservative forces and incorrect calculation of particle densities in equation 2.18.
Finally, to fully guarantee no-slip boundary conditions at fluid-wall interfaces, an
adaptive tangential force ft is applied to fluid particles within a distance rc. This force
acting on particles near wall is given by
ft(∆h) = Ck(∆vt)
(
1−
∆h
rc
)4
(2.29)
where ∆h is the perpendicular distance from the particle to the wall, Ck is the
adapted force iterated via Ck+1 = Ck + αr∆vt (with αr as the relaxation coefficient),
and ∆vt = vBC − vest is the difference between the boundary velocity vBC and the es-
timated fluid velocity vest. After several iteration steps, the value of ∆vt tends towards
0 and the adaptive force fkt remains constant.
2.2 cell models
In order to simulate the transit of deformable particles through DLD devices, a cell
model is required which accurately captures mechanical properties such as viscosity,
elasticity, bending rigidity, and area/volume constraints. This work uses 2D simula-
tions to demonstrate the differences between sorting rigid beads and deformable vesi-
cles, hence we require a 2D model for rigid beads and RBCs. Subsequent to this initial
analysis, 3D simulations are employed in order to gain quantitative predictions about
RBC behaviour in DLD and a 3D RBC model is required. Continuum methods and
network models are two typical approaches for modelling vesicles, the latter technique
is employed throughout this work.
2.2.1 2D Rigid Bead and Red Blood Cell
Rigid circular particles and RBCs are modelled as bead-spring rings composed of Np
particles connected by Ns = Np springs, as depicted in figure 2.2. The total potential
energy of springs is calculated as
Us =
Ns∑
j=1
kBTlm
4lp
(
3x2j − 2x
3
j
)
(
1− xj
) + kp
lj
 , (2.30)
where lj is the length of the jth spring, lm is the spring extension limit, xj = lj/lm ∈
(0, 1), lp is the persistence length, and kp is the spring constant. The first component
of equation 2.30 is an attractive potential from the worm-like chain polymer model
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and the second acts as a repulsive potential. Equating the attractive and repulsive
components of 2.30 relates lp to kp by
kp =
l0
lp
kBT
(
1
4(1− x0)2
−
1
4
+ x0
)
, (2.31)
with l0 = x0lm as the equilibrium spring length. Furthermore, the Young modulus
of the springs is given by
Y = l0
(
∂2Us
∂l2
)
|l=l0 =
kBTx0
lp
(
1
2(1− x0)3
+ 1
)
+
2kp
l20
. (2.32)
(a) 2D RBC model. (b) 2D Rigid Sphere model.
Figure 2.2: (a) A depiction of the bead-spring model used to simulate an RBC in 2D. 2.2b a
depiction of the same closed bead-spring chain model, but used to simulate a rigid
spherical particle in 2D.
To model the effects of membrane bending rigidity, the bending potential is defined
as
Ub =
Np∑
j=1
kb(1− cos(θj), (2.33)
where kb is the bending constant and θj is the angle formed by the two adjacent
springs which share the jth particle. Additionally, an area constraint is imposed to
represent retention and incompressibility of the cell interior:
Uarea =
ka
2
(A−A0)
2, (2.34)
where ka is the area constraint coefficient, A is the instantaneous area, and A0 is
the desired enclosed area. Careful tuning of the contour length L0 = Nsl0, bending
constant kb and equilibrium area A0 results in cells with different shapes and rigidities.
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Choosing a diameter of D = L0/pi and a target area of A0 = 1.04pi× (D/2)2 results in
circular shaped non-deformable particle, and forms the basis for the 2D bead model.
The non-deformability arises from high tension in the bead-spring ring as it tries to
maintain the defined contour length L0 and simultaneously enclose an area 4% larger
than that of a circle with circumference L0. Alternatively, the RBC model is achieved
by selecting a target area of A0 = 0.46pi× (D/2)2, which leads to a biconcave shape at
equilibrium. The remaining parameters chosen for modelling beads and 2D RBCs are
shown in table A.1 in appendix A.
2.2.2 3D Red Blood Cell
The 3D RBC membrane is modeled as a triangulated network of springs as seen in
figure 2.3 [118–122]. A total of Nv particles constitute the mesh vertices and Ns =
3(Nv − 2) springs follow the edges of the mesh, reproducing the elasticity of the mem-
brane (Us). A total of Nt = 2Nv − 4 triangles make up the entire membrane surface
and incident triangles have an associated potential energy (Ubend) given by the an-
gle between them, associated with membrane bending rigidity. Furthermore, local and
global area constraints (Uarea) are enforced along with a global volume constraint
(Uvol). Formally, the total energy of a RBC membrane is given as
Utot = Us +Ub +Uarea +Uvol. (2.35)
Figure 2.3: A RBC membrane modelled as a triangulated network of springs.
The total energy contribution of the springs is identical to that in the 2D model
shown in equation 2.30. However, the equilibrium length of each spring l0j is set in
34 numeric techniques
accordance with an initial triangulated mesh of a stress-free biconcave RBC shape [121,
122].
The membrane bending rigidity in absence of spontaneous curvature is described by
a bending energy identical in form to equation 2.33. Although, in the 3D case θj refers
to the instantaneous angle between the two triangles incident on edge j.
Finally, the area and volume constraints are accounted for by two potentials:
Uarea = ka
(A−Ar)
2
2Ar
+
∑
j∈1...Nt
kd
(
Aj −A
0
j
)2
2A0j
, (2.36)
Uvol = kv
(V − Vr)
2
2Vr
, (2.37)
where ka, kd, and kv are the global area, local area, and volume constraint coef-
ficients, respectively. A is the instantaneous surface area of the membrane, Aj is the
instantaneous area of the jth triangle in the network, and V is the instantaneous RBC
volume. The desired total surface area Ar, individual triangle area A0j , and interior
volume Vr are set in accordance with the initial triangulation [121, 122].
The RBC model’s variables are related to physical macroscopic properties of the
RBC membrane by linear analysis for a regular hexagonal network [121, 122]. The
membrane shear modulus is related to the spring parameters by
µ0 =
√
3kBT
4ζlmx0
(
x0
2 (1− x0)
3
−
1
4 (1− x0)
2
+
1
4
)
+
3
√
3kp
4l30
, (2.38)
with x0 = l0/lm. The area-compression K and Young’s Y moduli are found as K =
2µ0 + ka + kd and Y =
4Kµ0
K+µ0
. The Helfrich model is employed to describe the bending
coefficient kb in terms of macroscopic bending rigidity κ, yielding kb = 2κ/
√
3 [123].
The value of x0 is set to 2.2 for all springs [122]. The remaining model parameter values
are found in table A.4 in appendix A.
2.2.3 Cell-Fluid Coupling
The cell models employed need to be coupled to fluid particles in order to investigate
their behaviour in flow through DLD devices. The bead-spring and RBC network mod-
els are coupled to fluid flow via viscous friction between theNv mesh vertices and local
fluid particles. The viscous interaction is governed by the dissipative and random force
components of the DPD method 2.1 [121]. No-slip boundary conditions at membrane
vertices are enforced by careful selection of the friction parameter γ in the dissipative
force equation 2.3. A fluid sheared over the effective surface of a membrane vertex
exerts a friction force on the membrane given as Fv =
∫
Vh
ng(r)FDdV , where n is the
fluid number density, g(r) is the radial distribution function of fluid particles about
2.2 cell models 35
the membrane vertices, and Vh is the hemisphere volume of fluid situated above the
vertex. Equating this integral to the total force required by a continuum hydrodynam-
ical description leads to an expression for the calculation of γ [121]. In the 2D models,
a chain segment of length L is considered instead of an area A, and particles within
the area half circle are considered instead of the volume of a hemisphere. Finally, to
prevent mixing between intra- and extra-cellular fluids, bounce-back reflections for the
solvent particles are also introduced at cell membranes.

3
E X P E R I M E N TA L T E C H N I Q U E S
3.1 deterministic lateral displacement
DLD devices consist of an array of micrometre scale obstacles which serve to divide
the flow of fluid through a microfluidic channel into multiple well-defined parallel
streams. It is possible to modify the width of flow streams by carefully tuning the
geometry of the obstacle array, hence preventing particles above a critical size from
residing within a stream when they are in close proximity to obstacles. As suspended
particles traverse the DLD device, their trajectory is determined by their size relative
to the obstacle array’s critical size: Particles which are sufficiently small will follow
the fluid flow direction and particles which are above the critical size will experience
regular perturbations as they interact with obstacles, displacing them laterally with
respect to the flow direction. These two modes of motion through devices allow for the
continuous sorting of particles based on their effective size within the obstacle array
and separated fractions of particles may be collected at the end of a device.
The functionality of DLD devices arises primarily from the successive shifting of
rows of posts within the obstacle array. In order to understand the transit of particles
through the obstacle array, it is first necessary to consider the nature of fluid flow
through these shifted rows without the presence of particles. Once the flow field is well
defined, the behaviour found for rigid spheres in DLD is considered, as it represents
the simplest sorting case. Next, the behaviour of more exotic particles (such as RBCs) in
row-shifted pillar arrays is discussed, along with the implications for DLD separation
of deformable non-spherical particles.
3.1.1 Flow in Row-Shifted Arrays
The geometry of a row-shifted pillar array is formally defined by three parameters; the
post diameter D, the centre-to-centre spacing of posts λ, and the distance successive
rows are shifted in the direction perpendicular to flow ∆λ. A schematic of an obstacle
array defined by these three parameters is shown in figure 3.1. Furthermore, each
successive row of pillars is numbered, where row N+ 1 has the same lateral position
as row 1 such that the obstacle array has a period of N. See figure 3.2a for a pillar array
geometry with a period of N = 4.
By making a number of assumptions it is possible to arrive at an analytical predic-
tion for the critical radius for which spherical particles of a smaller radius will follow
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Figure 3.1: A schematic of a small section of the pillar array geometry in a DLD device, defined
by post diamater D, post spacing λ, and the row-shift ∆λ
the fluid flow and particles of a larger radius will displace laterally. The two main
assumptions are: The device is operated at a low Reynolds number Re  1 (laminar
flow) and fluid flow between two posts adopts a parabolic velocity profile due to no-
slip boundary conditions. Under these assumptions it is possible to divide the fluid
into well-defined laminae, as is shown in figure 3.2a. The laminae carry an equal fluid
volume, follow periodic paths through the obstacle array and have an average flow of
zero in the lateral direction. The total fluid flux φtotal can be expressed as a sum of the
contributions of each laminae
φtotal =
N∑
i
φi. (3.1)
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(a) Lamina Flow in DLD
(b) Parabolic Inter-post Flow (c) Size-based Sorting
Figure 3.2: (a) Shows the division of the flow through an obstacle array into well-defined lam-
inae. The obstacle array has a period of N = 4 and hence the division is made into
4 equal lamina carrying equal fluid volumes with zero net flow in the lateral direc-
tion. (b) displays an approximately parabolic velocity profile of the flow between
two pillars. Note, because the fluid flux carried through a cross section of each lam-
ina is equal, and the velocity is greatest at the central point between the pillars, the
lamina are widest near the pillar surface and thinnest at the channel center. (c) A de-
piction of two different sized particles, A and B. Both particles are initially placed in
a lamina which would carry them under the next pillar. However, the larger particle
is bumped laterally by the post into a neighbouring lamina. This key mechanism
allows DLD devices to sort based on size.
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Furthermore, figure 3.2b shows how the laminae travel fastest when in the channel
center and slowest when near a post’s surface. Consequently, each lamina must be
widest when at a post-fluid interface and narrowest when in the channel centre in
order to conserve its fluid flux. The width of the lamina flowing along the post-fluid
interface W is of particular interest; it puts a size limit on particles the lamina can
accommodate, else they are bumped into the neighbouring lamina by the pillar, as
shown in figure 3.2c. By solving the following integral, it is possible to approximate a
value for the width W:
φ1 =
1
N
φtotal,∫W
0
u(y)dy =
1
N
∫G
0
u(y)dy,
(3.2)
where u(y) is the horizontal fluid flow velocity and G = λ− d is the gap between
posts and d is the post diameter. If a parabolic flow profile is assumed,
u(y) =
[
G2
4
−
(
y−
G
2
)2]
, (3.3)
the integral 3.2 can be solved to find
W =
d
2
[
1+ 2C+
1
2
]
, (3.4)
where,
C3 =
1
8
−
1
4N
±
√
(1−N)
16N2
. (3.5)
If the array in question has a period of N > 10 the approximation 1/N =W/G holds,
and the relation 3.4 is further simplified yielding
W ≈
√
N
3
· G
N
. (3.6)
This value gives a good approximation for the critical radius Rc ≈W of the obstacle
array, and has been used for designing DLD devices [124, 125]. However, the aforemen-
tioned calculations also assume that particles have a negligible effect on the fluid flow
field. This is of course untrue, so whilst W serves as a good approximation, it carries
an innate degree of error.
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3.1.2 Sorting by Size
Particles suspended within fluid flow in a DLD device are carried by viscus drag. In
order to illustrate how two particles of different sizes might be separated, consider the
laminae numbered 1− 4 in figure 3.2a and the trajectory of two the particles (A and
B), shown in figure 3.2c, with initial positions in lamina 4. Particle A has a radius RA
smaller than RA < Rc and particle B has a radius RB > Rc. Notice that particle A’s
hydrodynamic centre of mass remains within lamina 4 as it travels in the flow passed
the post. However, due to steric interactions with the post, particle B’s hydrodynamic
centre of mass will be displaced into the above flow stream of lamina 3. Lamina 3 is
the next to interface with a post and hence particle B will displace again into lamina 2,
and so on, leading to the continuous lateral displacement of particle B as it traverses
the device. This is in contrast to the trajectory of particle A, which follows the fluid
flow unperturbed. The trajectory of particle A is referred to as the zig-zag mode as it
appears to weave in and out of pillars, and the trajectory of particle B is referred to
as the displacement mode, as it is laterally displaced by an amount ∆λ with each post
encounter.
In the design process of a typical DLD device, a user identifies two particles for sepa-
ration and then selects an array geometry with a critical radius that falls in between the
radii of the two particles. The previous sections showed an analytical prediction for the
critical radius of a given array geometry in equation 3.6, however this fails to account
for the flow perturbations caused by particles themselves. An alternative equation for
the critical radius has been determined empirically by Davis et al. [7, 126],
Rc = 1.4 ·GN−0.48 (3.7)
Figure 3.3 displays the transitions between the zig-zag mode and displacement mode
for rigid beads of different size, and the dependence on post spacing and the period of
the obstacle array. Generally, as the particle size decreases (or gap size increases) there
is a transition from the displacement to the zig-zag mode. This transition occurs earlier
for obstacle arrays with a smaller period, which intuitively makes sense because the
width of the flow laminae W depends on N. Note, the parabolic flow profile predic-
tion consistently underestimates the true critical radius shown through the empirically
determined equation determined from experimentally observed values. Consequently,
the majority of DLD devices are designed using the empirically determined equation
3.7 to tune devices’ critical radii.
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Figure 3.3: A comparison of experimental results vs. theoretical predictions. A graph showing
the experimentally observed trajectory behaviour of beads with diameter D inside
DLD obstacle arrays with geometries defined by their period N and gap size G. The
empirically derived curve achieves the best agreement with experiment. The curve
predicted by parabolic flow consistently yields an Rc smaller than the observed
value due to it’s failure to account for flow disturbances caused by particles. Finally,
predictions which assume plug-flow are completely incorrect due to the omission
of no-slip boundaries. Graph and experimental data sourced from [126].
3.1.3 Non-spherical Deformable Particles
In many cases it is desirable to separate particles with more complex shape and me-
chanical properties than the rigid spherical bead. For instance, in clinical biology and
diagnostics many bio-particles will be the focus of attention and only a small fraction
of these will behave in the same way as a rigid sphere. RBCs are a good example of a
particle which exhibit complex behaviour in flow and their trajectories through DLD
devices will depend on far more variables than the critical radius defined solely by the
devices geometry. The key properties can be divided into two categories: (i) Those that
inherently belong to the cell such as shape and rigidity: (ii) Those that pertain to device
geometry and operation (such as the flow speed and device depth), and can alter the
behaviour of deformable non-spherical particles. Each of the key differences between
non-spherical deformable particles and rigid beads in DLD devices are identified and
discussed in this section.
Aspect Ratio and Shape
As previously stated, a particle’s transit mode through a DLD device depends on
whether its hydrodynamic centre of mass is ever pushed across flow laminae due to
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steric interactions with posts. In the case of rigid spheres, it is easy to predict lami-
nae crossing events, as the minimum distance between particles and post surfaces is
independent of the orientation of particles. However, if you consider the case of any
non-spherical particle, it is clear that the distance between it and the post surface will
depend on its orientation. For instance, a discocyte’s trajectory through an obstacle
array will depend heavily on whether its principle axis is perpendicular or parallel
to the device floor and ceiling. In addition to the instantaneous orientation of non-
spherical particles, particle orientation is likely to change as they rotate due to shear
forces found in the complex flow field of the obstacle array. Consequently, periodic
rotational behaviour is expected to play an important role in sorting.
Deformation
Many bio-particles are deformable and it is well established that velocity gradients
in flow can exert shear stresses on suspended soft particles, causing them to deform
[120]. In addition to deformation in flow, soft particles will also deform upon direct
interaction with the posts. The exact nature of these deformations is very difficult to
determine, as the shear stresses themselves depend on the nature of the flow field,
which is in turn altered by disturbances from the particle. From a simplistic point
of view, it is safe to claim that identically shaped and sized particles with different
mechanical properties can undergo different transit modes through a DLD device.
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(a) Lamina Flow in DLD
(b) Parabolic Inter-post Flow
(c) Size-based Sorting
Figure 3.4: (a) A rigid disc shaped particle in a DLD device where the pillar height H is larger
than the length of the particle’s semi-major axis. (left) A view looking down onto the
device. (right) A view looking down the device in the flow direction. The particle
orientates itself such that the distance between the post surface and its hydrody-
namic centre of mass is at a minimum. (b) A rigid disc shaped particle in a DLD
device where the pillar height H is smaller than the length of the particle’s semi-
major axis. (left) a view looking down onto the device. (right) A view looking down
device in direction of flow. In this case, the particle is unable to align with the pillar
in a way to minimise its distance because it is physically constrained by the floor
and ceiling of the device. (c) A depiction of the difference between a rigid (left) and
deformable (right) spherical particle in a DLD device. The two particles’ effective
sizes in the device fall either side of the critical radius and consequently they would
undergo different transit modes.
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Dynamic Behaviour
The additive effects of deformability and non-sphericity can result in many complex dy-
namic behaviours. For example, as discussed in the previous section, RBCs are known
to exhibit a range of motions under different flow conditions and a tank-treading RBC’s
trajectory might be different from that of a rolling or tumbling RBC. Dynamic be-
haviour can be controlled to some extent by the device design and operation. Perhaps
the simplest method is by altering the depth of the device; a sufficiently shallow de-
vice will limit the orientation of particles, essentially reducing the available degrees
of freedom. A second method for controlling dynamics is by altering the flow speed
itself. As previously discussed, velocity gradients in flow result in the deformation of
particles, so any increase in the severity of these gradients will increase deformation
or even push particles from one regime of dynamic behaviour into another. Finally,
vesicle-type particles which are composed of a membrane enclosing an internal fluid
experience shear stresses in flow which depend on the ratio between the suspending
medium viscosity and the internal fluid viscosity. This phenomenon is well established
for RBCs: under physiological conditions the inner fluid is approximately five times
more viscous than the suspending plasma however if the viscosity of the suspending
fluid is increased so they are equal, a dynamic behaviour emerges called tank-treading.
Diffusion
As the separation in DLD devices is achieved by particles either remaining in one flow
laminae or repeatedly crossing over into neighbouring laminae, it is important to ask
whether diffusion is significant in a device. If a particle diffuses a distance equal to the
difference between the device’s critical radius and the particle radius ddiff > Rc−Rp, it
would be possible for the particle to undergo transitions between the displacement and
zig-zag modes. Whether the effects of diffusion are important or not can be determined
from the Péclet number Pe = LU/Diff, which is the ratio between the flow velocity U,
characteristic length L and the mass diffusion coefficient Diff. If the flow velocity and
particle size are sufficiently large relative to the diffusion constant the Péclet number is
high, and diffusion can be neglected. For the scenarios in this work, where all particles
are micro-meter sized and the flow velocity is relatively high, the Péclet number is
large and diffusion is not important. Indeed, for sub-micrometre particles, the effects of
diffusion might become important and transitions between zig-zag and displacement
mode trajectories would become blurred.
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Collective Behaviour
Particles perturb the surrounding flow field and as a consequence their trajectories
are slightly different from those predicted by a parabolic flow profile. In a similar
way, if particle concentration is high enough, we can expect neighbouring particles
to undergo hydrodynamic interactions. Furthermore, high concentrations of particles
can also give rise to device clogging, resulting in a local change in critical size and
alteration of the fluidic resistance of a device. Quantitatively understanding the effects
particle-particle interactions is a complex problem and given that the behaviour of
individual non-spherical soft particles is still poorly understood, it is first necessary to
devote attention to the behaviour of individual particles. As such, all simulations in
this work consider one single particle and all experimental data are refined to exclude
particles which have come into close proximity with other particles. Only once the
isolated behaviour for a particular particle is well understood does it make sense to
analyse the behaviour of high concentrations of particles and describe the observations
in terms of deviations from the single particle case.
Implications for DLD sorting
At a first glance, the vast number of parameters affecting the transit of non-spherical
deformable particles in DLD devices seems a hindrance. When comparing the case
of non-spherical deformable particles to that of rigid spheres, where the trajectory is
solely dependent on the geometry of the device and the size of the particle, there
is indeed an overwhelming number of factors which must be considered. However,
the richness in behaviour allows for particle sorting based on factors other than size.
For example, two particles which are identical in all aspects apart from their elastic
properties will deform to a different degree in the same flow and would be expected
to undergo different transit modes, allowing deformability based separation. Further-
more, two different shaped particles may or may not be distinguishable to a device
depending on their orientation. By altering the depth of the device it would be pos-
sible to force certain orientations, making them adopt different transit modes. Finally,
the dynamic behaviour of two cells which have different internal viscosities or elastic
properties could be manipulated by altering the flow speed or viscosity of the suspend-
ing medium.
The obvious caveat of these more advanced sorting schemes is that every parameter
must be carefully selected in order to achieve the desired separation and it is highly
unlikely that there will be a simple model which can account for all of the competing
effects of deformability, non-sphericity and dynamic behaviour in a given DLD array
geometry. Consequently, device design becomes more complicated for non-spherical
deformable particles. The theory for rigid spheres may be borrowed with some suc-
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cess, for example if a deformable sphere is known to deform by a certain degree when
at a ‘decision point’ in the DLD device, an effective radius of the particle can be taken
instead of the rest radius. This effective radius can then be compared with the criti-
cal radius in order to determine whether the particle will travel under a zig-zag or
displacement mode. However, this method becomes insufficient as soon as dynamic
behaviour begins to play a role, as the model would need to predict the orientation of
the particle, the degree of deformation and account for the hydrodynamic effects. A
more reliable method of device design is to perform mesoscopic simulations for a spe-
cific separation scheme. If the mechanical properties of two particles are well known, it
is then possible to perform numerous simulations at different flow speeds and device
geometries in order to find the best candidates for separation.
3.2 experimental procedure
This section discusses the process of DLD device design in light of the factors previ-
ously outlined and how simulations might be used to overcome problems with current
design processes.
3.2.1 Device Design
The functionality of a DLD device is not only dependent on the geometry of the obsta-
cle array, the nature in which sample is introduced to and collected from the device is
also of importance. A device with a single wide inlet can only be used to increase the
concentration of larger particles from a population of smaller particles or vice-versa. In
order to achieve explicit separation of two particle types, it is necessary for the particle
flow to be focused such that there is vacant buffer into which particles can move. This
principle is demonstrated in figure 3.5 and is best achieved by introducing multiple
inlets for the sample and buffer. Furthermore, the selectivity of an obstacle array is
limited by the number of outlets into which the separated particles can be extracted.
In the case of hard rigid spheres, one can approach the problem of device design by
appealing directly to the empirical equation relating array geometry to a critical radius
[7]. However, due to the complications which arise for deformable non-spherical parti-
cles, this approach is significantly less accurate and it may be necessary for a device to
go through numerous iterations of design before it is performing as desired. Instead
we propose an initial simulation step in device design which could reduce time and
resources spent in fine-tuning and calibrating devices in the lab. Furthermore, a reli-
able simulation technique would allow for the investigation of novel sorting schemes
which focus on things such as the dynamic properties of cells. However, as far as we
aware, simulations are yet to provide quantitative predictions for the behaviour of non-
spherical soft particles in DLD devices. This work intends to make the first steps in
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Figure 3.5: Examples of a DLD channel being used for concentrating or separating particles
depending on whether the particle sample is introduced to the device via a focused
stream or broad inlet equal in width to that of the device. (top) a mixture of large
blue particles and small yellow particles enter the DLD channel in an unfocused
stream. The blue particles travel in the displacement mode as they are larger than
the critical size and the smaller yellow particles travel with the direction of flow in
a zig-zag mode. Consequently the blue particles are concentrated in the top of the
device and the yellow particles are left in a broad distribution across the width of
the channel. (bottom) The particle mixture enters the device in a focused stream,
meaning that the blue particles are displaced into empty buffer. In this case both
particles can be collected at the end of the device, whereas in the single channel
inlet example only and enriched sample of blue particles can be collected.
realising accurate simulations of particle behaviour in DLD devices which could in
turn be used to make informed designs for devices intended to sort specific particles.
As such, all experimental devices are chosen such that they span a large variation in
obstacle array geometries, to increase the volume of experimental data available for
comparison with simulations.
Chirped DLD devices are typically used to separate multiple particles types into
many fractions. A schematic of a chirped DLD device composed of a series of n = 13
pillar arrays with different critical radii can be seen in figure 3.6. This means that a
device with n arrays is able to separate a mixture of particles into n+ 1 distinct frac-
tions based on their size. A chirped device may also be used to determine the array
geometry at which a certain particle undergoes the transition from the displacement
mode to the zig-zag mode. This is useful for non-spherical deformable particles be-
cause they do not have a well-defined radius to compare to the critical radius of the
obstacle array [8]. By performing simulations for different particles and obstacle array
geometries which match those of the chirped DLD device, we hope to see the transition
from displacement to zig-zag mode occur in the same array geometry. Good agreement
would vindicate the simulation method and motivate further simulations which would
in turn be used to design more specialised devices.
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Figure 3.6: A schematic for a chirped DLD device initially developed by Holm et al. [8], with
n = 13 successive sections, each with larger critical radii Rc1 < Rc2 < · · · < Rc13.
The smaller red particle under goes an early transition from displacement to zig-
zag mode, whilst the larger yellow particle transition in a later section of the device.
Additionally, both particles are hypothetically free to migrate in a negative lateral
direction, which would not be possible if the sample was injected via the lower inlet.
The experimental data used in this work is used solely for comparison with simu-
lation results, hence the manner in which devices are used is different from a typical
set-up for cell sorting. Firstly, a chirped device is normally used with a focused stream
of particles, allowing for the collection of different particle populations at the end of
the device. However, the locations where particle’s exit the device is a result of their tra-
jectory and the section of the device in which it switched from the displacement mode
to the zig-zag mode. As such, videos of each section of the device must be recorded
and analysed in order to realise the type of the transit mode present in each section of
the device. Furthermore, instead of inserting particles in a focused stream at the edge
of the device, it is more revealing for particles to be introduced via a single wide inlet
as it reduces the initial concentration of particles and the likelihood of particle-particle
interactions. Depositing particles in the centre of the device channel also allows for
particles to undergo negative zig-zag modes, a motion which is unlikely but should
not be exuded as no such limitations will be present in the simulations.
3.2.2 Device Fabrication
There are many ways of making microfluidic devices, materials include glass, silicon
or polymers and fabrication can employ injection moulding or lithography, amongst
other techniques. The DLD devices used throughout this study were made out of poly-
dimethylsiloxane (PDMS) and created by replica moulding. A relief pattern of the DLD
design is created in a robust material which can be used as a master for moulding the
device out of PDMS. Liquid PDMS poured over the master is cured and removed from
the mould. In order to seal off the DLD device, it and a flat glass sheet are treated with
oxygen plasma and then bonded together [72].
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3.2.3 Data Collection and Analysis
DLD devices are generally used to sort heterogeneous populations of particles, as such,
a typical user’s primary concern is the exit locations of certain particle types from a
device. A detailed description of the distribution of particles as they exit the main flow
channel allows the user to collect the desired particles at different outlets of the device.
However, in the stage of device design and optimization, as is the case with this work, a
detailed picture of what is happening to particles as they undergo transit through DLD
devices is necessary: Not only is there a need to know where particles exit a device
but it is important to understand how the particle got there. For hard rigid spherical
particles, there are only two permitted modes of motion so the lateral exit location
alone is sufficient information to deduce which mode of motion the particle adopted
in the device. However, deformable and anisotropic particles may have many transit
modes available, so such deductions are not possible. Furthermore, chirped DLD de-
vices have different sections, each with different geometries, and in order to optimize
such a device it is necessary to know the particle behaviour specific to each section. By
observing transitions between transit modes as particles move between different array
geometries, it is possible to understand what mechanical processes are responsible. Fi-
nally, given that the focus of this work is to demonstrate the importance and relevance
of simulation techniques in microfluidic device design, we wish to perform detailed
comparisons between the particle trajectories and dynamic behaviours predicted by
simulation with those observed in an experimental setting. This section explains the
methods used to obtain detailed information on particle transit in DLD devices and
the analysis applied thereafter.
Data Collection
Recordings are taken of RBCs in transit through each section of the chirped DLD de-
vices. Low magnifications of 10− 20× allows the simultaneous observation of multiple
particles as they migrate across the entirety of sections. However, at these low magni-
fications, RBCs are poorly resolved and their dynamic behaviour is unobservable. For
this reason, videos that track individual RBCs as they traverse the device are taken at
higher magnifications of 40− 60×, these recordings allow direct observation of RBC
deformation and dynamic behaviour.
Trajectory Extraction
In order to perform a quantitative comparison with simulation results, individual par-
ticle trajectories must be extracted from the videos as raw data. The method for ex-
tracting the raw data is outlined in figure 3.7. The first step removes all background
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information from each frame of the video, this is achieved by projecting every frame
of a video onto one single image, taking the median value for each pixel, subtracting
this median projection from each frame leaves only the pixels which are unique to that
frame. After the background subtraction is complete, the contrast is enhanced, as it
increases the efficiency of the particle-tracking algorithm. The processed video is anal-
ysed using the MOSAIC particle tracking suite in the image processing application
ImageJ, where each frame is checked independently for particle like objects and the
results for neighbouring frames are compared in order to stitch together the particle
locations, forming particle trajectories.
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Figure 3.7: The step-by-step process of extracting particle trajectories from 450 frames of a video
recording of a DLD obstacle array. (top) Three RBCs are observable in frame 40,
however they are undetected by the tracking algorithm due to obfuscation by the
pillar array. (middle) subtracting a median image of the 450 frames from each im-
age removes the background and leaves detectable RBCs. (bottom) The positions
of the particles detected in neighbouring frames are compared to identify the total
trajectories.
Trajectory Analysis
After the particle tracking stage, the trajectory of each detected particle is now available
in terms of its position with respect to time r(t). A comprehensive post processing
screening stage is carried out to ensure the experimental data is suitable for comparison
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with simulated data. Firstly, some trajectories are too short, and consequently need to
be disregarded, this can be attributed to the recordings starting after the particle has
entered the frame (or ending before the particle has exited the frame) or the particle
being stuck in the device. Secondly, the trajectories of particles which interact with
other particles are removed. This data screening is formed because the simulated case
only ever considers one isolated particle and it is clear that particle-particle interactions
could alter particle trajectories.
Following the screening process, all trajectories from each obstacle array geometry
are cross-examined in order to establish a general pattern for particle transit in each
section of the device. In many cases there can be hundreds of trajectories for one
section and it is inefficient to compare trajectories directly by eye. Instead an algorithm
is employed to compare trajectories. The algorithm employed borrows many ideas
used in image recognition, principally, the concept of identifying a specific pattern and
then searching for similar patterns in a second image [127]. This technique requires a
means by which the image similarity can be evaluated numerically, one such method
is minimization of a value called the Hausdorff distance dH.
The Hausdorff distance between two images (A and B) is defined as the largest
possible distance from a point in the first image to the closest point in a second image,
that is to say, every other point in image 1 is at a distance d < dH(A,B) from another
point in image 2. Formally this can be defined as
dH(A,B) = max{ sup
a∈A
inf
b∈B
d(a,b), sup
b∈B
inf
a∈A
d(a,b) }, (3.8)
where sup denotes the supremum and inf the infimum of the distances between
points in image A and B. Figure 3.8 depicts dH(A,B) for two sets of points, where A
and B are points sets found on the edge of two similar shapes. This picture is analogous
to the case of two particle trajectories, each defined by a series of particle positions. The
hausdorff distance between two sets of points is minimised by performing many spatial
translations on one set while keeping the other set stationary. The translation which
achieves the lowest dH is then evaluated and if dH is below some threshold value then a
match between the two images is confirmed. Figure 3.9 shows the trajectory alignment
of particles whose extraction is demonstrated in figure 3.7. These trajectories in graph
3.9a were cross examined and their dH values minimized in order to achieve alignment.
Figure 3.9b shows trajectory plots after alignment in addition to a general trajectory
which represents the average of the aligned trajectories. This single averaged trajectory
provides a suitable way to compare the observed experimental behaviour within a
section with the trajectory predicted by simulations.
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Figure 3.8: Depiction of the minimum Hausdorff distance obtainable between two point sets
A {a1, . . . ,aN} and B {b1, . . . ,bM} which define two similar shapes. Note that once
dH has been minimized all points are a distance d 6 dH(A,B) from a point in the
opposite shape’s point set.
(a) Particle Trajectories.
(b) Aligned Trajectories.
Figure 3.9: (a) A plot of the 4 trajectories extracted in the 450 frames depicted in figure 3.7. (b)
A plot of the same trajectories after they have been spatially translated in order to
minimise dH. The dotted red line represents the average trajectory of this particle
type (RBCs) in the given DLD geometry.
4
S O RT I N G R I G I D A N D D E F O R M A B L E PA RT I C L E S I N D L D : A 2D
S I M U L AT I O N A P P R O A C H
4.1 introduction
In this chapter, the DPD fluid model introduced in section 2.1.1 and the two-dimensional
bead-spring model from section 2.2.1 are employed to simulate the transit of rigid
spheres and RBCs through micro-pillar obstacle arrays in DLD devices. These coarse
grained techniques are particularly well suited to simulating processes in microfluidics
as they sacrifice the atomistic level of detail available with MD to facilitate the much
longer length/time scales relevant in soft matter systems. Additionally, simulations
are carried out in two dimensions. 2D treatment allows for much faster computational
times and allows for a systematic exploration of a wider parameter space. However, 2D
simulations require a level of caution as fluid flow and cell deformations and dynamics
in microfluidics are intrinsically three-dimensional. With this said, numerous studies
of RBCs in microchannels [103, 128] and WBCs in blood flow [129] demonstrate that
the behaviour of deformable particles in 3D can be reproduced qualitatively using 2D
simulations. Hence, the 2D picture should capture essential physics behind particle
separation and is expected to provide valuable insight into particle motion in DLD
devices.
As an initial proof of concept, simulation results for hard spherical particles in
circular-pillar arrays are compared with experimental results for the same geometries.
Comparison shows that 2D simulations achieve near quantitative agreement with ex-
periment, which is a non-trivial result as the flow fields around circular obstacles and
particles are appreciably different from those induced by spherical particles and cylin-
drical posts. Subsequently, RBC transit through the same geometries is simulated in or-
der to investigate how deformable anisostropic particles behave differently compared
to rigid spherical particles. The results show there is a clear dependence on the defor-
mation of cells and the dynamic behaviour they undergo in the micro-channel, which
is in agreement with findings found in different micro-scale geometries. Consequently,
sorting based on the characteristic critical radius of an obstacle array is not valid for
deformable, non-spherical particles. Instead, the particle transit depends on additional
factors such as flow rate and cell-mechanical properties, significantly complicating the
design of sorting devices. However, with the increase in complexity comes new oppor-
tunities for more elaborate sorting schemes able to sort cells that would otherwise be
inseparable using design principles developed for hard spherical particles.
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4.2 simulation setup
The DLD mechanism is simulated in 2D using a single circular obstacle and a lone
suspended particle within the computational domain. The repetition of the device ge-
ometry is represented using periodic boundary conditions in both the flow (x) and
row-shift (y) directions. The periodic boundary in the x direction imposes a lateral
shift on particles in the y after boundary-crossing events, this mimics the lateral shift
∆λ between successive pillar rows. In all simulations the post diameter d = 15µm.
No-slip boundary conditions are imposed at the fluid-post interface, as described in
section 2.1.4; with a layer of frozen particles within the pillar wall, bounce-back re-
flections at the fluid-pillar interface, and a tangential adaptive shear force applied to
particles within a near-wall layer.
The fluid flow is driven by a force applied to each fluid particle, and can be tuned to
achieve different flow rates. Furthermore, the lateral shift imposed on particles at the x-
boundary condition induces a non-zero net flow in the y direction. However, real DLD
devices have channel limits and net flow in the y direction is prohibited by the device’s
side walls. Consequently, a corrective force is applied to particles perpendicular to the
fluid flow in simulations, ensuring zero net flow in the y direction. The magnitude of
the corrective force is determined by calculating the fluid flux across the y boundary
and adapting the force iteratively until flux converges to zero.
The simulation parameters are related to physical parameters via characteristic length
and time scales. In simulations for rigid particles, the fluid viscosity is used to define
a time scale but in Stoke’s flow, different flow profiles can be scaled linearly. Conse-
quently time scaling is not crucial for rigid particles. Conversely, RBCs in different flow
rates experience different degrees of cell deformation and a time scale must be defined.
In this case, the characteristic RBC relaxation time is used
τ =
ηD3RBC
κ
, (4.1)
where DRBC is the RBC diameter, η is the suspending fluid viscosity, and κ is the
bending rigidity coefficient. This time scaling can relate the simulation parameters to
physical parameters, for instance a healthy RBC has values DRBC ≈ 7.5µm, κ = 50−
70kBT at body temperature, and blood plasma has a viscosity of η ≈ 1.2× 10−3Pas.
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Figure 4.1: DLD array with circular posts. The geometry is defined by the post center-to-center
distance λ = 25 µm, the post gap G = 10 µm, and the row shift ∆λ. The red arrows
indicate the direction of entry and exit of particles across the periodic boundary con-
ditions, note the shift in lateral position for particles crossing the vertical boundaries.
Figure source with permission from /citehenry2016sorting.
4.3 results
The motion of rigid spherical particles flowing through circular obstacle arrays can
be divided into two types; the zigzag and displacement modes. The transport mode
adopted is dependant on the particle size relative to the array’s critical size [6, 7],
which at present is best predicted by the empiric formula 3.7 found from systematic
experimentation of polystyrene bead transit in different circular-post array geometries.
This equation can be re-written in terms of the row-shift fraction  = ∆λ/λ = 1/N and
rearranged to give a critical radius normalized by the obstacle array gap size G
DC
G
= 1.40.48. (4.2)
This gives a more general equation for comparing experimental and numerical data,
as it depends on the ratio between gap size and particle size.
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4.3.1 Rigid Spheres in DLD Obstacle Arrays
Before the exploration of a more complex geometries, different post shapes, and parti-
cle deformation, careful testing and validation of the simulation technique is essential.
Hence, initial 2D mesoscopic simulations compare the trajectories of simulated rigid
spheres with the behaviour predicted by equation 4.2. This is followed by an inves-
tigation of the effects of post shape on the separation of spherical and non-spherical
particles.
Circular Pillars
To test the effectiveness of 2D simulations, the separation of 7 different sized rigid
spherical particles (Dsp ∈ [2.78− 5.59]µm) in circular post arrays is investigated. The
simulation results are then compared with predictions made from equation 4.2, which
is empirically obtained and hence represents a comparison experimental results. Sev-
eral array geometries are considered, spanning a range of different row shifts ∆λwhich
are chosen such that all transit modes available to the different sized particle are ob-
served.
The typical trajectories observed for a simulated rigid spherical particle in a circular
post array is shown in figure 4.2. Here the particle size is DSPµm and it is clear that
the particles changes from the displacement mode at small row shifts (∆λ 6 2.5µm) to
the zigzag mode as the row shift increases to (∆λ > 3.0µm). It is interesting to note
however, some less well defined trajectories appear at intermediate row shift values of
(2.5 < ∆λ < 3.0µm), where particles appear to alternate between the displacement and
zigzag modes randomly. These intermediary types of transit mode are subsequently re-
ferred to as “mixed modes”. Similar particle behaviour has also been observed in other
simulations and experimentally [6, 130, 131]. Huang et al. suggests the random mode
switching can be attributed to the diffusion of particles across different stream lines.
The effect of diffusion should become increasingly pronounced in the regime where
particle size is very close to the obstacle array critical size, as it becomes increasingly
likely for particles to cross into neighbouring flow lamina. Ultimately an increase in
the diffusivity of particles causes a widening of the transition region between well de-
fined displacement and zigzag modes. In addition to diffusive effects, Kulrattanarak et
al. speculate that mixed modes occur due to asymmetric flow line distribution in DLD
geometries where Gx/Gy 6 3 and d/Gy > 0.4 (Gx and Gy are the post gap sizes in the
x and y directions). Despite the fact that the devices in simulations satisfy these crite-
ria, with Gx = Gy = G and d/Gy = 1.5, the postulation for asymmetric flow effects
is for point-like tracer particles in simulated flows. The simulations in this work con-
sider particles of finite size and interactions with obstacles and flow field disturbances
represent a significant departure from the systems simulated by Kulrattanarak et al..
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Instead it is more likely that diffusion is responsible for the mixed mode, as the DPD
fluid used in 2D simulations throughout this work accounts for thermal fluctuations.
(a) Rigid Sphere Trajectories. (b) Rigid Sphere Seperation Index.
Figure 4.2: (a)Typical trajectories of a 2D rigid spherical particle with DSP = 5.12µm in con-
ventional circular post arrays which are defined by different row shifts ∆λ. (b) The
separation index Is for the same particle is shown as a function of the row-shift frac-
tion , where Is is defined as the ratio of the mean lateral displacement of particles
per post encounter and the row shift. Figures originally sourced with permission
from [134].
In order to characterize particle trajectories in a quantitative manor, a dimensionless
parameter called the separation index Is is used. This separation index is defined as
the ratio of the average lateral displacement of particles per post encounter to the row
shift of the post array ∆λ. Concepts similar to the separation index, such as migration
angle, have been used previously in experimental works [6, 130–132] Particles in an
ideal displacement mode will have a value of Is = 1 because their average lateral
displacement per post is equal to ∆λ. Conversely, particles in an ideal zigzag mode
should have a value of Is = 0, as they will follow the fluid flow without significant
influence from the obstacle array. The presence of mixed modes in this work means
there is no simple binary choice between Is = 0 and Is = 1. Instead, there exists
a region of intermediary values in the transition region between displacement and
zigzag modes. The transitions from the displacement mode through mixed modes to
the zigzag modes for sphere with DSP is shown clearly in figure 4.2b. Here, the mixed
mode regions consistently fall in the range Is = 0.3 − 0.6, irrespective of simulation
time or initial simulation conditions. Consequently, the mixed mode region is formally
defined as Is ∈ [0.3, 0.6] and it follows that values of Is > 0.6 and Is < 0.3 define the
displacement and zigzag modes, respectively.
The process described above for the particles of size DSP is repeated for six addi-
tional particles of different diameters. The transit modes observed are presented in
figure 4.3 as a function of the row shift fraction  and the normalized particle diameter.
Furthermore, the line representing the critical radii of each DLD geometry as defined
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by equation 4.2 is plotted so that the results can be compared with experimental re-
sults. Note that the mixed mode region follows the empirical transition line, indicating
good agreement between the simulations and experimental observations. The agree-
ment with Davis et al.’s results [133] demonstrates the reliability of the 2D models em-
ployed and shows their ability to capture the physical processes necessary to describe
the separation of rigid spherical particles in circular DLD post arrays. Consequently,
subsequent simulations of DLD arrays composed of posts with alternative shapes are
expected to yield reliable results and provide valuable information for designing more
exotic DLD devices for separating rigid spherical particles.
Figure 4.3: A transit mode diagram for rigid spherical particles in circular post arrays as a
function of the normalized particle diameter (DSP/G) and the row shift fraction ().
The predicted critical size from the empirical formula in equation 4.2 is drawn by
the solid line and represents the expected transition region between displacement
and zigzag modes. Figure originally sourced with permission from [134].
Alternative Pillar Shapes
With confidence in the 2D simulations to quantitatively describe rigid spherical particle
transits in post arrays, additional simulations are carried out to investigate the effect
of post shape. Diamond, square and triangular posts are simulated to determine how
transit behaviour compares to that in circular post arrays. Compared to the circular
posts, the chief difference of the alternative post shapes is the presence of sharp vertices
which are expected to alter the flow profile in between posts.
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(a) Circular Post and
Flow Profile
(b) Diamond Post and
Flow Profile.
(c) Square Post and Flow
Profile.
(d) Triangular Post and
Flow Profile.
Figure 4.4: Each of the different post geometries are defined by the post-post gap G = 10µm
and the post size d = 15µm. The flow profiles represents the flow velocity in the x di-
rection and are normalised by the maximum flow value observed in the square post
array. (a) Circular post schematic and the corresponding flow profile. (b) Diamond
post schematic and the corresponding flow profile. (c) Square post schematic and
the corresponding flow profile. (d) Triangular post schmatic and the corresponding
flow profile. Note the triangle has equal height and width so it is not equilateral but
allows for equal posts spacing in the x and y direction. Figures originally sourced
with permission from [134].
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Figure 4.4 demonstrates the changes in flow profile induced by the different post
shape arrays. The inter-post regions of highest velocity are characterised by elliptical,
circular, cigar-shaped, and pear-shaped regions for the circular, diamond, square, and
triangular post shapes, respectively. Additionally the minimal flow zones are dramati-
cally different for the different post shapes. Most notably, the square post array has a
vast region of almost zero flow between successive posts. The variations in flow pro-
files are expected to alter particle trajectories through the DLD arrays and the impact
on separation of rigid particles is explored throughout this section.
The transit behaviours exhibited by rigid spherical particles in diamond and square
post arrays are shown in figures 4.5 and 4.6. Compared to the simulation results and
empirical predictions for circular post arrays, the main difference is that the transition
from the zigzag to displacement mode occurs at a larger row shift fraction  which
is especially prevalent for square posts. This shift in transition indicates a decrease in
critical size for square and diamond post arrays and is in agreement with experimental
and numerical studies [135–137].
(a) Diamond Posts Seperation Index. (b) Diamond Posts Transit Modes.
Figure 4.5: (a) The separation indices for three different sized rigid spheres DSp =
3.25, 4.18, 5.12µm in diamond post arrays with different row fractions . (b) Shows
the mode diagram for rigid spherical particles in diamond post arrays and the corre-
sponding adjusted empiric equation 3.7. Figures originally sourced with permission
from [134].
The decrease in the critical size of the diamond shaped post array can be understood
by appealing to the theory introduced in section 3.1.1 for lamina flow in obstacle arrays.
The flow is split up into several (N = 1/) laminae, each with equal volumetric flow
rate, and the widthW of the lamina directly in contact with the post corresponds to the
array’s critical radius RC (as shown in figure 3.2a). Given the fluid in all 2D simulations
have identical volumetric flow rates, it can be inferred that pillar shapes which induce
higher central channel flow velocities should have narrower laminae at the channel
center and consequently wider laminae in direct contact with the pillars (i.e. larger
critical size as W ≈ RC). This is clearly the case when comparing the flow profiles for
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(a) Square Posts Seperation Index. (b) Square Posts Transit Modes.
Figure 4.6: (a) The separation indices for three different sized rigid spheres DSp =
3.25, 4.18, 5.12µm in square post arrays with different row fractions . (b) Shows
the mode diagram for rigid spherical particles in square post arrays and the corre-
sponding adjusted empiric equation 3.7. Figures originally sourced with permission
from [134].
the circular and diamond post arrays, shown in figures 4.4a and 4.4b, explaining the
decrease in critical size.
This concept however is not applicable to the square pillar arrays. In the case of
circles and diamonds, the important steric interactions with particles occur at the top
most point of the posts i.e. the zenith of the circle and the upper vertex of the dia-
mond. Conversely, the most important steric interactions with the square pillars occur
at the two vertices on it’s upper side. The flow profile at these points is clearly no
longer parabolic, indeed the flow is heavily influenced by the regions of low flow be-
tween horizontally adjacent posts. Furthermore, the flow lines shown in figure 4.4c
show lateral flow velocity near the square vertices, which is not seen in parabolic flow.
Consequently, square post arrays exhibit an even stronger reduction in critical size as
the key steric interactions occur in both the inlet and outlet of the post gap, both of
which have more complex flow fields than the roughly parabolic flow profiles seen for
circular and diamond posts.
Recent work proposes an adaptation of the empiric formula 3.7 which includes a
single shape dependant prefactor, allowing an estimation of the critical size in DLD
arrays with different post shapes [137]. However, the values found from fitting data
in numerical studies of square- and I-shaped arrays are identical, which is in disagree-
ment with experimental observations [136]. Due to these discrepancies, a more general
formula is proposed
DC = αG
β, (4.3)
where the dimensionless parameters α and β are geometric factors determined by
the shape and arrangement of posts.
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Fitting the general formula 4.3 to the transit modes found for rigid spheres in circular,
diamond, and square post arrays yields the values of α and β; as shown in figures 4.3,
4.5b, and 4.6b. For circular posts, α = 1.4 and β = 0.48, in agreement with equation 3.7.
The values found for the diamond and square post arrays are α = 1.4,β = 0.52 and
α = 1.4,β = 0.69, respectively.
Triangular posts introduce a new layer of complexity to the trajectory behaviour
as they have no top-down symmetry (unlike squares, diamonds, and circles). Conse-
quently fluid flow near the base of a triangle is slower than that at the triangle’s tip.
This results in an asymmetric flow profile, as is evident from the pear-shaped flow re-
gions shown in figure 4.4d. The broken symmetry means that the pillar array has two
characteristic critical sizes depending on the flow direction. Figure 4.7 shows the sepa-
ration indices and transit modes of different sized particles in triangular post arrays in
both directions. It is clear that flow in the forwards direction (as shown in 4.4d) results
in a reduced critical size compared to circular post arrays. Conversely, when the flow
direction is reversed such that the key steric interactions occur along the triangle base
where flow is slower, the critical size is larger than in circular post arrays. The general
equation for critical size 4.3 is fitted to the simulations results in the triangular post
arrays in figure 4.7b, and values of α = 1.4,β = 0.44 and α = 1.4,β = 0.61 for forwards
and backwards flow, respectively.
(a) Triangular Posts Seperation Index. (b) Triangular Posts Transit Modes.
Figure 4.7: (a) The separation indices for three different sized rigid spheres DSp =
3.25, 4.18, 5.12µm in triangular post arrays with different row fractions  and for
different flow directions. (b) Shows the mode diagram for rigid spherical particles
in triangular post arrays in forwards and backwards fluid flow, and the correspond-
ing adjusted empiric equations 3.7. Figures originally sourced with permission from
[134].
Given the previous results for the circular post arrays agreed quantitatively with
experimental data, the simulation results for the exotic post shapes in this section can
be used directly for device design. For instance, considering the separation indices Is
for the square post arrays shown in figure 4.6a, a post array with a row shift of ∆λ =
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4µm ( = 0.16) will induce displacement, mixed, and, zigzag transit modes for particles
of size DSP = 3.25, 4.18, and 5.12, respectively. As such; the smallest particle with Is =
0.11 experiences almost no lateral displacement as it traverses the device, the largest
particle with Is = 1.0 achieves maximal lateral displacement, and the intermediate
sized particle with Is = 0.60 will be found roughly in the middle. This device could
therefore be used for sorting a heterogeneous population of particles of these three
sizes.
4.3.2 Red Blood Cells
The investigation so far focuses on the motion of rigid spherical particles within DLD
arrays. However, bioparticles which are commonly of interest can rarely be described
as rigid spheres. Instead, they are often non-spherical and deformable, characteristics
which have been shown to influence their trajectories through DLD devices [8, 9, 72].
To better understand the behaviour of deformable non-spherical particles, a number
of simulations using the 2D RBC model from section 2.2.1 are performed for various
obstacle arrays; including circular-, diamond-, and square- shaped posts. As RBCs are
highly deformable and biconcave in shape, an effective RBC size Deff in a given DLD
geometry is defined to identify the transition between the displacement and zigzag
mode. For instance, if a RBC within some obstacle array is found to transition from
the displacement to the zigzag mode at a row-shift fraction , Deff is then given by
Deff = αG
β where α and β are determined from fitting data for rigid spherical
particles.
Figure 4.8: Typical distributions of the separation index Is for RBCs within circular, diamond,
and square post arrays as a function of the row shift fraction . Figure originally
sourced with permission from [134].
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The separation index as a function of row-shift fraction  for RBCs in each post shape
array is presented in figure 4.8. The transitions between the displacement mode and
zigzag mode for each post shape are found to be:  = 0.06± 0.002µm for circular posts,
 = 0.043±0.007µm for diamond posts, and  = 0.14±0.01µm for square posts. Taking
these values and using them with the adjusted fits of equation 4.3 found for rigid
spherical particles yields effective RBC sizes of Deff = 3.65± 0.07µm, 2.65± 0.14µm,
and 3.50 ± 0.15µm, in circular, diamond, and square post arrays, respectively. Note
that these effective sizes are in the range of 2D RBC model’s maximum and minimum
dimensions of widthRBC = 7.5µm and heightRBC = 2.0µm, suggesting that RBC’s
deformation and dynamic behaviour depend on the different flow fields created by
each post shape.
Stroboscopic images of RBCs in transit via displacement and zigzag modes through
the different post shape arrays are displayed in figure 4.9. For the majority of zigzag
mode trajectories, a flipping motion tends to precede lane-swapping events. This can
be attributed to the fact the effective size of the RBC is largest when it is orientated
perpendicular to the flow direction. When the RBC is presented to the flow at such an
orientation it usually experiences large deformations as it obstructs much of the fluid
flow. Generally, if the RBC effective size satisfies Deff < DC then RBCs will transit
the post array via the zigzag mode. The flow field between horizontally adjacent posts
plays a major role in determining the transition to the zigzag mode. For example, the
square post array shown in figure 4.9c, shows very gradual migration of the RBC in
between posts as it undergoes a lane-swapping event due to the weak flow field shown
in figure 4.4c. Note that the inter postal behaviour of RBCs is markedly different for
the circular and diamond shaped post arrays.
If the effective RBC size satisfies Deff > DC then RBCs are continually bumped
laterally upwards by interactions with the posts, resulting in displacement mode tran-
sit as shown in figure 4.9. Furthermore, when Deff  DC in the square post array,
the displacement motion of RBCs changes from being in regularly bumped by succes-
sive posts (see the displacement modes in figures 4.9a and 4.9b) to steady flow at a
fixed distance from the square posts, as shown in figure 4.9c. This displacement mode
behaviour is very similar to that seen for RBCs in cylindrical micro-channels, where
RBCs are repelled from the channel walls as as result of hydrodynamic interactions.
This phenomenon is referred to as the lift force [108, 138, 139] and it is unsurprising
that similar behaviour is observed in square post arrays, as the flow profile between
posts in figure 4.4c looks very similar to that seen in cylindrical micro-channels.
In order to quantitatively describe the change in RBC shape due to deformation, a
quantity called asphericity δ is utilised to measure deviations from a circular shape.
δ =
(φ1 −φ2)
2
(φ1 +φ2)2
, (4.4)
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where φ1 and φ2 are given as the square roots of the two non-zero eigenvalues
obtained from the squared radius-of-gyration tensor. The asphericity δ varies for 0
to 1, depending on how close the particle shape is to that of a circle; where 0 is a
perfect circle and 1 is a strongly elongated object. The 2D RBC model employed in
this work has an asphericity of δ ≈ 0.29 when at rest. By measuring the distribution
of asphericities attained by a RBC in flow through a DLD array it possible to monitor
the different morphologies which are induced by the flow field and interactions with
obstacles. Figure 4.10 shows the probability distribution of δ in several different circular
post arrays. Arrays which have row shifts that induce displacement mode transit clearly
show very few deviations away from the equilibrium rest shape defined by δ = 0.29.
Conversely, post arrays with higher row shifts which cause a transition to the zigzag
mode show an increased probability for deviations away from the rest shape towards
a more circular shape, suggesting stronger RBC deformation in zigzag flow. This is
supported by the previous observations, where RBCs experience strong deformations
as they flip before lane-swapping events.
Figure 4.10: Distributions of the asphericity (δ) of RBCs in DLD arrays with circular posts at
various row shifts ∆λ. Figure originally sourced with permission from [134].
The results throughout this section should demonstrate that the transit of deformable
non-spherical particles in DLD devices is much more complicated than that for rigid
spheres. Rigid spherical particle sorting is solely based on particle size. Soft particle
sorting however depends heavily on the deformation and dynamic behaviour of cells
in post array flow field. For instance, the flow rate will effect the magnitude of particle
deformation, meaning the sorting depends on the particle’s mechanical properties, the
fluid flow rate and the particle’s effective size. This effect has already been observed
experimentally [72]. Additionally, studies on the dynamic motion of anisotropic parti-
cles within DLD arrays has been shown to effect the sorting efficiency [136]. In light
of these observations, it is clear that the concept of a single critical size for an obstacle
array used to separate deformable non-spherical particles is overly simplistic. Instead
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devices must be designed to account for specific particle properties and dynamic be-
haviour.
4.3 results 69
(a) Circular Post Dynamics.
(b) Diamond Post Dynamics.
(c) Square Post Dynamics.
Figure 4.9: Snapshots of typical RBC trajectories in different types of DLD array. The regular
alternation of black and red RBCs represents sequential frames with an interval
of 0.023 τ. (a) Shows the zigzag mode and displacement mode in circular post
arrays with ∆λ = 5.0µm and ∆λ = 1.25, respectively. (b) Shows the zigzag mode
and displacement mode in diamond post arrays with ∆λ = 5.0µm and ∆λ = 1.0,
respectively. (c) Shows the zigzag mode and displacement mode in square post
arrays with ∆λ = 5.0µm and ∆λ = 1.25, respectively. Figures originally sourced
with permission from [134].
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4.4 summary
The chapters presented a 2D study of rigid spherical particles and deformable RBCs
in transit through DLD obstacle arrays geometries using mesoscopic simulation tech-
niques. The different post geometries used were circular, diamond, square, and tri-
angular shapes. Simulations results for the rigid spherical particle agreed extremely
well with experimental observations, where the transit behaviour could be categorized
as the displacement, mixed, or zigzag modes. Particles in the displacement mode un-
dergo regular lateral displacement as they regularly interact with successive posts to
achieve a separation index of Is ≈ 1. The zigzag mode occurs for suitably large row
shifts ∆λ and allows particles to travel in the general flow direction with a separation
index Is ≈ 0. Particles in transit with a separation index Is ∈ [0.3, 0.6] are in the mixed
mode, and randomly alternate between the displacement and zigzag behaviour. The
size at which particles transition between the displacement and zigzag mode is well
predicted by the empirical formula 3.7, which defines a critical particle size for a given
circular array geometry.
The size at which rigid spherical particles transition from the displacement mode to
the zigzag mode in diamond, square, and triangular shaped post arrays shows notable
differences from the predictions made by the equation for circular posts. This is due
to the fact that the post shape heavily impacts the flow field and hence alters particle
trajectories. With this said, particle transit can still be described by the same modes
and the correct critical particle size can be obtained by fitting a generalised form of
equation 3.7 to the simulation results. Based on the quantitative agreement achieved
between simulations and experiments of circular post arrays, the new found forms of
equation 3.7 relating to each post shape should provide a means for designing devices
which use alternative post shapes. Furthermore, the success of the general equation 4.3
for different post shapes indicates that the flow mechanisms responsible for size based
particle sorting are qualitatively consistent across different DLD device geometries.
Finally, flow behaviour for non-spherical deformable particles in different DLD ge-
ometries has been explored using a 2D RBC model. The results show that deformation
and dynamic behaviour of RBCs in fluid flow strongly effect which transit mode is
adopted within a given geometry compared to that of a rigid sphere. Specific to dy-
namic motion; tumbling behaviour plays a key part in the transition to the zigzag mode
as cell flipping consistently occurs before lane-swapping events. Furthermore, as the
degree of cell deformation will depend on the shear forces RBCs experience in flow,
the flow rate will also determine the row shift ∆λ where the transition from zigzag
to displacement mode occurs. Similarly, the post shape also effects the flow field and
consequently the simulations with different post shapes show shifts in the transition
region between the displacement mode and zigzag mode.
Ultimately the results demonstrate that the simplified picture of a single critical size
for a given DLD array geometry can no longer be used to sort anisotropic deformable
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particles. This is because transit behaviour is no longer solely dependent on particle
size. Instead, the particle’s mechanical properties, shape and dynamic behaviour are
of explicit relevance. This considerably complicates the device design for sorting non-
rigid spherical particles but it also presents opportunities for novel sorting schemes
based on characteristics such as deformability and shape. The work following this
chapter will begin to address the design of such devices by using similar simulations
but in 3D to achieve quantitative agreement with experiments for RBCs in DLD de-
vices.

5
U N D E R S TA N D I N G R B C D Y N A M I C S I N D L D : A 3D S I M U L AT I O N
A P P R O A C H
5.1 introduction
The work presented in this chapter combines numerical and experimental investiga-
tions of RBC sorting in DLD devices. The previous chapter was able to achieve quan-
titative agreement between 2D simulations and empirical predictions for rigid sphere
behaviour in DLD devices. However, 2D simulations are clearly limited to a qualitative
description for RBCs, as the shape and dynamic behaviour of RBCs are intrinsically
3D. The experimental work presented focuses on precisely following the trajectories
of RBCs through DLD post arrays, differing from typical experimental approaches
which only measure the lateral location of particles as they exit the obstacle array. This
rigorous analysis is necessary because, as seen in the previous chapter, RBC transit
modes are not limited to the displacement and neutral zigzag modes. Generally the ex-
perimental and simulation results find that the displacement mode defined by device
geometry remains similar to that seen for rigid spherical particles, whilst the range
of zigzag modes observed are depicted in figure 5.1. The variety of zigzag modes can
lead to positive, neutral and negative displacement of RBCs within different obstacle
array geometries.
The detailed experimental data and the precise description of RBC deformation and
dynamics afforded by simulation results allow rigorous investigation of the underly-
ing physical mechanisms responsible for the different transit modes. Examination of
RBC motion immediately before and after lane-swapping events in DLDs helps reveal
the relationships between RBC trajectory, it’s dynamic behaviour and hydrodynamic
interactions with posts. This relationship is further investigated by altering the ratio
between the intracellular and extracellular viscosity, as viscosity contrast is known to
strongly effect RBC dynamics [103]. Indeed, simulation and experimental results both
demonstrate that dynamic behaviour such as tumbling and tank-treading can be in-
voked, which in turn alter the trajectories of RBCs. Ultimately the results show that it
is possible to control and rationalize RBC trajectories in DLD devices based on factors
other than size. Furthermore, the reliability of the simulation techniques employed for
deformable anisotropic particles is proven to be a powerful tool for designing novel
sorting strategies which depend on particles’ dynamic behaviour and hence, intrinsic
mechanical properties such as deformability and internal viscosity.
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Figure 5.1: The possible trajectories of particles traversing an obstacle array defined by the cen-
tral post-to-post distance λ, row shift ∆λ, and post diameter d. Solid lines represent
the displacement (no lane swapping) and neutral zig-zag (swapping between lanes,
where a lane is defined as a straight path running parallel alongside a row of pil-
lars) modes available to rigid spherical particles. Anisotropic deformable particles
have access to many additional zig-zag modes which allow for positive or negative
lateral displacement, two of which are shown as dashed lines. Figure source with
permission from [140].
5.2 simulation setup
The fluid within the simulations is represented using the mesoscale hydrodynamic ap-
proach SDPD, introduced in section 2.1.3, which has been adapted to conserve angular
momentum [96]. The RBC membrane is modelled as a triangulated network of springs
[119–121], and is coupled to the fluid via frictional forces acting upon the vertices.
The obstacle array is simulated using a similar set-up to the one in the previous chap-
ter for 2D simulations. The infinite bumper array is achieved with the same periodic
boundary conditions in the x and y directions and a shift in the y direction for each
boundary crossing event in the x direction, as shown in figure 4.1. The flow is driven by
a body force in the x direction applied to each fluid particle and cross flow in the y di-
rection is negated by application of an adaptive force to mimic the constraints enforced
by side walls in real DLD devices. However, there are some key modifications required
to bring the method into three dimensions shown in figure 5.2. Firstly, the simulation
exists in a cube shaped box as opposed to square, necessitating the implementation of
impenetrable non-slip planes to represent the device roof and floor. Secondly, the DLD
obstacle is represented as a cylinder instead of a circle, with its axis perpendicular to
the roof and floor of the domain box.
The floor, ceiling, and post boundaries in the DLD device are modelled as a layer of
frozen particles which share the same equilibrium structure as the suspending fluid.
Additionally, in order to prevent particles from penetrating the walls and mixing of the
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intra- and extra- cellular fluid, RBC vertices and fluid particles are subject to bounce-
back reflections at walls and the RBC membrane.
Figure 5.2: A snap shot of a simulated RBC in a cylindrical DLD obstacle array. Figure source
with permission from [140].
5.3 experimental setup
The experimental devices employed in this work were fabricated using replica molding,
and the same method and equipment was applied as in previous experimental work by
Beech et al. [72]. Specific information regarding the details of post-array manufacturing
are outlined in appendix B. Two different devices are used: The first device is thick
enough to allow RBCs to explore a full range of dynamic behaviour, with a distance
between the device floor and ceiling ofH = 11µm (larger than a RBC diameter of about
8µm). The second device is sufficiently thin to force horizontal orientation of RBCs
and suppress dynamic behaviour due to confinement, with a thickness of H = 4µm
(smaller than the RBC diameter but larger than the RBC thickness which is roughly 2−
3µm). This concept of controlling particle orientation using confinement is illustrated
in figure 3.4. A schematic of the device structure and pillar array geometry can be seen
in figures 3.6 and 4.1. Both devices have chirped structure composed of 13 sequential
sections, each housing a cylindrical obstacle array defined by the post diameter D =
20µm, central post-to-post distance λ = 32µm, and row shift ∆λ, which increases from
a value of 0.8µm to 8.8µm incrementally between subsequent sections (see Appendix
B).
Given that the experiment required blood samples, the study received the necessary
approval of the Review Board of Lund University and was performed in accordance
with all applicable guidelines and regulations. Furthermore, blood was taken from
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healthy volunteers via finger pricking (informed consent was obtained from all sub-
jects). The samples were subsequently diluted in an autoMACS™ buffer to achieve a
suspending medium viscosity roughly equal to that of blood plasma. In cases where
the viscosity of the suspending medium viscosity required alteration, Dextran-500 (#
700013-096, VWR International LLC, PA, USA) solute was added at a concentrations
of 11%, 4.5%, and 1%, in order to change the viscosity by factors of 20, 5, and, 2.5,
respectively. The dilute blood solutions were driven through the DLD devices at a
pressure drop of 22mbar. Running the simulations at a comparable pressure drop, the
average velocity of fluid travelling between two vertically adjacent posts was found
to be 0.5mms−1 for the thick device and 0.12mms−1 in the thin device, values which
correspond to physiological conditions for blood flow in capillaries.
(a) Chirped DLD Device.
(b) RBCs and Viscosity Contrast in Chriped Device.
Figure 5.3: Schematic behaviour of particles in a DLD device with 13 successive sections, each
with larger critical size. (a) Shows the device being used to sort 3 sizes of rigid
spherical beads, each size undergoes a transition from the displacement mode to
a neutral zig-zag mode in a different section. The orange color corresponds to an
initially polydisperse suspension of different spheres, while the other colors de-
pict separated monodisperse fractions at the end of the device. (b) Shows how the
same device sees very different separation trajectories when sorting RBCs under-
going different types of dynamic behaviour. Dynamic behaviour can be controlled
by changing the viscosity contrast between interior and extracellular fluids. Note
that due to the presence of negative zig-zag modes for RBCs it is necessary to use
the large central inlet to accommodate separation in both directions. Figures source
with permission from [140].
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5.4 results
The experimental and simulation results throughout this chapter work are presented
in unison to facilitate a detailed and continuous comparison. Initially the possible
transit modes available to RBCs in the two different DLD devices are considered, as
these modes differ from the displacement and neutral zigzag modes available to rigid
spheres and to the modes predicted for RBCs in 2D simulations. The transit of de-
formable anisotropic particles through the 13-section device is considerably different
from that of rigid spheres, as depicted schematically in figure 5.3. This is not only
due to transitions from the displacement to zigzag modes occurring in different sec-
tions but also due to the availability of additional zigzag modes. Ultimately, there is
no reason why a particle should prefer the neutral, zero lateral-displacement, zigzag
mode; depending on the frequency of lane swapping, negative, neutral, and positive
net lateral displacement can be induced.
Subsequent investigation focuses on RBC dynamic behaviour and the role it plays in
determining the device sections which show a transition between transit modes. The
dynamic behaviour is controlled using the different confinements of the thick and thin
devices, and by altering the ratio between the intra-cellular viscosity of the RBC ηi and
the viscosity of the external suspending medium ηo. This ratio is called the viscosity
contrast C and is defined as
C =
ηi
ηo
(5.1)
Finally, a qualitative discussion highlights the reasons for different dynamic be-
haviours and how certain dynamics favour certain transit modes.
DLD transit modes in the thick device
In order to understand the nature of the transit modes available to RBCs, the trajec-
tory of a RBC’s center of mass is recorded via its x and y coordinates as it traverses
the obstacle array. Here the x and y axes correspond to the direction of flow and per-
pendicular to the flow, respectively. Figure 5.4b depicts a selection of different zig-zag
modes of RBCs in different sections of the thick DLD device at a physiological viscosity
contrast of C = 5, while figure 5.5a shows a side by side comparison of simulated and
experimental snapshots of a RBC undergoing a zigzag trajectory in section 11 of the
device. Section 11 of the device is defined by a row-shift of ∆λ = 6.8µm and the high
frequency of lane-swapping in the RBC trajectory makes it a good initial example of a
zig-zag mode because it is possible to view it with isometric scaling. This type of data
representation forms the basis for comparisons between experimental and simulated
results in this chapter. In other sections of the devices, trajectories might have periodic-
ity at length scales too large for isometric visualization. Consequently, the trajectories
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seen in Fig. 5.4b are displayed with different x and y scaling. This allows a complete,
albeit distorted, depiction of RBC trajectories in all manner of transit modes. Further-
more, the experimental trajectories in figure 5.4b have been selected from a population
of recorded trajectories in accordance with pre-screening criteria outlined in section
3.2.3, used to remove trajectories of insufficient length as well as trajectories where
inter-RBC interactions were detected. Further details about the data sample and the
pre-screening criteria can be found in appendix B.
(a) Experimental vs Simulated RBC. (b) Experimental and Simulated Trjactory Com-
parison.
Figure 5.4: Experimental and simulated trajectories for RBCs at viscosity contrast C = 5. (a) The
trajectories of experimental and simulated RBCs which are obtained by following
their center of mass through the post array. Zoomed in a; stroboscopic image shows
snapshots of the experimental and simulated RBC used to obtain the trajectories.
(b) Experimental and simulated RBC trajectories for several sections of the thick
device. Black lines show multiple aligned experimental RBC trajectories and red
lines correspond to average experimental trajectories. The blue lines show the RBC
trajectories found in simulations. Section 2 shows an approximately neutral zig-zag
mode, section 4 illustrates a positive zig-zag mode, and section 11 leads to a negative
zig-zag mode. Figures source with permission from [140].
Figure 5.4b compares experimental and simulated RBC trajectories in various sec-
tions of the thick DLD device and nicely presents the range of different zig-zag modes
observed. In order to quantitatively describe and differentiate these zigzag modes, we
define their average lateral displacement, l, per post encounter. The value of l can be
calculated by considering the competing effects of lane-swapping events and lateral
displacement induced by the geometry of the pillar array. The positive lateral displace-
ment per post is simply ∆λ and the average displacement per post encounter due to
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lane-swapping is given by the frequency of lane-swapping events multiplied by the
distance between rows, −λfi. The additive effect of these two motions yields
li = ∆λi − λfi, (5.2)
the average lateral displacement per post encounter in the ith section of the device. The
frequency fi of lane-swapping is determined by the inverse of the average number m
of post encounters per lane-swapping event. Theoretically, m could have any positive
value, where the special cases m =∞ and m = λ/∆λ yield the ideal displacement and
neutral zigzag modes discussed previously. Note that the value l is very closely linked
to the dimensionless separation index introduced in chapter 4, which can be thought
of as Is = l/λ. However the average displacement per post l is used throughout this
chapter to emphasise the quantitative agreement between experiment and simulations
in terms of real physical units.
Using the formula 5.2 for li the trajectories in figure 5.4b are analysed to quanti-
tatively describe the observed zigzag modes: The trajectory in section 2 with ∆λi =
1.2µm yields an approximately neutral zigzag mode with l2 = 1.2− 32/30 = 0.13µm.
Section 4’s trajectory is slightly more positive with l4 = 0.22µm arising from the row
shift of ∆λi = 2.0µm. Finally, section 11 with a row shift of ∆λ = 6.8µm induces
a negative zigzag mode, where the lateral displacement caused by the array geome-
try is offset by regular lane-swapping events to give an average lateral displacement
per post of l11 = 6.8− 32/4.4 = −0.47µm. Note that m takes a non-integer value in
this case, because the periodicity between lane-swapping events is irregular. The pres-
ence of irregular periodicities supports the idea that changes in RBC orientation and
deformation cause it to explore more than one flow stream, hence exhibiting more
complex behaviour than simple rigid spheres. However, it is important to emphasize
that the non-integer m values we find are not the result of random RBC behaviour
in the device. The behaviour of RBCs is governed by local fluid flow and their elastic
and viscous properties, which is supported by RBC dynamics in shear [141, 142] and
tube [103] flows, and therefore, there is no reason to expect random RBC dynamics in
DLDs. The only randomness arises from the initial orientation and position of the RBCs
as they enter the device, and the thermal fluctuations which result in cell diffusion and
membrane flickering; however, RBC diffusion can practically be neglected in the cur-
rent simulation and experiments in comparison to RBC transport induced by the flow
due to flow rates sufficiently large for a high Péclet number. Consequently, even the
trajectories with a non-integer lane-swapping frequency are expected to be determin-
istic for the fixed simulation conditions. In experiments, there also exist a number of
uncertainties (e.g., cell properties, flow control, device fabrication limits) which may
affect the trajectory of a cell in the device. In fact, The inherent variability in RBC
properties may perhaps be the least controlled variable. However, the example of ex-
perimental results for section 11 of the thick device in figure 5.4b, which consists of 69
well-aligned RBC trajectories (see figure 5.5), shows a consistent pattern of traversing
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4 or 5 obstacles before performing a lane-swap. This indicates that the trajectories are
not random, as otherwise a much broader variety of lane-swapping patterns would be
observed, and that the geometry of section 11 and the corresponding flow are not very
sensitive to ’moderate’ variations in RBC properties. Furthermore, the few trajectories
which could not reach adequate alignment with the majority of the population were
found to reside in two well defined sub-populations shown in figure 5.5b, and not
a random distribution of 4, 5 lane-swapping intervals. This complex yet deterministic
nature of trajectories can be explained by an interplay between RBC dynamics (e.g.,
flow-rotation, deformation) and local flow mainly determined by the periodic geome-
try of the DLD device. Thus, a mismatch between RBC motion and periodic geometry
may result in several different cell states (e.g., position, orientation) after a lane-swap,
which will in turn decide the number of pillars traversed before the next swap and
indeed the lane-swapping pattern thereafter.
(a) Aligned Experimental Trajectories. (b) Aligned Rejected Trajectories.
Figure 5.5: The accepted and rejected experimental trajectories of RBCs recorded through sec-
tion 11 of the thick DLD device at C = 5. (a) An example of the most prevalent
trajectory observed in section 11 of the DLD device. 69 trajectories were aligned,
each showing the displacement-zigzag pattern {5, 4, 5, 4, 4, 5, 4}. (b) A selection of
the two minor populations of trajectories observed in section 11 of the thick de-
vice. 17 trajectories could not be aligned sufficiently with the other 69, instead they
were found to undergo the displacement-zigzag patterns {5, 4, 4, 4, 5} or {5, 4, 5, 5, 4.}.
Figures source with permission from [140].
Plotting the changing values of li as RBCs traverse the entire DLD obstacle array
reveals the section in which transitions occur between different sorting modes. The
average lateral displacement per post encounter li for each section of the thick device
defined by ∆λ is shown in figure 5.6a and the number of experimental RBC trajectories
used to calculate each l value is shown in table 5.1. The RBC acceptance and rejection
data for the remaining experimental results in this chapter are presented in appendix
B.
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The results allow several important conclusions to be made. Firstly, there is very
good agreement between the simulated and experimental trajectories recorded at the
physiological viscosity contrast C = 5. The only notable deviations occur in the final
sections of the device, where experimental trajectories are seen to undergo more neg-
ative lateral displacement due to flow field disturbances caused by close proximity
to the flow outlet. These outlet disturbances are observed consistently throughout the
course of the experimental component of this work. The close agreement away from
outlet disturbances indicates that the simulation techniques adequately capture hydro-
dynamic effects, and RBC dynamics and deformation. Secondly, the transition between
the zigzag mode and displacement mode occurs in the first two sections of the device.
Following the transition, RBC transit modes become gradually more negative as the
row shift ∆λ in each section increases along the length of the device. The increase in
∆λ promotes positive displacement due to the obstacle array geometry, however there
is also a tenancy towards lane-swapping events as the critical size is also increasing.
Whilst the negative zigzag modes observed display only slight deviations from the
neutral mode, they still present a key manifestation of the transit behaviour attainable
to deformable particles and unavailable to rigid spheres. The difference in behaviour
could be due to the dynamic properties of RBCs and the responsible mechanisms are
discussed later in this chapter. Finally, it is worth noting that the additive effect of some
sections may cancel each other out, making their serial use in a chirped DLD device
inefficient for separation.
(a) RBCs in Thick Device at C = 5. (b) RBCs in Thick Device at C = 0.25, 1.0.
Figure 5.6: The average lateral displacement per post encounter l of RBCs in each individual
section of the thick device at various viscosity contrasts C = ηi/ηo (a)Data for the
thick device at C = 5. Experimental values agree well with the simulated values
and the transition to zig-zag modes occurs between sections 1 and 2. (b) Data for
the thick device at C = 1 and C = 0.25. Experimental and simulation trajectories at
both viscosity contrasts undergo a transition from displacement to zig-zag modes
between sections 4 and 5, later than found for the physiological value of C = 5.
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section total # accepted accepted average #
of traj. fraction of posts
1 27 25 0.93 46
2 25 20 0.8 67
3 17 15 0.88 37
4 10 9 0.9 30
5 15 14 0.93 27
6 12 11 0.92 26
7 28 26 0.93 25
8 25 22 0.88 32.2
9 23 22 0.96 28
10 50 48 0.96 22
11 86 69 0.80 22
12 134 113 0.84 19
13 97 89 0.92 14
Table 5.1: The total number of RBC trajectories recorded in each section of the thick device at
C = 5 and the number of excluded and accepted trajectories. The average number of
posts describes number of posts traversed by the RBCs and hence the length of the
average trajectory.
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DLD transit modes in the thin device
The thin DLD device prevents RBC re-orientation in flow, forcing cells to align with
the device floor and ceiling. The highly constrained environment of the thing device
limits the range of dynamics available to RBCs and consequently, the results should
be closer to those for rigid spheres. Figure 5.7a shows the average lateral displacement
of RBCs per post encounter for the range of row shifts ∆λ for each section of the thin
device.
At a viscosity contrast of C = 5, the results for sections 1− 7 demonstrate an excel-
lent agreement between simulations and experiment, showing strong positive lateral
displacement. In section 7 of the device, lane-swapping events start to occur. However,
these events are infrequent and the video frame is too narrow to capture successive
lane-swapping events in one trajectory. Thus it is difficult to obtain a reliable period
for the zigzag trajectory. Furthermore, simulations must run for an infeasible length
of time before they capture multiple lane-swapping events in section 7. Ultimately,
strong positive lateral displacements is observed in sections 1− 7 of the thing device
at C = 5. In the subsequent sections, lane-swapping events occur frequently and the
RBCs traverse the post arrays in well-established zigzag modes in both experimental
and simulated trajectories. This transition between the displacement mode to the lane-
swapping dominated zigzag modes in section 8 agrees well with the critical size of the
array predicted by equation 3.7 for rigid spheres. The empirically determined critical
size is RC = 3.02µm only slightly less than the RBC radius of 4.00µm, which will effec-
tively be smaller in the DLD device due to deformation in the flow. It is also important
to notice the discrepancy between experimental and simulated trajectories after the
transition to zigzag modes in figure5.7a, which is discussed below.
A sharp transition from pure positive displacement modes to zig-zag modes occurs
in section 8 of the device for C = 5 (figure 5.7a). It is in this section and subsequent ones
that agreement between simulations and experiments appear to begin to break down.
Specifically, simulated trajectories undergo less severe negative lateral displacement
due to a smaller frequency of lane-swapping events. Additionally, increasingly posi-
tive zigzag modes are observed in sections 8-10 in simulations, due to the increasing
value of ∆λ in subsequent sections which causes an increased positive lateral displace-
ment but a relatively low increase in the frequency of lane-swapping events. Larger
deviations between experimental and simulation results are not unexpected when the
confinement of the RBC is increased in a device due to the fact that the forced ori-
entation of RBCs in the thin device amplifies the impact of size differences between
simulated and sample RBCs. The diameter of real RBCs varies with a range between
6µm and 9µm, which is approximately a 10− 15% deviation from the simulation value
of 8µm. The possible differences in size are on the same order of magnitude as the
change in critical radius for successive sections of the thin device.
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(a) RBCs in Thin Device at C = 5. (b) RBCs in Thin Device at C = 2.0, 1.0.
Figure 5.7: The average lateral displacement per post encounter l of RBCs in each individual
section of thin device at various viscosity contrasts C = ηi/ηo (a) Data for the thin
device at physiological viscosity contrast C = 5. Transition to zigzag modes is the
same in experiments and simulations, occurring between sections 7 and 8. However,
evolution of zigzag modes with section number shows discrepancies due to inherent
variability in RBC size. (b) Data for the thin device at viscosity contrasts C = 1 and
C = 2. Transition to zigzag modes at contrast C = 2 occurs between sections 7-8
for simulations and experiments, whereas the transition occurs in section 10 for the
simulation at C = 1. Again, variability between experimental and simulation results
can be attributed to the inherent variability in RBC diameter. Figures source with
permission from [140].
To investigate the effect of RBC size in more detail, additional simulations for RBCs
with different diameters are carried out at a viscosity contrast of C = 5, the results are
displayed in figure 5.8. The simulation results at different RBC sizes indicate that the
discrepancies between experimental and simulated results are likely a result of the in-
herent variations in size that occur in RBC populations. These results also confirm that
the later sections in the thin device are extremely sensitive to sub-micrometer variations
in size. Furthermore, it is hard to achieve an extensive comparison between experimen-
tal and simulated results in figure 5.8 because the experimental data points correspond
to the averages of multiple RBC trajectories which potentially have different sizes. In-
deed, a number of experimental trajectories were excluded from the alignment process
as they could not meet the alignment criteria. The number of rejected trajectories was
significantly higher in the thin device than in the thick device, as can been seen in
figure 5.9, which displays a clear decrease in the fraction of accepted trajectories in
the thin device after the transition to zigzag transit modes in section 8 of the device.
The thick device is expected to be less sensitive to size variations in RBC populations
because the effective RBC size correspond to the cell thickness, rather than the cell
diameter, due to its preferred orientation in flow.
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Figure 5.8: The average lateral displacement per post encounter l for individual sections of
the thin device. Several RBC diameters were considered to confirm that the later
sections of the thin device are quite sensitive to moderate changes in the RBC size.
Several sets of simulation results for the RBCs with diameters 7, 7.5 and 8µm are
shown. Figures source with permission from [140].
Finally, the simulation results for RBC size variation also illustrate the importance
of simulation techniques in DLD device design; enabling a confident investigation
into device sensitivity to RBC properties which are hard to measure and consistently
manipulate in a lab setting, such as a variable cell size.
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(a) Trajectory Acceptance in Thin Device. (b) Trajectory Acceptance in Thick Device.
Figure 5.9: The fraction of RBC trajectories accepted for each device section after data pre-
processing compared with the average lateral displacement per post. (a)The fraction
of trajectories accepted in each section of the thin device at C = 5. Note dip in the
acceptance fraction corresponding to the transition from displacement to zigzag
in sections 7-11 of the device. Note that the acceptance fractions for sections 2-
6 are taken as 1 because the displacement-mode transit was evident from simple
analysis of videos by eye. (b) The fraction of trajectories accepted in each section
of the thick device at C = 5. Note dips in the acceptance fraction that correspond
to the transition from displacement modes to zigzag modes and in later sections
indicating an increase in transit mode sensitivity (as shown in 5.5). Figures source
with permission from [140].
Viscosity-contrast-based sorting
The viscosity contrast between the intra- and extra-cellular fluids used in the simu-
lations and experiments discussed so far is close to the value of C = ηi/ηo = 5 for
physiological conditions in real blood. However, viscosity contrast is well established
as a vital factor in determining RBC dynamics in shear flow, and as its value increases
a transition from tank-treading to tumbling dynamics occurs [143, 144]. Consequently,
altering the viscosity contrast demonstrates the importance of RBC dynamics within
the device when attempting to use DLD as a technique for RBC separation. In addition
to viscosity contrast C = 5 between the intra- and extra-cellular fluids, simulations and
experiments were carried out at C = 1 and C = 0.25 for the thick device, and C = 2 for
the thin device. Note that the different choices of C for thick and thin devices are due
to the pronounced adsorption of RBCs in the confined environment of the thin device
when adding a dextran solute at concentrations sufficient to yield a contrast below
C = 2. The lateral displacements per post l of the trajectories under these additional
viscosity contrast conditions are shown in figures 5.6b and 5.7b. Simulations were first
used to predict the sections which should display interesting behaviour, and these sec-
tions were then investigated experimentally in order to validate results. For both C = 1
and C = 0.25 in sections 1-4 of the thick device, the change in viscosity contrast com-
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pletely inhibits lane-swapping events. This substantial shift from behaviour observed
in the physiological case of C = 5 may be attributed to a change in RBC dynamics and
is discussed later. In subsequent device sections, there is a transition to approximately
neutral zigzag modes, with a gradually increasing tendency to adopt an average nega-
tive lateral displacement towards the latter sections of the device. In the device sections
after the transition, zigzag modes at C = 0.25 are slightly more positive than those for
the C = 1, but the l values for both cases converge in the last two sections of the de-
vice. This suggests a small difference in dynamic behaviour which is only relevant in
deciding the lane swapping frequency in the middle sections of the device. Generally,
good agreement is observed between experimental and simulated results and the main
differences occur in the later sections of the device, which are attributed to a distortion
of the flow field in close proximity to the device outlet. The difference between the
trajectories in the early sections at viscosity contrast C = 5 compared with those at
C = 1 and C = 0.25 demonstrates the importance of viscosity contrast for RBC sorting
since it can dramatically alter the transit modes.
Figure 5.7b shows that viscosity contrast also plays an important role in the transit
of RBCs through the thin device. For a viscosity contrast of C = 1, the simulated RBC
trajectories undergo a transition from the displacement mode to zigzag mode only at
section 10, while for C = 5 the transition occurs earlier, at section 8. Additionally, for
the intermediate viscosity contrasts of C = 2, the transition to zigzag modes occurs in
the same section as for C = 5. Well defined zigzag modes follow the transition, with
a region of positive zigzag modes in sections 8-10. The l values in sections 8-10 are
more positive than for the physiological contrast C = 5, and indicate an intermediate
behaviour which is between the C = 5 and simulated C = 1 cases. Generally, good
agreement is found between simulated and experimental results in the sections where
RBCs are in a displacement mode. After the transition to the zigzag modes, deviations
between the simulated and experimental cases occur. However, these can again be ex-
plained by the potential effects of RBC size variations which were already explored in
figure5.8. These results suggest that changes in RBC dynamics and deformation are
still relevant in the thin device and that their effects manifest as a shift in the displace-
ment to zigzag mode transition; and as differences in the average lateral displacement
per post once the zigzag modes are established. Generally, the results confirm that the
viscosity contrast can be used as a targeted separation parameter on its own, without
other changes in RBC properties.
RBC dynamics in DLDs
The dependence of the transit modes of RBCs traveling through DLD obstacle arrays on
viscosity contrast has revealed the importance of RBC dynamics. Single RBCs in shear
flow have been shown experimentally to tumble at low shear rates and tank-tread at
88 understanding rbc dynamics in dld : a 3d simulation approach
high shear rates [141, 142, 145, 146]. Note that each of these experiments have been per-
formed under the conditions where the viscosity of suspending media was larger than
that of the RBC cytosol ηo > ηi. However, recent experiments [143] and simulations
[144] indicate that the physiological viscosity contrast of C = ηi/ηo = 5 suppresses the
tank-treading motion of RBCs, leading to the preference for RBC tumbling. In case of
C . 2− 3, RBC membrane tank-treading is possible and the transition between tum-
bling and tank-treading for an increasing shear rate is attributed to the existence of
a RBC minimum energy state, related to the weakly anisotropic shape of the spectrin
network, such that the RBC has to exceed a certain energy barrier in order to transit
to the tank-treading motion [146]. Moreover, recent shear-flow experiments [142] have
identified another dynamic state, RBC rolling, which occurs within the range of shear
rates between RBC tumbling and tank-treading states.
(a) RBC Tumbling at C = 5. (b) RBC Tank-treading at C = 1.
Figure 5.10: Stroboscopic images demonstrating different RBC dynamics in section 2 of the
thick device, taken from simulations and experiments. (a) RBC lane swapping is
promoted by tumbling when C = ηi/ηo = 5. (b) Tank-treading type dynamics
occur at C = 1 and the RBC favours the displacement mode. Figures source with
permission from [140].
The main difference in RBC dynamics for the cases of C = 0.25− 1 and C = 5 is
the preference of tank-treading motion and tumbling dynamics, respectively. Figure
5.10 shows snapshots of simulated and experimentally observed RBCs in section 2 of
the thick device at viscosity contracts C = 1 and C = 5. In addition to demonstrat-
ing the accuracy of the simulated RBC dynamics in comparison to the corresponding
experimental data, figure 5.10 shows the preferred transit modes of RBCs exhibiting
different dynamic behaviour. The tumbling and rolling motion, which occurs at the
physiological viscosity contrast, favour a zigzag transit mode. In contrast, the tank-
treading dynamics at viscosity contrast C = 1 noticeably inhibits lane swapping and
the membrane deforms considerably (see trilobe RBC shapes in figure5.10b) due to
the shear forces experienced in the local vicinity of obstacles. Also, similar to obser-
vations made for 2D simulations of RBCs in chapter 4, figure 5.10a demonstrates that
RBC tumbling motions directly precede and follow lane-swapping events, indicating
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that tumbling dynamics play an important role in determining the lane-swapping fre-
quency of zigzag modes. In comparison to the tumbling motion, the tank-treading RBC
seen in figure 5.10b is subject to local shear-flow alignment, which suppresses cell tum-
bling and therefore, swapping of lanes. This fact is consistent with the simulation data
in figure 5.6, where the transition to zigzag modes occurs at a later section for C = 1
and C = 0.25 in comparison with C = 5. The results for C = 0.25 and C = 1 are very
similar, however this seeming contradiction can be attributed to the fact that the only
difference in RBC dynamics is an increase in the frequency of tank-treading at C = 0.25
due to the reduced internal viscosity. This minor change in dynamics is reflected in the
minor changes in l values between the two cases, and is in stark contrast to the severe
change in l values that arise from the transition between tumbling to tank-treading
dynamics.
Another important aspect which influences the transit of RBCs through DLD devices
is related to hydrodynamic interactions of deformable particles with walls and obsta-
cles. It is well known that deformable particles (including RBCs) in flow near a wall are
subject to a lift force driving them away from the wall [108, 139, 147]. Even though the
lift force would depend on particle properties (e.g., rigidity, viscosity contrast) and its
dynamics (e.g., tank-treading or tumbling, inclination angle), it is well established that
lift force is stronger on a tank-treading RBC in comparison to a tumbling cell. Thus,
the lift force on a RBC from the pillars in the thick device may inhibit the transition to
zig-zag modes in early sections for C = 1 and C = 0.25 in comparison with C = 5.
5.5 summary
This chapter has presented a detailed comparison of experimental and 3D simulated
results for the transit of RBCs through chirped DLD devices under various conditions.
The behaviour of RBCs in DLD sorting devices differs from that of rigid spheres in
two key ways. The first distinction lies with the additional transit modes available to
RBCs compared to rigid spheres. The new transit modes are due to the complex in-
terplay between hydrodynamic interactions with obstacles (such as lift force), and the
RBC deformations and dynamics. The second distinction follows directly from the first:
given that an RBCs dynamic behaviour and deformation depends on physical proper-
ties such as viscosity contrast and membrane rigidity, changes to these properties will
result in transitions between different transit modes in DLD devices. For instance, the
preference for tumbling motion at a viscosity contrast of C = 5 promotes a transi-
tion from the displacement mode to the zigzag mode in section 2 of the thick device.
Conversely, the tank-treading motion preferred by RBCs at a contrast of C = 1 and
C = 0.25 delays the transition from the displacement to the zigzag mode to section
5 of the same device. The main differences between the two viscosity contrast cases
arises from a well-documented hydrodynamic interaction that occurs between cells
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and wall in close proximity called the lift force [108, 139, 147]. Lift forces are stronger
for tank-treading cells than for cell performing tumbling dynamics, and tank-treading
RBCs are pushed away from DLD posts causing a delayed transition to zigzag mode
transit. Note that the lift force is not present for rigid spheres when inertial effects are
negligible and the Reynolds number is nearly zero, as is the case in the experiments
and simulations in this work.
The results for thick devices, which allow complete freedom in RBC orientation,
show excellent quantitative agreement between simulations and experiments at a vis-
cosity contrast of C = 5. In the case of viscosity contrasts C = 1− 0.25, changes in RBC
dynamics to tank-treading motions inhibited lane-swapping events in early sections
of the device. Simulations of the thin device at viscosity contrast C = 5− 2 also dis-
play good quantitative agreement within the first 7 sections of the device, where RBCs
moved in a displacement mode. The discrepancies observed between experiment and
simulation following the transition to the zigzag modes in sections 8 and onwards
are attributed to the inherent size distribution of RBC populations, a characteristic
which the thin device is more sensitive to. Changing the simulated RBC size to values
within the accepted range of experimentally observed RBC sizes or altering the viscos-
ity contrast significantly changes the average lateral displacement per post l of RBCs
in sections 8-10. Additionally, simulations at a viscosity contrast of C = 1 in the thin
device show an inhibition of lane swapping when compared to the C = 5 or C = 2
cases, similar to observations made for the thick device, as the transition to zigzag
modes shifts from section 8 to section 10 of the device.
Based on observations made throughout this chapter, several suggestion for DLD
device design and optimization can be made, in addition to possible novel sorting
schemes. Foremost, the neutral zigzag mode and perfect displacement modes make
up a small fraction of the available cell transit modes. Consequently, in order to de-
sign optimal chirped DLD devices for cell sorting, it is necessary to consider the net
displacement arising from a range of negative, neutral and positive transit modes. The
results for different viscosity contrast suggest that careful selection of the suspending
medium will allow for sorting based on the viscosity of suspended particles intra-
cellular fluid. A viscosity based sorting scheme would be best suited to the thick de-
vice, which allows exploration of the full range of dynamic behaviours induced by
viscosity contrast. For instance two types of particle which are identical in all but their
internal viscosity could be sorted by choosing a suspending medium with a viscosity
such that each particle displays different dynamic behaviours, which in turn favour
different transit modes.
An additional potential sorting scheme for DLD devices is elasticity based sorting,
which has seen some interest in recent experiments [72]. Based on the present knowl-
edge on RBC dynamics in shear flow [141–143, 146], it is possible that DLD devices
could be well suited for sorting particles based on their elastic properties. This is of
particular interest as diseases such as malaria are known to alter the mechanical prop-
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erties of RBCs. In these DLD devices, transitions between tank-treading, rolling and
tumpling could be exploited [142]. However, transitions appear to be suppressed by
high viscosity contrasts [143, 144], which are dominated by tumbling dynamics. There-
fore, elasticity based cell sorting in thick devices would be best suited to viscosity
contrasts of C 6 2− 3.
In theory, elasticity based sorting of RBCs should also be possible in the thin DLD
device. Simulation results in figure 5.7 demonstrate differences in the transit behaviour
of RBCs at viscosity contrasts of C = 2− 5 and C = 1 in the later sections of the device.
The differences must arise from varying degrees of RBC deformation in flow which
occur due to the differences in internal fluid viscosity. Furthermore, the later sections
of the thin device have proven very sensitive to slight changes in effective RBC size,
which may occur due to cell deformation in flow. Unfortunately, as seen in figure 5.8,
the trajectories of RBCs in the section immediately after the zigzag mode transition are
somewhat unreliable due to the inherent variability in RBC sizes, so it is unlikey that
such a device would be able to distinguish between minor changes in size and minor
changes in deformability. The effect of deformations has recently been illustrated in
a simulation study by Krüger et al. [148], where the effect of flow rate on the transit
mode of RBCs in a similar thin device has been explored. As the flow rate is increased
in the device, so too does the deformation of the RBCs, leading to a change from
the displacement mode to the zigzag mode. This highlights that the flow rate must
also be tuned correctly in devices hoping to separate deformable cells based on their
mechanical properties and dynamic behaviour. Returning to the traditional concept of
size-based sorting, the thin device suppresses the variability in RBC dynamics and is
thus more sensitive to variations in cell size. As such, thin chirped DLD devices seem
to best suited for the task of sorting RBCs based on size.
As discussed previously in this work, the empirical relation between device geom-
etry and critical size of rigid spherical particles allows reliable prediction of their tra-
jectories through DLD devices using equation 3.7 [133, 149]. The simpler picture for
rigid sphere relies on there being only two possible transit modes, the neutral zigzag
mode and the displacement mode, and the fact that a particle’s preference for each
depends solely on its size relative to the characteristic critical size of the post array
geometry. However, as demonstrated in this chapter; the transitions between displace-
ment, neutral zigzag, and non-neutral zigzag modes are much harder to predict. This
is because the transitions are dependant on several additional variables such as particle
elasticity, viscosity contrast, and flow rate. Consequently, the development of a simple
empirical relation which encompasses all of these variables seems highly unlikely. Ad-
ditionally, any simplification of the models used in this work (e.g. omission of certain
cell properties) would prevent predictive results for RBC transit in DLDs. It is vital to
use reliable fluid simulation techniques which properly include hydrodynamic interac-
tions, and particle models which accurately describe the mechanical properties of cells
(i.e. elasticity, viscosity ratio and cell morphology).
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In conclusion, this chapter demonstrates that a complex interplay between the dy-
namic behaviour of deformable particles and the hydrodynamic interactions they ex-
perience near obstacles give rise to a far richer behaviour in DLD devices than seen
for rigid spherical particles. Whilst the behaviour is more complex, it is important to
stress that transit modes do not occur randomly and are still deterministic in nature,
and are determined by fluid flow and the mechanical properties of the deformable par-
ticle in question. Furthermore, the combination of quantitatively accurate simulations
and experimental methods is demonstrably a powerful tool for designing novel sorting
schemes that utilise the dynamic behaviour and intrinsic mechanical characteristics of
bioparticles as separation parameters or biomarkers. Such sorting schemes are not lim-
ited to blood related diseases and disorders like malaria and sickle-cell anaemia, but
could also find application in areas such as bacteriology, parasitology, and oncology
Finally, this chapter demonstrates the importance of reliable predictive simulation ap-
proaches for the development of purpose-specific microdevices, as simulations are able
to provide a better understanding of dynamic behaviour of bioparticles in microfluidics
and could lead to significant design optimizations.
6
D E F O R M A B I L I T Y B A S E D R B C S O RT I N G
6.1 introduction
The work presented within this chapter ties together the findings in the previous two
chapters 4 and 5 in order to address the issue of deformability based sorting which,
as identified in section 1.2, is highly relevant for the diagnosis of malaria from human
blood samples. Numerous experimental studies identify that RBCs infected by plas-
modium falciparum undergo mechanical changes through the erythrocytic stage of the
parasite’s life-cycle [23, 29, 150, 151]. In the early stages of the parasite life-cycle, RBCs
have not yet adhered to the endothelium of the cardiovascular system and are conse-
quently present in blood samples taken from patients. However, malaria parasitemia
is often very low during the early stages of infection and a DLD device capable of
isolating infected RBCs due to the changes in their physical properties would greatly
increase the chances of successful diagnosis. Furthermore, the mechanical properties of
RBCs are only slightly altered in the early stages of the plasmodium falciparum infection.
Indeed, experiments show that the RBC shear modulus increases from a healthy value
of µ0 ≈ 6µN/m to µ0 ≈ 8− 16µN/m for ring-stage RBCs, depending on the exper-
imental method used[150, 151]. Consequently, a deformability based DLD device for
malaria diagnosis needs to be sensitive to relatively small changes in the mechanical
properties of RBCs.
The DLD array design investigated in this chapter is motivated by several findings
from the previous chapters:
i The behaviour of RBCs in DLD arrays with different post shapes explored in chap-
ter 4 reveals that RBCs have different effective sizes in different post-shaped arrays,
indicating that RBC deformation depends on post shape.
ii Thin devices investigated in chapter 5 are very sensitive to the inherent size varia-
tions in RBC populations. Hence, changes in RBC motion within thin DLD devices
due to slight variations in RBC mechanical properties would be blurred by the
inherent variability in RBC size.
iii Viscosity contrast is shown to strongly influence RBC transit through DLD devices
in 5. Consequently a viscosity contrast of C = 1 should be used to ensure that cell
behaviour is not dominated by viscous effects.
iv Finally, chapter 5 shows that dynamic behaviour strongly influences RBC transit,
bringing the opportunity to induce deformability based separation in flow regimes
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where RBCs with different mechanical properties undergo different dynamic mo-
tion.
Considering these observations, the device explored in this chapter consists of trian-
gular shaped posts in a thick channel. The triangular shape is selected, as it is reason-
able to assume that RBCs in flow near posts will experience strong deformations when
they interact with triangles’ upper most vertices. Furthermore, viscosity contrast is kept
at C = 1 to ensure that the devices probe deformability and not viscous effects. Two me-
chanical properties pertaining to RBC deformation are considered: shear modulus µ0
and bending rigidity kb. Additionally, two different flow speeds are investigated. The
first flow rate is chosen such that all cells undergo roughly similar dynamic motion,
hence all differences in RBC trajectories can be attributed explicitly to deformations
which occur upon interaction with the posts and flow field. The second flow rate is
chosen such that cells with slightly different mechanical properties undergo different
dynamic behaviours, facilitating separation via deformability induced changes in RBC
dynamics.
6.2 simulation setup
The fluid and membrane models used in the 3D simulations presented in this chapter
are identical to those used in the previous chapter 5. However, a range of values for
certain RBC model parameters are used to simulate unhealthy RBCs. Specifically, a
range of RBC membrane bending rigidities kb and shear moduli µ0 are considered
to simulate the possible mechanical properties of RBCs in pathological states: kub =
0.5–4khb and µ
u
0 = 0.5–4µ
h
0 , where superscripts u and h refer to unhealthy and healthy
cell states respectively.
The obstacle array investigated in this chapter is simulated using the same method-
ology for boundary conditions as in chapter 5; with impenetrable non-slip planes and
frozen wall particles to represent the roof, floor, and post faces. The posts which make
up the obstacle array have a triangular cross section, as shown in figure 6.1a, and fig-
ure 6.1b shows an example flow field induced the triangular post array with row shift
∆λ = 2.6µm. The triangular posts have a base width and height of DH = DW = 15µm
and each vertex is cut, resulting in three additional faces of width 1µm at each corner of
the triangle (see figure 6.1a). Consequently, the post cross section is formally described
as an irregular hexagon. However, the shape is referred to as triangular throughout this
work because the purpose of the vertex cuts is to mimic the shape of triangular posts in
real-world microfluidic devices which are subject to fabrication limits. Additionally, the
inter-post spacing in the obstacle array is anisotropic, with horizontal and vertical gaps
between posts of GH = 6µm and GV = 10µm, respectively. The anisotropic spacing is
motivated by experimental work by Zemin et al. which demonstrates that asymmetri-
cal gap sizes increase the resolution of RBC seperation in DLD devices [152]. Finally,
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the height of the microfluidic channel is the same as in the thick device considered in
chapter 5 with H = 11.0µm, allowing a full range of RBC dynamic motion.
The flow rate in DLD devices intended for deformability based sorting is especially
important because it is known to strongly effect the dynamic behaviour of RBCs in con-
fined channels [99, 103]. The flow between vertically adjacent triangles is characterized
by a non-dimensional shear rate
γ˙∗ = τ ¯˙γ (6.1)
where τ is the characteristic RBC relaxation time introduced in equation 4.1 and
¯˙γ = v¯/GV is the average shear rate; where v¯ = Q/(GVH) is the average flow velocity
between adjacent posts, and Q is the volumetric fluid flow rate through the device.
(a) Triangular Post Schematic. (b) Triangular Post Flow Field.
Figure 6.1: (a). A schematic of the triangular post-shaped array used in the simulations. With
anisotropic spacing GV = 10µm and GH = 6µm. Note that a each vertex is cut such
that there are three small 1µm faces at the triangle vertices, this is to simulate device
fabrication limits which prevent perfectly sharp vertices. (b) A colour map of the
simulated flow field around a triangular post in an obstacle array with ∆λ = 2.6µm.
The colour map represents the fluid velocity in the x direction.
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6.3 results
The initial investigation of deformability based sorting presented in this chapter consid-
ers the explicit effects of RBC membrane properties on cell sorting within a triangular
pillar array. That is to say, sorting which is driven by the degree of RBC deformation
that occurs when cells interact directly with triangular posts. Note, this type of sorting
does not intend to utilise changes in RBC dynamic behaviour to drive sorting, as was
demonstrated in chapter 5; where viscosity contrast was used to induce changes in
RBC dynamics thereby facilitating sorting. Consequently, a value of γ˙∗ = 105 is used
for in the initial simulations in this chapter, as the corresponding flow rate puts all the
pathological simulated RBCs in roughly the same dynamic regime. Thus, differences
in the transit modes of unhealthy RBCs vs. healthy RBCs in the triangular post array
can predominantly be attributed to changes in RBC membrane deformation.
The last set of simulation results presented in this chapter use a dimensionless shear
rate of γ˙∗ = 13. In this flow regime, RBCs with different shear moduli are seen to
undergo different dynamic motions and hence traverse the DLD array via different
transit modes. In this case, the underlying reason for the differences in DLD transit
modes of RBCs in pathological states is still their abnormal mechanical properties.
However, it is changes in the dynamic behaviour of cells with different shear moduli
which drives the lateral separation of RBCs when γ˙∗ = 13.
Bending Rigidity Based Sorting
The average lateral displacement per post encounter l for RBCs with varying values
of bending rigidity kb in triangular post arrays with different row shifts ∆λ is shown
in figure 6.2. At bending rigidities of khb and k
u
b = 0.5k
h
b, RBCs move in positive dis-
placement modes until the row shift increases to ∆λ = 2.6µm, and a gradual transition
to positive zigzag modes occurs for higher values of ∆λ. RBCs with higher rigidities
of kub = 2− 4k
h
b under go the transition from positive displacement modes to positive
zigzag modes at a larger row shift of ∆λ = 2.7µm, indicating that rigid unhealthy RBCs
have a larger effective size in the triangular post arrays than the healthy or less rigid
RBCs.
The asphericities δ of RBCs with different bending rigidities moving in DLD devices
can also be divided into the same two groups: with healthy and less rigid RBCs dis-
playing roughly identical asphericity distributions, and more rigid RBCs showing alike
asphericity distributions. The asphericity distributions of RBCs moving in the displace-
ment mode and positive zigzag modes through the triangular post arrays is shown
in figure 6.3. All of the RBCs in the triangular post array with row shift ∆λ = 2.4µm
move via the displacement mode, and figure 6.3a demonstrates that healthy and less
rigid RBCs have nearly identical asphericity distributions when travelling in the dis-
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placement mode. However, the more rigid RBCs with kub = 2− 4k
h
b display slightly
different asphericity distributions when in the displacement mode, with a tendency
towards higher δ values. The same pattern is seen for RBCs moving via the zigzag
mode in the triangular post array with ∆λ = 2.8µm in figure 6.3b; with healthy and
less rigid RBCs showing approximately identical δ distributions, and the more rigid
RBCs showing a tendancy for higher δ values. Generally, the asphericity distribution
widens when RBCs transition from the displacement mode to the zigzag mode, and
higher values of δ become more probable, indicating that RBCs experience stronger
deformations when in the zigzag mode.
The changes in asphericity distributions seen between rigid and flexible RBCs in the
triangular post arrays indicate that RBC deformation is responsible for the different
transition values of ∆λ = 2.6µm and ∆λ = 2.7µm. The different shapes observed for
RBCs with bending rigidities kub = 0.5k
h
b and k
u
b = 0.5k
h
b travelling in the displacement
mode are shown in figure 6.4. The snap shots are taken from the triangular array with
∆λ = 2.5µm, which represents the last geometry in which all the RBCs move in the
displacement mode. Given that the transition to the zigzag mode for the most flexible
RBC occurs at ∆λ = 2.6µm, and that the RBC bending rigidities differ by a factor
of 8, it would be expected that observed RBC shapes would be noticeably different.
However, figure 6.4 demonstrates that the RBCs are almost identical in shape, and
the only obviously noticeable difference occurs immediately after RBCs move over the
triangular post’s upper vertex.
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Figure 6.2: The average lateral displacement per post encounter l of RBCs with different un-
healthy bending rigidities kb. The transition from the displacement mode and
zigzag mode occurs at different values of ∆λ for RBCs with different kb values.
RBCs with kb = 0.5kb_healthy are found to undergo show roughly the same
behaviour as healthy RBCs; transitioning to the zigzag modes at a row shift of
∆λ = 2.6µm. RBCs with higher bending rigidities of kb = 2 − 4kb_healthy are
found to undergo the transition to zigzag modes at a row shift of ∆λ = 2.7µm. Note
that the transition to zigzag motion is steep for rigid RBCs, while the less rigid and
healthy RBCs move more gradually to the zigzag modes.
(a) RBC Asphericity in the Displacement
Modes.
(b) RBC Asphericity in the Zigzag Modes.
Figure 6.3: The asphericity δ probability distributions for RBCs with different bending rigidi-
ties travelling in displacement modes and zigzag modes. (a) Shows the asphericity
distributions for RBCs moving in the displacement mode in a triangular post array
with ∆λ = 2.4µm . (b) Displays the asphericity distribution for RBCs travelling in
positive zigzag modes within a triangular post array with ∆λ = 2.8µm.
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(a) RBC Shapes at kb = 0.5kb_healthy.
(b) RBC Shapes at kb = 4kb_healthy.
Figure 6.4: The deformed shapes of pathologically flexible and rigid RBCs in triangular post
arrays. Snap shots of RBCs moving in the displacement mode in a post array with
∆λ = 2.5µm are taken before, during, and immediately after interaction with a
triangular post’s upper most vertex. (a) Shows three snap shots of an RBC with
kb = 0.5khb as it encounters a single post in a triangular post array. (b) Shows three
snap shots of an RBC with kb = 4khb as it encounters a single post in the same
triangular post array
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Shear Modulus Based Sorting
The transit modes of RBCs with pathological shear modulus values in the triangu-
lar post array is shown in figure 6.5. The results show that, as RBC shear modulus
increases, the transition from the displacement mode to the zigzag mode occurs in
array geometries with larger row shifts ∆λ. Healthy RBCs and the softer RBCs with
µ0 = 0.5µh0 transition to zigzag motion at a row shift of ∆λ = 2.5µm, and reach well
established positive zigzag modes when ∆λ = 2.7µm. The RBCs with a shear modulus
of µ0 = 2µh0 switch to the zigzag mode when ∆λ = 2.7µm, and reach a well estab-
lished neutral zigzag mode more rapidly than the softer RBCs. The fact that the softer
cells and more rigid RBCs with µ0 = 2µh0 undergo positive and neutral zigzag modes,
respectively, indicates that RBCs with increased shear moduli can be separated from
healthy RBCs even if all of the cells are in the zigzag mode. Finally, the most rigid
RBC with µ0 = 4µh0 travels in the displacement mode for all ∆λ values explored in
these simulations, indicating an increase in effective size compared to the softer RBCs.
Generally the results show that RBCs with larger shear moduli transition to the zigzag
mode at larger row shifts, suggesting that the effective size of RBCs in the triangular
post arrays increases with µ0.
The asphericity distributions shown in figure 6.6 help to explain why the transition
to zigzagging occurs for higher ∆λ for more rigid RBCs. RBCs in the displacement
mode show narrowing asphericity distributions for higher µ0 values in figure 6.6a.
Additionally, the average asphericity is seen to decrease for more rigid RBCs, indicating
a larger effective size in the DLD obstacle array. Both of these observations indicate
that triangular posts strongly probe the deformation properties of RBCs with different
shear moduli. A similar trend is seen for RBCs in the zigzag mode in figure 6.6b, with
even broader asphericity distributions for softer RBCs. Generally, a wider spectrum of
asphericities is expected for RBCS in zigzag modes because they explore more of the
flow field depicted in figure 6.1b and hence experience a wider range of shear rates
compared to RBCs in the displacement mode.
The trends demonstrated by the asphericity distributions of RBCs in the displace-
ment mode are reinforced by snap shots of RBCs with different shear modulus values
interacting with triangles in a post array with ∆λ = 2.5µm. The softest RBCs with
µ0 = 0.5µh0 are severely deformed as they are stretched over the triangles upper vertex.
Note, the extreme elongated shape of the soft RBC as it breaks contact with the trian-
gular post is expected to cause disruptions to fluid flow between the horizontal gaps
in posts. This could explain why softer RBCs move in positive zigzag modes, while
the more rigid RBCs with mu0 = 2µh0 move in a neutral zigzag mode because they do
not block vertical fluid flow between horizontally adjacent posts. The pictures of the
most rigid RBC with µ0 = 4µh0 in the displacement mode shows significantly reduced
elongation in flow compared to the softer RBC. The reduction in stretching means that
6.3 results 101
more rigid RBCs are thicker as they pass over the triangle vertex, resulting in a larger
effective size in triangular arrays and a delayed transition to zigzag motion.
Figure 6.5: The average lateral displacement per post encounter l of RBCs with different un-
healthy shear moduli µ0. The transition from the displacement mode and zigzag
mode occurs at different values of ∆λ for RBCs with different µ0 values. RBCs with
µ0 = 0.5µ0_healthy are found to undergo show roughly the same behaviour as
healthy RBCs; transitioning to positiv zigzag modes at a row shift of ∆λ = 2.6µm.
RBCs with µ0 = 2µ0_healthy transition to a neutral zigzag mode when ∆λ = 2.7µm
and the most rigid RBCs with µ0 = 4µ0_healthy remain in the displacement mode
for all ∆λ values.
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(a) RBC Asphericity in the Displacement Mode. (b) RBC Asphericity in the Zigzag Mode.
Figure 6.6: The asphericity δ probability distributions for RBCs with different shear modulus
values travelling in displacement modes and zigzag modes. (a) Shows the aspheric-
ity distributions for RBCs moving in the displacement mode in a triangular post
array with ∆λ = 2.4µm . (b) Displays the asphericity distribution for RBCs travel-
ling in zigzag modes within a triangular post array with ∆λ = 2.8µm.
(a) RBC Shapes at µ0 = 0.5µ0_healthy.
(b) RBC Shapes at µ = 4µ0_healthy.
Figure 6.7: The deformed shapes of RBCs with pathological values for µ0 in triangular post
arrays. Snap shots of RBCs moving in the displacement mode in a post array with
∆λ = 2.5µm are taken before, during, and immediately after interaction with a
triangular post’s upper most vertex. (a) Shows three snap shots of an RBC with
µ0 = 0.5µh0 as it encounters a single post in a triangular post array. (b) Shows three
snap shots of an RBC with mu0 = 4µh0 as it encounters a single post in the same
triangular post array.
6.3 results 103
Incorporating Transitions in Dynamics
The previous two sections investigated sorting RBCs with pathological values for kb
and u0 by directly probing their deformability in triangular post arrays. The results
show that this sorting approach works in theory, and cells with different shear mod-
uli or bending rigidities transitioned from the displacement transit mode to the zigzag
transit mode at different row shifts ∆λ. However, the differences between the transition
row shifts is only 100nm, which is approaching the resolution limit of microfluidic fab-
rication techniques. Furthermore, the fact that such small changes in row shift are nec-
essary to resolve the different transitions from displacement to zigzag mode indicates
that the effective sizes of different pathological RBCs are only slightly different. In fact,
it is likely that the inherent variations in RBC size will dominate the RBC trajectories
in the triangular array when the dimensionless shear rate is γ˙∗ = 105.
This section attempts to demonstrate a more feasible deformability based sorting
scheme by exploiting the fact that RBCs with different mechanical properties exhibit
different dynamic behaviour for certain flow rates. Hence, the flow rate in the trian-
gular post array is decreased in the following simulations, and is now characterized
by a dimensionless shear rate γ˙∗ = 13, which is considerably smaller than the previ-
ous valye of γ˙∗ = 105. The value γ˙∗ = 13 is selected because work by Fedosov et al.
[103] has demonstrated that RBCs in tube flow at similar confinements and shear rates
exhibit different dynamic behaviours depending on their mechanical properties. For
instance, a RBC with a higher shear modulus might undergo tumbling while a RBC
with a lower shear modulus would exhibit tank treading behaviour. Consequently, it
should be possible to sort RBCs with different shear moduli due to differences in their
dynamic behaviour. This is the same as the principle explored in chapter 5, however in
this case, RBC shear modulus µ0 is used to control RBC dynamics instead of viscosity
contrast C.
The lateral displacements per post encounter of RBCs driven by a flow rate charac-
terized by γ˙∗ = 13 is shown in figure 6.8. Contrary to the results shown in the previous
section, RBCs with higher shear moduli transition from the displacement mode to the
zigzag mode at lower values of ∆λ compared to RBCs with lower shear moduli. Fur-
thermore, much larger changes in row shift are able resolve the transit mode transitions.
For example, RBCs with a shear modulus of µ0 = 2µh0 transition to the zigzag mode
at a row shift of ∆λ = 2.2µm and healthy RBCs transition to the zigzag mode at a row
shift of ∆λ = 2.6µm. These two values of row shift used for separation in the previous
dimensionless shear rate γ˙∗ = 105 would be unable to resolve any differences in the
transitions between RBC transit modes.
The asphericity distributions of RBCs with different shear moduli are shown in fig-
ure 6.9. RBCs with different shear modulus values are seen to have very different as-
phericity distributions because they are in different dynamic behaviour regimes, which
in turn are associated with various RBC shapes. This is to be distinguished from ob-
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Figure 6.8: The average lateral displacement per post encounter l of RBCs with different un-
healthy shear moduli µ0, transported in flow defined by γ˙∗ = 13. The transition
from the displacement mode and zigzag mode occurs at different values of ∆λ for
RBCs with different µ0 values. The transition from the displacement mode to the
zigzag mode occurs at higher values of ∆λ for RBCs with lower µ0.
servations in the previous section, where differences in asphericity distributions were
attributed to the broadening or narrowing of the healthy RBC asphericity profile for
more rigid and less rigid RBCs, respectively. The difference between the two cases is
reinforced by considering the fact that, for both γ˙∗ = 13 and γ˙∗ = 105, the stiffest and
softest RBCs have the lowest and highest average asphericities, respectively. However,
at when the shear rate is γ˙∗ = 13 the stiffer cells transition to zigzagging before the
softer cells, in direct contrast to the behaviour observed for the higher shear rate of
γ˙∗ = 105.
The fact that RBCs with different shear moduli undergo different dynamic behaviours
is demonstrated in figure 6.10, which shows the changing asphericities of RBCs as they
travel past the triangular posts in the zigzag mode. It is clear that RBCs with shear
modulus values of µ0 = 0.25µh0 and µ0 = 2µ
h
0 display markedly different asphereici-
ties even when they are in they are in a similar location relative to the triangular post.
Furthermore, the RBC shapes observed at different locations around the triangular post
are displayed in figure 6.10c. Notice that soft and rigid RBCs have dramatically differ-
ent shapes when in the same location within the device, suggesting that they have
different dynamic behaviours. This is in contrast to the relatively minor changes in
RBC shapes seen in the previous section, where the differences in shape are attributed
entirely to the degree of deformation caused by direct interaction with the triangular
posts.
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(a) Asphericity in Displacement Mode. (b) Asphericity in Zigzag Mode.
Figure 6.9: The asphericity δ probability distributions for RBCs with different shear modulus
values travelling in displacement modes and zigzag modes. (a) Shows the aspheric-
ity distributions for RBCs moving in the displacement mode in a triangular post
array with ∆λ = 1.2µm . (b) Displays the asphericity distribution for RBCs travel-
ling in zigzag modes within a triangular post array with ∆λ = 4.0µm.
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(a) Asphericity for µ0 = 0.25µ0_healthy. (b) Asphericity for µ0 = 2µ0_healthy
(c) RBC Shapes for Different µ0
Figure 6.10: The different shapes and asphericities of RBCs undergoing different dynamic be-
haviours whilst in the zigzag mode in the triangular post array with row shift
∆λ = 4.0. Key locations in the device where shape and asphericity are markedly
different are identified by labels 1− 7. (a) The different asphericities of RBCs with
µ0 = 0.25µ0_healthy in different locations around the triangular post. Where the
colour map corresponds to the asphericity of an RBC with it’s center of mass at a
given point. (b). The different asphericities of RBCs with µ0 = 2µ0_healthy in dif-
ferent locations around the triangular post. (c) Shows the different shapes observed
for RBCs with µ0 = 0.25µ0_healthy and µ0 = 2µ0_healthy at seven different loca-
tions in the device. Note the locations are marked from 1 to 7 on the top figures.
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6.4 summary
This chapter presented a potential DLD device design for sorting RBCs with patholog-
ical membrane rigidities and shear moduli. The obstacle array used triangular shaped
posts to probe the deformability of cells and a floor-ceiling spacing of H = 11µm was
used to ensure that a full range of RBC dynamic behaviours were possible. The initial
simulations investigated the transit behaviour of RBCs with unhealthy values for kb
and µ0 in a high flow rate such that all the RBCs displayed the same dynamic be-
haviour. This ensured that RBC separation resulted from differing severities of RBC
deformation for different pathological cell states, and not because of different dynamic
behaviours for pathological cells. Additionally, the simulations were all run at a vis-
cosity contrast of C = 1 to ensure that viscous effects do not dominate RBC transit
through the triangular post arrays.
Simulations of RBCs with pathological values of kb reveal that stiffer RBCs have
slightly larger effective sizes in the triangular post array. Consequently, RBC with
higher kb values transition from the displacement mode to the zigzag mode at large
values of ∆λ compared the softer RBCs, which switch to the zigzag mode at smaller
row shifts. Initially this trend indicates that bending rigidity based sorting is possible
for high flow rates. However, the differences in effective size of RBCs with pathological
kb values are so small that the inherent size variability in RBC populations is expected
to dominate the RBC transit behaviour. Simulations of RBCs with pathological values
of µ0 in the triangular post array display larger variations in shape than for patho-
logical bending rigidities. Furthermore, RBCs with lower µ0 values experience strong
stretching as they travel over the triangular posts, while stiffer RBCs are stretched far
less. However, even though the snap shots of RBCs in the obstacle array suggest that
triangular posts are effective for probing RBC membrane shear modulus, ultimately
the device does not seem sufficiently sensitive to shear modulus to offset the expected
effects of inherent RBC size variations. Therefore, using a high flow rate to ensure uni-
form cell dynamics in the triangular post array is not an effective strategy for sorting
based on changes in RBC membrane bending rigidity or shear modulus.
Considering the poor success of sorting based on explicit deformation of pathologi-
cal RBCs as they interact with triangular post, the flow rate is reduced such that RBCs
with different shear moduli exhibit different dynamic behaviours. Simulations of RBCs
with pathological values of µ0 in the triangular post array at the lower shear rate reveal
that changes in RBC dynamic behaviour strongly effect the transit modes of RBCs in
the device. RBCs with higher values of shear modulus are seen to undergo tumbling
type behaviour which, as shown in the previous chapter, tend to prefer the zigzag
mode. Conversely, RBCs with lower shear modulus values tend towards more tank-
treading type behaviours which favour the displacement mode. Consequently, RBCs
with higher shear moduli transition from the displacement mode the zigzag mode at
higher row shifts ∆λ. The exploitation of different RBC dynamic behaviours greatly
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increases the sensitivity of the triangular array to small variations in RBC membrane
shear modulus µ0. Therefore, the triangular post array operated at low flow rates
shows promise as a device for diagnosing malaria, as RBC infection by the plasmodium
falciparum parasite is known to increase the membrane shear modulus by a factor of
2− 3 (comparable to the values considered in this study).
7
C O N C L U S I O N A N D O U T L O O K
This thesis sets out to examine the sorting of particles in DLD devices using a com-
bined numerical and experimental approach. A key aim is to rationalize the types of
motion observed for different particle species as they traverse various configurations of
DLD obstacle arrays and, in doing so, identify the preferable conditions for separating
specific heterogeneous particle populations. This goal is achieved through 2D and 3D
simulation approaches which employ coarse-grained mesoscopic models to represent
fluid and a variety of particle types. Furthermore, supplementary experiments are per-
formed throughout the work to corroborate simulation findings and test the feasibility
of simulation based microfluidic design practises.
Particle sorting is highly relevant in many fields such as diagnostics, food and chemi-
cal processing, chemical and biological analyses, and environmental assessment. Deter-
ministic lateral displacement is one of many of the passive label-free sorting techniques
that have garnered interest since the development of microfluidic technologies in recent
decades. Passive microfluidic sorting devices pose significant advantages over current
industry standards such as FACS and MACS; with reduced costs, simpler operation,
and improved portability. Moreover, the passive nature of DLD is especially advanta-
geous, as particles are sorted in accordance with their intrinsic mechanical properties
and there is no need for the particle labelling required in FACS or the application of
external fields necessary in acoustophoresis and electrophoresis.
Many of the particles that require sorting are non-spherical and/or deformable, and
only a small fraction can be thought of as rigid spherical beads. However, many of
the current principles used to design DLD devices are rooted in theoretical predictions
and experimental data for the behaviour of rigid spherical particles. This is primarily
because sorting rigid beads represents the simplest case study for sorting in DLD
devices. Indeed, the developed theories work exceedingly well, achieving separation
of polystyrene beads of different size with a resolution of up to 10nm [6]. Nevertheless,
rigid bead sorting is only directly applicable to a handful of real world applications
and DLD devices designed to separate deformable non-spherical particles often rely on
confinement to force behaviour comparable to that of rigid beads. This design approach
squanders the full potential of passive label-free sorting, as particle size is just one of
the many cell properties that could be used as a biomarker for separation.
To help DLD devices reach their full potential for sorting the myriad different par-
ticles types, this thesis aims to identify the key differences in motion between rigid
spherical particles and deformable non-spherical particles in a range of DLD device
configurations. Furthermore, the work identifies the mechanical processes and obsta-
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cle array geometries which are responsible for the differences in motion; providing the
ground work for informed design of future DLD devices able to separate non-spherical
deformable particles via sorting criteria beyond that of size differentiation. Moreover,
an example of informed DLD device design is presented, demonstrating a promis-
ing DLD configuration for deformability-based sorting of RBCs. Finally, in addition
to deepening understanding of particle motion in DLD devices and motivating novel
device designs, the work demonstrates the value of accurate simulation techniques
within the field of microfluidics.
The main empirical findings are divided between three different chapters, 4, 5, and 6.
Each chapter discusses their respective results in detail, in this chapter the main results
are briefly summarised before the collective implications of the results are discussed.
Chapter 4 presented results for 2D simulations of rigid spherical beads and deformable
discocytes in DLD devices using the cell models presented in section 2.2.1 and the DPD
fluid model described in section 2.1.1. Quantitative agreement is achieved between the
simulations and empirically determined formula for rigid spherical beads in circular
post arrays. This motivates the formulation of equivalent empirical formulae for DLD
arrays with alternative post shapes using the same simulation method. Hence, new
adaptations of equation 3.7 are realised for diamond-, square- and triangular-posts.
Following investigation of rigid beads, the 2D RBC model is used to identify the
changes in motion for deformable particles with anisotropic dimensions. The results
show that the effective size of RBCs in circular, diamond and square post arrays are
found to be Deff = 3.65 ± 0.07µm, 2.65 ± 0.14µm, and 3.50 ± 0.15µm, respectively,
values which are in-between the maximum and minimum RBC dimensions of DRBC =
7.5µm and hRBC = 2.0µm. The fact that the effective size of RBCs changes in different
array geometries demonstrates that DLD devices are sensitive to dynamic behaviour
and deformations; phenomena which do not occur for rigid spherical beads. Namely,
the flipping motion of RBCs and the lift force experienced by vesicles in shear flow are
identified as two of the main mechanisms which differentiate RBC motion from rigid
sphere motion in DLD devices.
Results for 2D simulations of RBCs are limited to a qualitative description of particle
motion as the dynamic motion of particles with anisotropic dimensions is intrinsically
3D. Chapter 5 presented the results of 3D simulations of RBCs in DLD devices us-
ing the RBC model described in section 2.2.2 and the SDPD fluid technique explained
in section 2.1.3. Furthermore, chapter 5 includes the results of complimentary exper-
iments which show quantitative agreement with simulated predictions. Both experi-
mental and simulation results found additional transit modes available to RBCs that
are not seen for rigid spheres. The new transit modes show zigzag motion and are
distinguished from the common neutral zigzag mode as they result in net positive or
negative lateral displacement. The presence of additional zigzag modes is attributed
to the dynamic behaviour of RBC, hydrodynamic interactions and cell deformation in
flow. Furthermore, simulations demonstrate that factors such as viscosity contrast and
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cell deformability can be used as bases for separation, as the transitions between tran-
sit modes depend on cell deformation and dynamic behaviour. For instance, in thick
DLD devices with H = 11µm, changing the viscosity contrast from C = 5 to C = 0.25
or C = 1 results in a transition in cell dynamics from tumbling to tank-treading. Tum-
bling dynamics are seen to favour the zigzag mode, as cell flipping often accompanies
lane-swapping events, and tank-treading cells favour the displacement mode due to
the enhanced lift force they experience upon interaction with posts. However, RBC
dynamics are constrained in the thin device and transit modes are shifted to a lesser
degree by changing the viscosity contrast. The thin device is better suited for sorting
based on very small changes in RBC size, as demonstrated by simulations for RBCs
with sizes DRBC = 8.0, 7.5, 7.0µm and the range in experimental results caused by the
inherent RBC size distribution. The weak shift in transit modes for different viscosity
contrasts in the thin device can be attributed to cells with larger internal viscosity de-
forming less in the fluid flow, resulting in a larger effective size and delayed transition
to zigzag modes, suggesting that the thin device may also be used for deformability
based sorting.
Comparing the results in the chapters 4 and 5, 2D simulations are well suited to
DLD device design for rigid spherical particles but are best used in a qualitative capac-
ity when considering non-spherical deformable particles. For quantitative predictions
of non-spherical deformable particle behaviour in DLD devices, 3D simulations are
necessary. Consequently, it seems a combined 2D and 3D approach is best suited for in-
vestigating DLD device designs for sorting non-spherical deformable particles; where
2D simulations span a wide range of possible DLD geometries, flow conditions, and
particle conditions to identify promising sorting configurations; and the more compu-
tationally costly 3D simulations focus on the most interesting regions of parameters
space, providing quantitative predictions which are of more direct use to experimen-
talists.
Chapter 6 presents 3D simulations of RBCs in a DLD array for deformability-based
sorting which has been designed in light of the findings presented in the previous two
chapters. The 2D simulations in chapter 4 suggest that certain post shapes will be more
sensitive to RBC deformations. Consequently, the DLD array in chapter 6 is composed
of triangular post arrays which are intended to effectively probe the mechanical proper-
ties of RBC membranes. Additionally, the 3D simulations in chapter 5 demonstrate that
RBC transit modes in DLD devices are highly dependent on viscosity contrast. Conse-
quently, viscosity contrast is kept at C = 1 to ensure that RBC transit through the trian-
gular post arrays is not dominated by viscous effects. However, even with these careful
considerations, the initial simulations demonstrate that triangular post arrays are not
sufficiently sensitive to the deformations seen for RBCs with pathological values for
bending rigidity and shear modulus. The 3D simulations in chapter 5 demonstrate the
effectiveness of sorting cells undergoing different dynamic motions. Therefore, the the
flow regime in the triangular post array is altered to induce different RBC dynamic
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behaviours for different RBC membrane shear moduli. The more rigid RBCs undergo
tumbling-like dynamics and consequently prefer the zigzag transit modes, where as
softer RBCs exhibit tank-treading-like dynamic behaviours and prefer to travel in the
displacement modes. The exploitation of the dynamic behaviours which exist for dif-
ferent RBC shear modulus dramatically increases triangular post array’s sensitivity to
RBC shear modulus. Moreover, the range of pathological values of RBC shear modu-
lus in the simulations are equivalent to those seen for RBCs infected by the plasmodium
falciparum parasite. Consequently, the triangular post array presented in chapter 6 rep-
resents a promising design for malaria diagnosis providing the correct flow rate and
viscosity contrast is used.
Thus, the findings of chapter 4 and 5, were used
The current understanding of particle transit in DLD devices is underpinned by
the idea of splitting fluid flow into N discrete laminae corresponding to the obstacle
array period N = λ/∆λ. If a particle traversing the obstacle array is smaller than the
width of laminae as they interface with the obstacle array posts, it will remain in a
single lamina and travel horizontally with the fluid flow in a neutral zigzag mode.
Conversely, particles larger than laminae width are displaced into neighbouring flow
laminae when they interact with the obstacle array posts, resulting in successive lateral
displacements across flow laminae for every post encounter. Assuming a parabolic
flow profile between vertically adjacent posts yields an analytical value for the width
of laminae when they interface with obstacle array posts, and hence an estimate of
the critical particle size that determines whether particles move in the displacement or
neutral zigzag mode. This general picture for particle transit in DLD holds so long as
four criteria are met:
i Particles do not appreciably disturb the flow field.
The whole idea of flow laminae only considers the flow field which results from
the post array geometry. If particles dramatically alter the flow field, predictions
based on the discrete lamina picture will include an innate degree of error.
ii Inter-post flow is approximately parabolic.
If the flow profile in-between vertically adjacent posts are not parabolic then the
analytically calculated width of the lamina will be incorrect, as will the critical
particle size.
iii Constant effective particle size.
If particles do not have a constant size in the obstacle array, then each individual
post encounter will be different and it would be possible for particles to alternate
between zigzag and displacement modes.
iv Steric interactions with posts account for all lamina crossing
The steric interaction between particles and posts is assumed as the only mech-
anism able to perturb particles into neighbouring flow laminae. However, if there
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were additional mechanisms which facilitated the crossing of flow laminae then the
simple picture of a neutral zigzag and a perfect displacement mode would break
down.
Condition (i) is generally untrue and there is always an inherent error in the critical
particle size predicted by the analytical solution for the lamina width. However, the
error is generally minor and consistent for different post shapes, post spacing G, and
array period N, as seen in the figures for transit modes of rigid particles in circular-
and diamond post arrays. The approximate parabolic flow profile between vertically
adjacent posts required by condition (ii) is only met for certain post shapes. Generally,
the flow profile can be approximated as parabolic if the flow field between vertically
adjacent posts is horizontally and vertically symmetric. For instance, in the case of cir-
cular and diamond posts, the flow maximum velocity is located at the central point
between vertically adjacent posts. Consequently, the prediction for parabolic flow pro-
files is very close to the empirical results for diamond and circular post arrays. Whilst
the flow velocity also peaks in the channel center in the square post array, the key steric
interactions between particles and posts occur at the upper right vertices of squares and
the flow profile is not horizontally symmetric in this location. In the case of triangu-
lar posts, the flow field’s vertical symmetry is broken with fluid travelling faster past
the triangle’s upper vertex than fluid travelling alongside the triangle’s base. As such,
the empirical equations for particles travelling in triangular and square post arrays are
significantly different from the analytically predicted size for parabolic flows.
Criteria (iii) is always met in the case of rigid spherical particles and sometimes
met for anisotropic particles if they are sufficiently confined by the device geometry.
For instance, RBCs in experiments, and RBCs in 2D and 3D experiments have varying
effective size in DLD devices due to their reorientation and deformation as they tumble
in flow. Consequently, the transition between DLD transit modes for non-spherical
deformable particles depend on the mechanical properties of the particle, the particle
shape and the flow properties, as each of these factors effect dynamic behaviour and
the magnitude of deformation. Finally, condition (iv) is expected to be untrue for non-
spherical deformable particles as hydrodynamic interactions are known to exert a lift
force on vesicles in shear flow near a wall, as is the case for RBCs in the square post
array seen in 2D simulations and the 3D RBCs with viscosity contrasts of C < 3, where
tank treading cells are known to experience stronger lift forces than tumbling cells.
The lift force results in additional means for particles to cross flow laminae, this can
inhibit the transition to zigzagging but also cause cells to migrate faster across the
main flow channel once they are in well-established zigzag modes. Generally, this work
demonstrates that the ideal case imagined for lamina flow streams with parabolic flow
profiles between adjacent posts holds true in very specific cases. Even for the case of
rigid spherical particles, post shapes which break the flow field’s horizontal or vertical
symmetry mean that flow profiles are no longer parabolic and the critical size needs to
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be found by alternative means. Furthermore, non-spherical and deformable particles
experience additional forces due to hydrodynamic interactions and their effective size
in DLD devices are highly dependent on flow strength and dynamic motion.
Many of the current DLD device designs appeal to the theory motivated by lamina
flow with approximately parabolic flow profiles between posts. However, as demon-
strated in this work, the situation is more complicated for separation of non-spherical
deformable particles and in devices that use post shapes which break flow field sym-
metry. As such, additional considerations should be made when designing future DLD
devices for sorting non-spherical deformable particles.
Firstly, the critical size of DLD devices for sorting rigid beads with non-circular
post arrays can be determined by 2D simulations. The relevant equations have already
been determined in this work for diamond, square, and triangular shaped posts, and
similar simulations studies can be carried out to arrive at equivalent equations for other
posts shapes. Furthermore, certain post shapes might be beneficial for sorting certain
particle types. For instance, diamond shaped posts show a sharper transition from the
displacement to the zigzag mode compared to circular post arrays.
Secondly, the rationale used in designing DLD devices to sort non-spherical de-
formable particles should not limit itself to enforcing effective particle sizes via geo-
metric constraints enforced by the posts and channel height. The dynamic behaviour,
degree of deformation and resulting effective size of particles can be manipulated
via other means, such as changing the flow speed or the viscosity of the suspending
medium. This design methodology would open new possibilities for sorting particles
based on their intrinsic properties, such as the viscosity contrast based sorting scheme
demonstrated in this work.
Finally, with so many additional parameters to consider for the separation of non-
spherical deformable particles, a more simulation based design approach should be en-
couraged to enable more rigorous investigation of parameter space and reveal the best
possible sorting schemes for given particle populations. Moreover, simulation methods
allow investigation of DLD device designs without the need for device fabrication or a
readily available supply of particle samples, which is non-trivial for DLD applications
in fields like diagnostics where labs must meet high security and safety criteria for the
handling of especially virulent pathogens.
Given the broad range of parameters that govern the motion of non-spherical de-
formable particles, the scale of study required is extensive and multifaceted even when
considering one single cell type such as RBCs. As such, there is need for continued
work to realise the full potential of DLD sorting. The following paragraphs suggest
outlines for work that; i) form a direct continuation of the research presented in this
study, ii) address the limitations of the methodologies used within this study, and
iii) represent potential contributions from different scientific fields to complement the
current study:
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i Direct continuation of this work.
The 2D simulations carried out in chapter 4 of this study begin to address the im-
pact of post shape on particle sorting within DLD devices. However, there are a
limitless number of shapes from which to choose and certain post shapes may be
better suited for sorting particles of particular shape or with specific mechanical
properties. The relatively low computational cost of 2D simulations makes them
an ideal tool for exploration of such an extensive parameter space. With this said,
informed decisions should be made as to which combinations of post shapes and
particle types are investigated. For instance, aerofoil shaped posts have been sug-
gested to reduce clogging effects sometimes found in circular shaped post arrays
for separation of non-spherical deformable particles [153]. However, simulations
of the aerofoil only consider the fluid flow and do not model suspended particle
types. As such the 2D model for RBCs used in this work could be simulated in
aerofoil post shape DLD device to further investigate their effectiveness.
The 3D work presented in this study primarily investigated the effects of RBC cell
dynamics in DLD devices via changes in geometric confinement and the viscosity
contrast between intra- and extra-cellular fluid. Furthermore, it is well established
that the mechanical properties of cells and the magnitude of shear rate also effect
the onset of morphological and dynamic behaviour transitions. The 3D simulation
in the final section of this work demonstrated a DLD device design for sorting
RBCs via their dynamic behaviour in accordance with different membrane proper-
ties such as bending rigidity and shear modulus. Experimental works are needed to
cooroborate these simulation results and to test the feasability of the device design.
Furthermore, the changes in RBC transit modes for different viscosity contrasts
observed in this thesis were attributed to tank-treading and tumbling motions. Re-
cent experimental and simulation works have revealed that additional dynamic be-
haviours are observed for RBCs, including highly deformed tumbling poly-lobed
shapes at high shear rates [99]. These new dynamic regimes are of interest because
they occur at high flow velocities which could potentially improve the throughput
of DLD devices; reducing the time taken to analyse samples and increasing the
likelihood of detecting rare cells.
The work throughout this study uses RBC models to represent non-spherical de-
formable particles as fluid filled vesicles. However, there are many types of biopar-
ticles which are not adequately described as vesicles. DNA and streptococci chains
are both examples of bioparticles which often require sorting; In genome sequenc-
ing it is desirable to extract genomic-length DNA which contains the complete set
of genes for a given cell, and Streptococcus pneumoniae are a bacterial pathogen
whose virulence is known to depend on the chain length of the coccus[154, 155].
Both the aforementioned examples are better modelled as semi-flexible or fully
flexible rods as opposed to fluid vesicles. As such, simulations which explore the
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length dependence of sorting flexible rods in DLD obstacle arrays would be of
considerable use for designing DLD devices to sort DNA or streptococci chains.
Finally, many different label sorting techniques were introduced in section 1.3 and
this study has looked at just DLD. Other sorting techniques used in tandem with
DLD devices could dramatically enhance sorting of specific types of particles. For
instance, dielectrophoresis used in conjunction with DLD has been suggested as
a means for allowing critical size tunability and allowing for sorting based on
particle’s electric permeability [125]. Additionally, density based sorting of particles
has been demonstrated in DLD devices by using a density gradient in the fluid to
particles of differing densities towards different post geometries [156]. Whilst the
inclusion of additional sorting techniques to DLD devices poses great promise for
developing novel sorting schemes, they also increase the number of parameters that
need to be considered in DLD design. This work has demonstrated that simulation
provide a valuable tool for device design where a great number of effects contribute
towards particle transit in DLD devices. Consequently, similar simulation approach
in this study should be revisited and altered to investigate the effects of external
forces, such as dielectrophoretic forces and gravitational forces, on particle sorting
in DLD devices.
ii Addressing the limitations of this work.
An obvious limitation of work presented in this study, is the unrealistic degrees of
freedom afforded to RBCs in 2D simulations and the basic assumption that all RBC
are adequately described as 2D shapes. Obviously this is untrue, and the intrinsic
motion of RBCs in DLD devices is 3D, as demonstrated nicely in figure 5.10a where
a RBCs orientation switches from perpendicular, to parallel, and back to perpen-
dicular with the channel floor and ceiling in the course of a lane swapping event.
However, the sacrifice in accuracy of 2D simulations is considered a worthwhile
trade-off for the decrease in computational load, which allows for the simultane-
ous testing of many DLD device configurations at the same processing cost of a
3D simulation which probes a much smaller region of parameter space. As such, a
sensible combination of 2D simulations and 3D simulations should be employed,
where the former investigates large numbers of possible DLD configurations and
the latter hones in on the most promising candidates to provide a more quantitative
description.
More specific limitations exist in both the experimental and simulation techniques
throughout this work. On one hand, in the case of simulations, the accuracy of the
predicted particle motions in certain DLD configurations is limited by the success
of the particle model itself. For instance, a particle model will only recreate the be-
haviour observed in experiments if it correctly captures the mechanical properties
of the particle. On the other hand, in experimental work, there exists an inherent
variability in particle properties which are non-trivial to control. These simulation
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and experimental limitations are present throughout the study of RBC motion in
DLD devices in this thesis. For instance, the RBC model employed throughout
this work does not account for membrane viscosity due the present attempts at its
inclusion resulting in stability issues or failure to recreate realist behaviour. Conse-
quently, further work is required to address this issue, as membrane viscosity could
play a role in RBC separation in DLD devices. Furthermore, in order to model RBCs
in pathogenic states, the model parameters must be altered to mimic dysfunctional
RBC behaviour. However, selection of the correct model parameters is limited by
the available experimental data on pathogenic RBCs’ mechanical properties and
there is a need for rigorous study of unhealthy RBC mechanical properties using
techniques such as optical tweezers, micropipette aspiration, flow cytometry and
video spectroscopy[157–160].
From an experimental point of view, it is important for simulation studies to recog-
nise the inherent variabilities in cell properties. For example, a simulated DLD
device might prove incredibly sensitive to small changes in particle deformability.
However, it is incredibly easy to fix every parameter apart from those pertaining
to particle deformability within simulations. In practice, this device would be of
no functional use to experimentalists for deformability based sorting if the DLD
array was even more sensitive to inherent variations in particle size, a factor which
could easily be overlooked in simulations. Additionally, if simulations are to take
a more central role in design of microfluidic devices, an appreciation of the limits
of microfluidic fabrication techniques is important. For instance, post shapes with
sharp vertices will never be perfectly sharp in practise and there is also bound to be
some variation in post shape across an entire microfluidic obstacle array. As such,
sorting schemes devised by simulations need to consider the limits of fabrication
techniques.
iii Complimentary research from additional fields.
The development and application of microfluidics is highly interdisciplinary and
considerable contributions are necessary to bring devices from their inception to
real-world application. For example, in the case of using DLD devices to deliver
point-of-care diagnosis of diseases, there are many problems which must be ad-
dressed unique to each type of disease and the locations in which they are endemic.
For instance, malarial infections in south east Asia and the eastern Mediterranean
are not exclusively caused by the plasmodium falciparum virus, a large percentage
of infections are caused by plasmodium vivax. Diagnostic devices employed in these
regions would need to differentiate between RBCs infected by the two different
parasites. As such, detailed analysis of the differences in mechanical properties be-
tween RBCs infected by each type of parasite is needed before DLD devices can
be developed to sort them. This situation becomes even more complex when tak-
ing the remaining malaria species which infect humans into account, plasmodium
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ovale and malariae, which would each require a similar analysis to identify the key
changes in RBC properties to use as biomarkers for separation.
Affordable and scalable fabrication techniques are also essential to realise point-of-
access diagnostics of malaria. Once reliable devices have been designed, manufac-
turers must develop strategies to achieve large scale production at low costs with-
out sacrificing consistency and precision. Affordability and scalability are essential
as malaria is such a wide spread problem and the regions in which the disease
is endemic do not have the financial resources to tackle the problem using costly
equipment. Furthermore, manufacturing techniques can be used to address issues
with device throughput. For example, using stacked DLD chips allows the division
of a patient blood sample into small fractions which can be sorted in parallel and
collected into a single repository for inspection by light spectroscopy.
In summary, the current methodology used for designing DLD devices is primarily
based on experimental results and theory for rigid spherical particles in circular post
arrays. In this limited case, particles travel through DLD devices in one of two motions;
the zigzag and displacement modes depending on their size relative to the device’s crit-
ical size. This thesis uses RBC motion in DLD devices to demonstrate that the same
description cannot accurately describe the motion of non-spherical and deformable
particles in DLD devices. Firstly, the transition between transit modes of non-spherical
deformable particles is not only dependant on their size; dynamic behaviour and the
degree of deformation in flow are additional key factors. Secondly, additional zigzag
modes are available to non-spherical deformable particles, which result in positive or
even negative lateral displacement. These additional modes can be attributed to tum-
bling behaviours and hydrodynamic forces which cause particles to cross flow lamina,
phenomena which do not occur for rigid spherical particles. Consequently, additional
factors that alter particles’ dynamic behaviour, deformation and hydrodynamic inter-
actions can be utilised for sorting deformable non-spherical particles. For instance,
different flow speeds, suspending medium viscosities, and post shapes, will result in
DLD devices favourable for sorting particles with particular mechanical properties and
morphology. Furthermore, the work also demonstrates the promise of simulation tech-
niques used in conjunction with experimental work for understanding key physical
mechanisms within microfluidics and should encourage similar studies for applica-
tions beyond that of particle sorting.
A P P E N D I X
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S I M U L AT I O N D E TA I L S
2d simulation parameters
The DPD parameters introduced in equations 2.2, 2.3, 2.4, 2.5, 2.6, and 2.7 used to
simulate fluid in the 2D simulations are summarised in table A.2. Additionally, the
parameters which define the mechanical properties of the 2D circle and RBC models
used in equations 2.30, 2.31, 2.32, 2.33,and 2.34 are presented in A.1.
Nv lm/l0 κ/kBT l0 YD/kBT A0/D
2) kaD
2/kBT
Circles 30 . . . 60 2.2 500 180000 1.04pi/4 97000
RBCs 50 2.2 50 9000 0.36 37430
Table A.1: The parameters used to model the rigid circles and RBCs in 2D simulations, where
Nv is the number of vertices which make up the membrane, lm is the maximum
spring length, l0 is the equilibrium spring length, and D is the characteristic particle
diameter of a circle or RBC. The macroscopic bending rigidity is κ = kbl0, where
kb is the bending constant. Y is the particles Young’s modulus, A0 is the particle’s
target area, and ka is the area constraint coefficient.
nr2c arc/kBT γrc/
√
mkBT k ηr
2
c/
√
mkBT
11.25 60 30 0.15 325
Table A.2: The parameters used for fluid modelled using the DPD method. Mass and length
for the DPD fluid are measured using units of fluid particles’ mass m and a cut-off
radius rc. Here, n is the fluid number density, γ is the dissipative force coefficient,
a is the repulsive force coefficient, k is the weight function exponent, and eta is
the dynamic viscosity. For all 2D simulations, m = 1, rc = 1.5, n = 5, and the
temperature is set as kBT = 1.
3d simulation parameters
The SDPD parameters introduced in equations 2.13, 2.14, 2.15, 2.16, 2.17, and 2.18 used
to simulate fluid in the 3D simulations are summarised in table A.3. Additionally, the
parameters which define the mechanical properties of the 3D RBC model defined by
equations 2.30, 2.36, 2.37, and 2.38 is presented in A.4.
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fluid parameters scaled units physical units
p0 16
kBT
l30
1.07Pa
b 12.8 kBT
l30
0.86Pa
ηo 25.3
√
mkBT
l20
1.2× 10−3 Pa · s
ηi 25.3, 126.6
√
mkBT
l20
6× 10−3 Pa · s
kBT 4.282× 10−21 J
Table A.3: Parameters defining the model values used for the fluid properties and their physical
equivalents. Mass and length for SDPD fluid which conserves angular momentum
are measured in units of the fluid particle mass m and the membrane bond length
l0. p0 and b are parameters for the pressure equation, and ηo and ηi are the extra-
and intra-cellular fluid dynamic viscosities, respectively. In all simulations, we have
set m = 1, l0 = 0.4, and the thermal energy kBT = 0.4.
rbc parameters scaled units physical units
Nv 1000
Ar 133.5× 10−12m2
Dr
√
Ar/pi 6.5× 10−6m
l0 0.061Dr 3.91× 10−7m
Vr 0.34D3r 93.1× 10−18m3
T 310K
Yr 1.82× 105 kBTD2r 18.9× 10
−6N/m
κr 70 kBT 3× 10−19 J
kd 4.2× 104 kBTD2r 4.3× 10
−6N/m
ka 2.1× 106 kBTD2r 2.1× 10
−4N/m
kv 1.4× 107 kBTD3r 220N/m
2
Table A.4: Parameters defining the model values used for the RBC properties and their physical
equivalents. Nv is the number of membrane vertices, Ar is the RBC membrane area,
l0 is the average bond length, Vr is the RBC volume, T is the temperature, Yr is the
membrane Young’s modulus, κr is the membrane bending rigidity, and kd, ka, and
kv are the local area, global area, and volume constraint coefficients, respectively.
In all simulations, we have chosen Ar = 133.5 and kBT = 0.4, which implies that
Dr = 6.5 and l0 = 0.4.
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E X P E R I M E N TA L D E TA I L
device set-up
The DLD devices used in experiments presented in chapter 5 were fabricated by replica
molding, using the same method and equipment used in previous work by Beech
et al. [72]. Prevention of adhesion of blood cells to the inner surface of the devices
is ensured by application of a polymer brush on the polydimethylsiloxane (PDMS).
This is achieved by filling devices with 0.2% PLL(20)-g[3.5]-PEG(2) (SuSoS AG, Düben-
dorf, Switzerland) and rinsing for 20 minutes with autoMACS™ immediately after O2
plasma treatment and bonding.
The experimental device was originally designed by Holm et al. [8] to sort parti-
cles of different sizes, with successive sections within the device corresponding to
different critical radii [8]. The device geometry [8, 72] is defined by the post diameter
D = 20µm, lateral shift in successive pillar rows ∆λ, lateral center-to-center spacing
between posts λ = 32 µm, and the height between the two enclosing floor and ceiling
plates H, as shown in figure B.1. The lateral shift can conveniently be defined as the
row fraction  of the post spacing ∆λ = λ. The experimental devices consist of 13
consecutive sections of post arrays, which are differentiated by their lateral shifts ∆λ
between successive rows as summarized in table B.1. Note that some of the sections
have row-shift fractions  that are equivalent toM/N, whereM andN are integers and
M 6= 1, i.e. we have a "non-integer" row-shift fraction. This is due to limitations in the
photomask fabricating process (a manufacturing grid of 200nm), which means that in
many cases the desired integer row-shift fractions are not possible, in which case the
nearest non-integer row-shift fraction is used. While non-integer row-shift fractions
have been shown to give rise to two additional zig-zag modes with accompanying
critical sizes [161, 162], in the present study these modes are not observed.
Two versions of the sequential device were used throughout this work, distinguished
by the distance between the top and bottom plates covering the post arrays. The first
device has a height of H = 11µm, which is larger than a RBC diameter of about 8µm,
while the second device is thinner with H = 4µm, which is smaller than the RBC
diameter but larger than the RBC thickness of about 2 − 3µm. The two devices are
referred to as the ’thick’ and ’thin’ DLD devices, respectively.
Several inlets and outlets lead to and from the DLD array channel and were em-
ployed to control flow and the sample input/output, as shown in figure B.1. Both
devices had one large fluid buffer inlet and one small buffer inlet to reduce wall effects
and to ensure a well defined starting position from which total displacement can be
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section ∆λ/µm  1 rows Rc/µm
1 0.8 0.025 40 200 1.43
2 1.2 0.0375 80/3 130 1.74
3 1.6 0.05 20 100 2.0
4 2.0 0.0625 16 80 2.22
5 2.6 0.0813 160/13 60 2.52
6 3.2 0.1 10 50 2.78
7 3.8 0.1188 160/19 40 3.02
8 4.4 0.1375 80/11 35 3.24
9 5.2 0.1625 80/13 30 3.51
10 6.0 0.1875 16/3 25 3.76
11 6.8 0.2125 80/17 20 4.0
12 7.8 0.2438 160/39 20 4.27
13 8.8 0.275 40/11 15 4.52
Table B.1: Parameters defining the obstacle array geometry for each section of the DLD device.
∆λ is the lateral shift between successive rows for each section,  = ∆λ/λ is the
section’s shift fraction, and Rc is the critical particle size [6, 133]. The fourth column
in the table specifies the number of rows in each section.
ascertained. The sample inlet channel is placed directly between the two buffer inlets
and also included a filter to remove large unwanted particles which would otherwise
cause device clogging. Flow is driven by a pressure gradient generated by a pressure
drop of 22mbar between the buffer inlets and outlets, where the outlets were kept
at atmospheric pressure and the overpressure at the inlets was maintained using a
MFCS-4C pressure controller (Fluigent, Paris, France).
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Figure B.1: A close-up bird’s eye view of the obstacle array and a schematic of the sequential
device with 13 sections, each with different ∆λ. The flow direction is indicated by
the arrows. Solution from the inlets on the left is carried by the flow within DLD to
the right, where the particles of different sizes are collected at various outlets.
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sample preparation
All blood samples used throughout the course of experiments was extracted from
healthy volunteers via finger pricking. As mentioned in the main text, experiments
were conducted at a viscosity contrasts of 5, 2, 1 and 0.25 between the cytosol and
the surrounding buffer. For the higher viscosity contrast conditions, the cells were sus-
pended in autoMACS™ running buffer (Miltenyi Biotech, Auburn, CA). This solution
(pH 7.2) contains phosphate buffered saline (PBS) supplemented with 0.5% bovine
serum albumin (BSA), 2 mM EDTA, and 0.09% azide, and acts to suppress blood clot-
ting without altering the cell shape due to a changed osmotic pressure because it is iso-
tonic. For lower viscosity contrast measurements the autoMACS™ running buffer was
supplemented with Dextran-500 (# 700013-096, VWR International LLC, PA, USA). To
measure the viscosities at different Dextran concentrations (see figure B.2), Ubbelohde
viscometers were used (UBBEL Visco,Paragon Scientific Ltd, UK.). During the viscos-
ity measurement process, ambient temperatures ranged between 21.8-22.°C, which is
similar to the measurements conducted with cells in the DLD device.
Figure B.2: Viscosity measurement of different dextran-500 concentrations in autoMACS. In
order to achieve a viscosity contrasts of C = 2, 1 and 0.25 between the medium and
the cytosol, the suspending medium viscosity needed to be increased to two, five
and twenty five times that of normal autoMACS buffer viscosity.
Dextran is widely used to alter the viscosity of fluid samples. It is often chosen be-
cause it is a neutral polysaccharide, i.e. the resulting viscosity does not depend on the
pH or salt concentration of the solution. In order to minimize the change to the osmotic
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pressure across the RBC membranes, a large Dextran molecule was chosen, with an av-
erage molecular weight of 500 kDa. At concentrations of 11% the change in osmotic
pressure is 0.22mM and is negligible compared to isotonic blood osmolarity of 300mM.
Furthermore, microscopic examinations of cell samples at low viscosity contrast and
high viscosity contrast did not reveal any visible differences in cell morphology.
data analysis and acquisition
All experimental RBC trajectories were recorded through an inverted Nikon Eclipse
TE2000-U microscope (Nikon Corporation, Tokyo, Japan). Additionally, high-speed im-
ages of RBCs at high magnification were recorded using an EoSens mini MC-1370 cam-
era (Mikrotron GmbH, Unterschleissheim, Germany). In all other cases an Andor iXon
EMCCD camera (Andor Technology, Belfast, Northern Ireland) or Hamamatsu Orca
Flash 4.0 (Hamamatsu, Shizuoka Pref., Japan) were used.
The simultaneous transit of many RBCs through each section of the DLD devices
were recorded to video using the microscope and camera set-ups previously described.
Next, trajectories of individual RBCs were extracted from the recordings using the
particle-tracking application MOSAIC in the image processing suite ImageJ [163]. In
order to enhance particle detection, a median average of all frames from the entire
video is subtracting from each individual frame, thus removing the video background.
All trajectories extracted from the recorded videos went through a pre-screening
procedure. In the pre-screening process all trajectories which are too short or which in-
clude direct interactions between RBCs were discarded. As a general rule, trajectories
were considered too short if the spanned a small fraction of the video domain, corre-
sponding to RBC traversal over only a few posts in the device. The short trajectories
tend to be present at the beginning or end of videos and also occur due to detection
failure if the video contrast becomes insufficient for tracking in particular frames. The
trajectories with direct interactions between RBCs were excluded from further analy-
sis, since RBC collisions were not accounted for in simulations, as they only ever con-
sidered a single RBC. Finally, some outlier trajectories were removed manually after
visual inspection. The majority of outlier cases were identified as the result of block-
ages between posts (see figure B.3 or occasional missing posts which are expected from
occasional errors in device fabrication. A summary of the RBC trajectory refinement
process for the video recordings of RBC transits in the DLD devices is shown in tables
B.2, B.3,B.4, and B.5, where the numbers of total, accepted, and rejected trajectories are
given for all experiments.
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section total # rejected accepted accepted average #
of traj. fraction of posts
1 14 0 14 1.0 31
3 12 2 10 0.83 37
4 29 5 24 0.83 25
5 13 2 11 0.85 41
6 13 27 0 1.0 27
7 37 1 36 0.97 37
8 31 7 25 0.78 23
9 96 0 96 1.0 28
11 38 6 32 0.84 21
13 97 8 89 0.92 31
Table B.2: The total number of RBC trajectories recorded in each section of the thick device at
C = 1 and the number of excluded and accepted trajectories. The average number of
posts describes the average length of all accepted trajectories.
section total # rejected accepted accepted average #
of traj. fraction of posts
1 13 1 12 0.92 38
2 16 2 14 0.88 43
3 12 1 11 0.92 31
4 41 6 35 0.85 39
5 17 4 13 0.76 48
9 45 4 41 0.91 22
11 5 1 4 0.8 21
Table B.3: The total number of RBC trajectories recorded in each section of the thick device at
C = 0.25 and the number of excluded and accepted trajectories. The average number
of posts describes the average length of all accepted trajectories.
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section total # rejected accepted accepted average #
of traj. fraction of posts
1 8 1 7 0.88 28
2 - - - - -
3 - - - - -
4 - - - - -
5 - - - - -
6 15 0 15 1.0 23
7 23 4 19 0.83 29
8 39 10 29 0.74 16
9 26 7 19 0.73 15
10 20 5 15 0.75 15
11 40 8 32 0.8 15
12 17 3 14 0.82 16
13 71 1 70 0.99 11
Table B.4: The total number of RBC trajectories recorded in each section of the thin device at
C = 5 and the number of excluded and accepted trajectories. The average number of
posts corresponds to the average length of all accepted trajectories. Note that values
for sections 2-5 are omitted as displacement-mode transit was evident from videos
and there was no need for alignment.
section total # rejected accepted accepted average #
of traj. fraction of posts
1 14 2 12 0.86 27
3 6 0 6 1.0 45
5 13 0 13 1.0 28
7 11 0 11 1.0 12
9 23 2 21 0.91 9
Table B.5: The total number of RBC trajectories recorded in each section of the thin device at
C = 2 and the number of excluded and accepted trajectories. The average number of
posts corresponds to the average length of all accepted trajectories.
130 experimental detail
Figure B.3: A rejected RBC trajectory due to blockage between posts.
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